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Executive Summary 

Each EOS Science Team Member is required to prepare an Algorithm Theoretical 
Basis Document (ATBD) describing the physical and mathematical basis for his or 
her data products. This document is the Version 1 ATBD describing the MODIS 
Level-1 processing algorithms (products MODOl and MOD02) and the associated 
MODIS Utility Mask (product MOD18). In this document, calibration refers to the 
application of calibration coefficients to instrument data to create radiance values. 
Characterization refers to any manipulation of instrument data to derive 
instrument characteristics, including the generation of calibration coefficients using 
data from on-board calibration systems built into the instrument. 

Processing algorithms for the MODIS Level-1 data products are in a preliminary 
phase of development. As the engineering and protoflight models of the MODIS 
instrument are fabricated and tested, the instrument manufacturer, Santa Barbara 
Research Center (SBRC), will provide characterization and calibration equations 
suitable for initial use and a numerical error analysis addressing Level-1 data 
product uncertainties. At that point, critical instrument-specific information can be 
incorporated into this document to provide a more quantitative formulation of the 
algorithms and their theoretical basis. 

The MODIS Characterization Support Team (MCST), working under the direction 
of the MODIS Team Leader, has the primary responsibility for developing the Level- 
1 ATBD. With review from MCST, the MODIS Science Data Support Team (SDST) is 
responsible for developing and implementing the MODIS geolocation algorithm, 
Level-IA product. MCST is responsible for developing the characterization and 
calibration algorithm, the Level-1 B product. MCST is also responsible for 
development of the MODIS Utility Masking algorithm. 

Processing level designations for MODIS data products are defined in Table 1. Level- 
0 data from the instrument are reformatted, the Earth coordinates of individual 
pixels are determined and appended to the instrument data, instrument calibration 
information and other ancillary and engineering data required for processing are 
provided, and the whole is archived as the Level-1 A MODIS data product, MODOl. 
Level-IB processing accepts Level-IA data as input and completes the conversion 
from digital numbers generated within the instrument to physical observations 
expressible in SI units. Level-1 B processing provides calibrated at-satellite radiances 
generated at the original instrument spatial and temporal resolution, which are 
some radiometric calibration techniques used in Level-1 B (MODIS product MOD02) 
processing require knowledge of intrinsic pixel properties such as clear or cloudy, sea 
or land, pure or mixed terrain class, inoperative detector, etc. Pixel classification 
results obtained during Level-1 B processing will be retained and provided for 
general reference by the scientific community in MODIS Standard Data Product 
MOD 18, the MODIS Utility Mask. The Utility Mask will contain a series of binary 
and octal data fields describing designated pixel characteristics. Level-2 data products 
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are derived from the Level-1 radiances and describe geophysical and other Earth 
phenomena that cannot be measured directly by satellite instruments but can be 
mathematically derived from radiance observations. Level-2 data include derived 
land, ocean, and atmospheric products. This document discusses the theoretical 
basis for Level-1 processing algorithms and the MODIS Utility Mask. 

Table 1 

MODIS Data Processing Levels 


Raw Data 

Data in the original space-to-ground transmission packets, as received from 
the observatory, unprocessed by EDOS. 

Level-0 

Reconstructed instrument data at original resolution, time ordered, with all 
possible space-to-ground transmission artifacts removed and duplicate 
packets eliminated. 

Level-IA 

Level 0 data, reformatted but not resampled, located in an Earth-referenced 
coordinate system, and packaged with needed ancillary and engineering 
data. 

Level-1 B 

Radiometrically corrected and fully calibrated instrument data in physical 
units at the original instrument spatial and temporal resolutions. 

Level-2 

Environmental variables (e.g., ocean wave height, soil moisture, ice 
concentration) retrieved at original instrument spatial and temporal 
resolutions. 

Level-3 

Instrument data or retrieved environmental variables that have been 
spatially and/or temporally resampled, averaged or composited. 

Level-4 

Model outputs or environmental variables derived from lower level data 
that are not directly measured by the instruments. For example, new 
variables based upon a time series of Level-2 or Level-3 data. 


To assure that essential processing routines are available at launch, initial 
development efforts will focus on a set of core processing algorithms that use 
characterization and calibration data from pre-launch tests, on-board calibrators, and 
vicarious calibration experiments. If instrument stability in the space environment 
is better then the required minimum, appropriate calibration may provide 
enhanced results. Special purpose algorithms to support special calibration 
techniques may be required, or remedial algorithms to correct for non-ideal 
instrument behavior in the space environment may be needed. Algorithms to 
exploit increased instrument stability or correct for non-ideal behavior will be 
developed in priority order as resources permit. 

The design of the first MODIS instrument will be fixed at the Critical Design Review 
(CDR), scheduled for the end of 1993. In-depth analysis of on-board calibration 
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systems will be initiated after CDR. A Peer Review of the MODIS Calibration Plan, 
including both the SBRC Instrument Calibration Plan and the overall context into 
which it fits, is planned for Spring of 1994. The Engineering Model will be 
completed and tested in the spring of 1995. As test data from the Engineering Model 
becomes available for analysis, Level-1 algorithm requirements will again be 
reviewed and this document will be updated. Revised versions of this ATBD will 
be issued as is appropriate; the probable schedule for instrument delivery and ATBD 
revisions is given in Table 2. 


Table 2 

MODIS and Cal ATBD Delivery Schedules 


MODIS Instrument 

Sensor Delivery Date 

Revised Cal ATBD 

Engineering Model 

Spring 1995 

August, 1995 

Protoflight Model 

Summer, 1996 

November, 1996 

Flight 1 Model 

Winter, 1998 

March, 1999 


On-board calibration systems built into the MODIS instrument can measure 
radiometric response, spectral response, Modulation Transfer Function (MTF), and 
band-to-band spatial registration. Previous on-board calibration systems in the 
MODIS precursor instruments usually provided only a radiometric capability, so 
MODIS calibration will likely be both more complex and more accurate than that of 
its precursor instruments. A program of surface and airborne measurements to 
provide vicarious instrument calibration is planned in the post-launch era. Other 
sources of calibration information are shown in Figure 2. 

The MODIS Characterization Support Team (MCST) has the task of integrating all 
characterization and calibration resources. Calibration must support the radiometric 
accuracy levels shown in Table 3. 

To meet these accuracy requirements and assure that calibration uncertainty 
contributes as little as possible to the error of scientific products, effects of correctable 
instrument-related imperfections, such as pointing bias, systematic noise, and image 
ghosting will be reduced in Level-1 processing. The calibration algorithm is required 
to calibrate MODIS data to an acceptable level of accuracy in a fully automated mode, 
i.e., without human intervention for extended periods of time. Components of the 
Level-1 characterization and calibration algorithm will be formally documented and 
presented for peer-review by the instrument and Earth science communities before 
they are finalized and implemented in operational data processing. 


IX 
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Integration by MCST 


Review by the MODIS Science Team 


Integrated MODIS Level-1 Characterization, 
Calibration & Geolocation 
Algorithms 


Figure 2. MODIS Characterization and Calibration Data Sources 


Table 3 

Radiometric Accuracy Required in the MODIS Specification 


Wavelength 

Required Accuracy at 

Ltyp 3 
(±lo, %) 

Minimum Required 
Accuracy from 

0.3*L t y p a to 

CL^i-niax (±lo, %) 

< 3 (im 

5 

6 

> 3 M-m 

l b 

2 

Reflectance 

Calibration 0 

2 

3 


a. Based on use of multiple samples of a uniform , extended, non-polarized source. 

b. At Lfyp Band 20 shall have minimum required radiometric accuracy of 0.75% with a goal of 
0.50 % and Bands 31 and 32 shall have an accuracy of 0.50% with a goal of 0.25%. The "high" 
ranges of bands 31 and 32 shall have an accuracy of 10%. 

c. Calibration relative to the Sun using the solar diffuser plate and solar diffuser stability 
monitor. 
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A potential structure for the Level-1 B processing algorithm is shown in Figure 3. 
This is the current baseline flow for on-orbit processing during the Operational 
Phase; the structure presented does not address exception handling or the special 
processing which will be required during the Activation and Evaluation (A&E) 
Phase, nor does it address Level-1 reprocessing or required off-line investigations. 
These issues will be addressed in future versions of this document. This processing 
flow does distinguish between processes that are considered to be indispensable for 
successful instrument calibration (core algorithm components), and those that 
enhance calibration accuracy, but can be implemented as subsequent software builds. 
The core algorithm will be given highest development priority; subsequent builds 
will be developed as resources permit. Individual algorithm components in the 
subsequent builds will be implemented only after it is shown that each improves 
the accuracy of the calibration. 

Each pixel will be geolocated before its radiance is determined. Pixel geolocation 
begins with the determination of pixel viewing vectors (look vectors) in an 
instrument-referenced coordinate system. The look vectors are transformed 
through three intermediate coordinate systems (spacecraft, orbital, and Earth 
Centered Inertial) before the intersection of the look vectors with a suitable earth 
reference ellipsoid (probably WGS84) is determined in an Earth Centered Rotating 
coordinate system. Intersection points with the reference ellipsoid are then 
transformed to the desired geodetic coordinates. The final phase of the computation 
corrects for shifts in pixel location that occur because of terrain altitude deviations 
from the reference ellipsoid. Because the look vector might intersect the Earth 
surface in several locations at high look angles, an iterative procedure is used to 
determine the first (highest) intersection of the look vector with the surface. Besides 
the computations concerned with determining pixel geodetic latitude, geodetic 
longitude, and height above the Earth ellipsoid, other portions of the algorithm 
determine satellite zenith angle, satellite azimuth, range to the satellite, the solar 
zenith angle, and the solar azimuth. A more complete ATBD description of the 
geolocation algorithm is presented in Appendix E of this document. 

The remaining processing components shown in Figure 3 (Box 2 and beyond) 
provide radiometric, spectral, and geometric characterization and calibration of the 
instrument. With sufficient measurement resources, radiometric calibration can 
achieve an absolute accuracy nearly matching the inherent radiometric stability of 
the instrument (NEdL). Radiometric processing begins with a pre-processing 
operation (Box 2 in Figure 3) to characterize known systematic noise components, 
i.e., determine their magnitude in the current dataset and reduce their effects. Pre- 
processing to reduce noise in this manner may improve the effective stability of the 
instrument and ultimately permit more accurate radiometric calibration. Examples 
of systematic noise sources which might be present include event-related noise 
(detected by its time correlation with events occurring within the MODIS 
instrument, on the orbiting platform, or within other payload instruments), 
coherent noise (periodic noise detected as a peak in the 1- or 2-dimensional Fourier 
transforms of the MODIS signals), image 'ghosting', and crosstalk. This processing 
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phase will also detect and characterize any anomalous or exceptional behavior, such 
as might be caused by passing over the South Atlantic Magnetic Anomaly. 
Characterization results will be included in the metadata. Noise reduction 
procedures will be implemented only if all three of the following criteria are met: 
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Figure 3. Level-1 Control Flow Diagram 
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(1) It is conclusively demonstrated that a particular type of noise (e.g., image 

ghosting) is present in the MODIS data. 

(2) The noise can be predicted accurately enough that its effects can be reduced. 

(3) The MODIS Science Team approves its reduction. 

If noise reduction techniques are implemented, parameters used in the noise 
reduction process will also be retained in the metadata. 

Systematic noise characterization and reduction is followed by instrument 
characterization and the determination of calibration coefficients using the on-board 
calibrators (OBCs) and the Moon (Figure 3, Box 3). The instrument manufacturer 
will provide the initial software to determine calibration coefficients based on the 
basic instrument design and measurements of instrument and OBC behavior 
obtained in the laboratory pre-launch, including the instrument response to on- 
board calibration systems. After launch, OBC characteristics will be studied in the 
context of all available calibration information, and the initial OBC characterization 
software supplied by the manufacturer will be modified to accommodate additional 
information developed as the instrument ages. 

Lunar calibration observations may be obtained in a direct view mode in which 
normal platform attitude adjustments are suppressed for. half an orbit to obtain a 
direct view of the lunar disk from the dark side of the Earth, and in a Space View 
mode that exploits 2-6 x per year when the Moon is visible through the MODIS 
Space Viewport. Lunar reflectance is a function of solar illumination angles as well 
as lunar surface coordinates and lunar libration angles. An Earth-based lunar 
reflectance measurement program has been initiated to provide the lunar radiance 
parameters required to use the Moon as an EOS calibration source. 

The combined hardware/ software system delivered by the manufacturer is required 
to meet the radiometric accuracy requirements of the specification (Table 3) without 
reference to the additional sources of calibration information that become available 
after instrument launch. The characterization & calibration algorithm processing 
flow assumes that the manufacturer has successfully met this requirement, and 
calibration coefficients used for processing are not allowed to deviate from the 
combined OBC /lunar values obtained in this processing phase by more than the 
probable error limits of these coefficients. However, it may be possible to improve 
on those error limits by using other sources of information such as vicarious 
calibration, trending data obtained from long-term instrument behavior studies, 
and past coefficient determinations from OBC and lunar data, as well as image- 
derived characterization (shown in Box 7 and described below). All of this data is 
combined to generate a "best guess" set of projected coefficients for the next orbit. If 
comparison of the last-available projected coefficients with the OBC/lunar 
coefficients (Box 4) shows that the projected coefficients are within the probable 
error limits of the OBC/lunar coefficient determinations, the projected coefficients 
are declared the "best" and these coefficients are used in subsequent processing. If 
the projected coefficients are outside the probable error limits for the OBC/lunar 
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coefficients, the OBC/ lunar coefficients are declared "best" and these are used in 
subsequent processing. In the processing scheme as shown, no calibration 
coefficient that is inconsistent with the OBC and lunar coefficient determinations is 
ever used. The goal of the processing done after OBC and lunar coefficient 
determinations is to fully characterize and validate the calibration, and possibly to 
improve its precision and potential accuracy. 

In the calibration phase (Box 5), calibration coefficients are applied to instrument 
data to obtain Level-1 B data, and the calibrated Level-IB data then serves as input to 
utility mask processing (Box 6). The utility mask provides flags for important pixel 
characteristics such as cloudy/clear, land/water, pure/mixed terrain class, and 
inoperative detectors. In the processing flow, utility mask information is used to 
identify pixels that are cloud-free and otherwise suitable for image-derived 
processing techniques. 

Image-derived characterization is based on intrinsic image characteristics and 
includes techniques such as image de-striping using histogram equalization. 
Modulation Transfer Function (MTF) characterization (and potential), and site- 
based radiometric monitoring of unsupervised calibration sites. If results of the 
image-derived techniques suggest that changes in calibration coefficients are 
warranted for some channels, new Level-1 B radiometric data is created for those 
channels (first time through) and a decision is made as to whether the change in 
those calibration coefficients warrants recomputation of the Utility Mask. If not, 
processing proceeds to Quality Assurance (Q/A) Metadata generation. If so, the 
entire Utility Mask is recomputed and image-derived characterization is again 
applied based on the new pixel classifications. 

Processing terminates after not more than two iterations through the Utility Mask 
and Image-Derived Characterization routines. With processing terminated at 
depicted, the radiometric calibration, the utility mask and the image-derived 
characterizations are consistent, i.e. the utility mask is based on the same 
radiometric information provided in the Level-1 B product. 

The flow now proceeds to quality assurance and metadata generation. MODIS 
Level-1 B processing must maintain the radiometric accuracy and spectral and 
geometric characterization uncertainty required by the instrument specification 
(GSFC, 1993, Table 2, Appendix C) for the whole lifetime of the EOS program. The 
Q/A metadata will allow quantitative tracking of MODIS calibration performance. 
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Chapter 1 
Introduction 

The Moderate Resolution Imaging Spectroradiometer (MODIS) is being developed 
and launched as one of a series of Earth Observing System (EOS) instruments that 
will "advance scientific understanding of the entire Earth system by developing a 
deeper comprehension of the components of that system and the interactions 
among them (Asrar and Dokken, 1993)". Each of the EOS instruments is supported 
by a dedicated science team that is responsible for developing and validating the 
scientific for that instrument. Science team members are individually responsible 
for specific data products from their instrument, and as part of a documentation 
effort, each team member will generate and update an Algorithm Theoretical Basis 
Document (ATBD) describing the theoretical basis for the algorithms used to 
generate those data products. This document is Version 1 of an ATBD for the 
MODIS Level-1 Processing Algorithms, which include Level-IA, geolocation raw 
data (product MODOl), Level-1 B geolocated radiance (Product MOD02) and the 
MODIS Utility Mask (product MOD18). This ATBD is produced by the MODIS 
Characterization Support Team (MCST), which is responsible for developing 
standard MODIS characterization and calibration procedures. 

The algorithm to geolocate MODIS pixels is being developed in a separate effort 
undertaken by the MODIS Science Data Support Team (SDST) with review by 
MCST. The geolocation of MODIS data includes the determination of geodetic 
latitude, longitude, and elevation for the individual pixels and the determination of 
geometric parameters for each observation (satellite zenith angle, satellite azimuth, 
range to the satellite, solar zenith angle, and solar azimuth). Details of the proposed 
geolocation algorithm can be found in Appendix E of this document. 

This Level-1 ATBD and its updates are written for MODIS data users who need to 
understand the strengths and limitations of the MODIS data for their own research, 
and for those people who are responsible for developing and implementing 
algorithms which utilize MODIS instrument data. This document with its 
appendices will present those features of MODIS characterization and calibration 
needed to understand the calibration algorithms. The MODIS calibration algorithm 
is currently in the early stages of development; consequently, this document 
presents a top-level overview of the algorithm with some illustrative equations. 
Calibration, in this document, refers to the application of calibration coefficients to 
instrument data to create radiance values. Characterization refers to any 
manipulation of instrument data to derive instrument characteristics, including the 
generation of calibration coefficients using on-board calibrator data. Initially, it is 
assumed that the instrument will meet its specification, and that no anomalies will 
arise. A set of characterization and calibration procedures to deal with this scenario 
is identified. This core algorithm is the minimum set of routines necessary for at- 
launch calibration processing; it will be given highest development priority. As pre- 
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launch instrument test data become available, additional calibration issues may 
arise, even though none are currently anticipated. If there are instrument 
anomalies such as systematic noise that must be removed in ground processing to 
meet specification requirements, then procedures to reduce those effects will receive 
the next highest development priority. Finally, an instrument that meets 
specifications may provide stability that exceeds minimum requirements. The 
approach to MODIS calibration outlined here includes provisions to exploit any 
such margins in the instrument performance to minimize calibration error and the 
associated uncertainty in the final scientific products; these procedures will be 
developed as resources are available. 

MODIS instruments will be launched on the EOS spacecraft in a Sun-synchronous 
orbit. There are six such spacecraft planned, three in the AM series (in a descending 
orbit with a 10:30 AM equatorial crossing time) and three in the PM series (in an 
ascending orbit with a 1:30 PM crossing time). Each series will consist of an initial 
platform followed by two replacements launched on 5-year centers, for a total series 
life of 15 years. The schedule for successive MODIS instruments and the MODIS 
ocean precursor instruments (SeaWiFS and COLOR) is shown in Figure 1.0-1. 
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* A&E: Activation and Evaluation of the MODIS instruments 


Figure 1.0-1. Launch schedule for the MODIS AM and PM instruments with ocean precursor instruments 
also shown. 


MODIS requirements are laid out in other source documents (Salomonson et al., 
1989; Salomonson and Toll, 1990; Ardanuy et al., 1991; Salomonson and Barker, 
1992; Pagano, 1992; Barnes and Salomonson, 1993, and Pagano and Durham, 1993). 
MODIS heritage instruments include AVHRR, HIRS, Landsat TM (Markham and 
Barker, 1986; Salomonson and Barker, 1987; and Barker and Wanchoo, 1988) and 
MSS, Nimbus-7 CZCS, and SeaWiFS. To provide long-term observations of 
potential changes in Earth processes for succeeding decades, MODIS will maintain 
observational continuity with predecessor and successor instruments, and with 


2 









INTRODUCTION 


instruments that will provide correlative and ancillary data. The EOS mission 
requires a cohesive, calibrated data set composed of data from all six MODIS 
instruments. A scientifically useful data set composed of measurements from all 
MODIS instruments requires a calibration scheme to provide consistent radiance 
values across instruments, orbits, and time intervals. 

An intensive series of instrument check-out, characterization and calibration 
activities is planned during the on-orbit Activation and Evaluation (A&E) period (3- 
6 months), immediately after each of the instruments is launched. As each MODIS 
instrument is launched and activated, MODIS characterization and calibration on- 
orbit procedures will: 

•Establish initial estimates of MODIS instrument stability within an orbit and 
over many orbits, and from these, develop a schedule for the use of 
individual calibration techniques and an estimate of achievable 
instrument calibration accuracy; 

•Determine the extent to which pre-launch instrument calibration has been 
successfully retained in orbit and make any adjustments necessary in the 
pre-launch characterization and calibration algorithm; 

•Incorporate the results of vicarious calibrations as they are available. 

An illustrative flow diagram for MODIS Level-1 processing is given in Figure 1.0-2. 
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The MODIS Level-1 characterization and calibration algorithm consists of all the 
procedures required to produce radiometrically calibrated, spectrally characterized 
and geolocated MODIS data for distribution within the science community. The 
core algorithm will be based on pre-launch laboratory test results for the instrument 
and its on-board calibration systems as supplied by the instrument manufacturer. 
Successive versions of the algorithm will be augmented by some of the 
characterization and correction techniques discussed in this document. Changes to 
the calibration algorithm will be implemented only if it can be unambiguously 
shown that the changes produce a better product. In addition to absolute 
radiometric calibration and image-derived calibration techniques, processing may 
include noise removal, within-band and cross-band signal normalization, spectral 
band monitoring and geometric registration assessment, and possible (Modulation 
Transfer Function) inversion. A scene mask will be implemented indicating 
characteristics of each pixel such as dead or noisy channels, replaced 
channels, clear or cloudy, radiometrically homogeneous (pure) or heterogeneous 
(mixed), approximate water fraction, snow fraction, glint, solar irradiance level, etc. 

Over a period of more than three years in the 1980s, the scientific investigators of 
the Landsat Image Data Quality Assessment (LIDQA) project characterized the 
performance of both the MSS and TM sensors (Markham and Barker, 1985). When 
correctable anomalies were found, it was no longer possible to change the ground 
processing system. The intention of the MODIS Level-1 processing effort is to 
provide the possibility of correcting for observed anomalies by having appropriate 
software in place for evaluation and potential use at the time of launch, and to 
provide for on-going post-launch up-grades. 

MODIS Level-1 processing will produce Level-IA and Level-IB data sets. The Level- 
0 MODIS data is digitally quantized to twelve bits (one part in 4096). The Level-IA 
data processing de-packetizes the Level-0 data and re-formats it into 16-bit, byte- 
aligned words. Ancillary and engineering data which are needed for calibration 
processing will be appended; examples of such information include spacecraft 
location and attitude and the projected calibration coefficients, along with their 
uncertainties. The same Level-IA processing also geolocates the data, i.e., the Earth 
location of each individual pixel is determined, expressed in Earth-referenced 
coordinates, and included in the data set. 

The MODIS Level-IB data product is a radiometrically calibrated and spectrally and 
geometrically characterized product. It is created from the application of 
radiometric processing routines to Level-IA data. If the symbol Q is used to 
represent the original 12-bit quantized Level-IA radiometric data from the 
instrument and L*. represents the Level-IB at-satellite radiance obtained from 
calibration processing, then radiometric calibration processing is represented by the 
equation: 


U =/(Q) 
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INTRODUCTION 


where the functional form of / will be determined for each channel from pre- 
launch radiometric calibration activities and the coefficients for / will be 
determined on an on-going basis on-orbit. To facilitate the comparison of scenes 
taken under different conditions, some researchers may prefer to work in units of 
planetary albedo (for the solar reflective bands) or effective temperatures (for the 

thermal emissive bands). The effective at-satellite planetary reflectance p p is given 
by 

^ SUN.X COS @, 

where d is the Earth-Sun distance in astronomical units, Esun, A is the mean solar 

exoatmospheric irradiance and d s is the solar zenith angle. The effective at-satellite 
temperature T is given by: 

r = - ff a 

where Ki and Kj are band-dependent constants. 

The sections that follow address calibration requirements and potential algorithm 
structure and theoretical basis. The appendices cover the instrument specification, 
instrument design, calibration strategy, the geolocation algorithm, a draft Vicarious 
Calibration ATBD, and glossary, acronyms and symbols, and references. 
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Chapter 2 

MODIS Instrument Calibration Requirements 

The objectives of MODIS characterization and calibration are to: 

•Calibrate and characterize each individual MODIS instrument; 

•Maintain calibration consistency between successor MODIS instruments (AMI, 
AM2, and AM3 and PM1, PM2, and PM3); 

•Maintain calibration consistency between the MODIS instrument series and 
other EOS-AM and EOS-PM instruments including ASTER, MISR, CERES, 
AIRS; and 

•Maintain consistency with past and future Earth-observing instruments 
including Landsat TM, AVHRR, and the SeaWiFS and COLOR ocean 
observation programs. 

To detect trends occurring over periods of years to decades and provide input for 
causal models of Earth processes, each MODIS instrument must be calibrated in 
absolute (SI) units. Since there are practical limits on the accuracy with which 
national and international SI calibration standards can be transferred to the 
instruments, EOS is planning a series of pre-launch cross-sensor calibration 
experiments. By circulating reference standards among the laboratories building the 
instruments, and by assuring that comparable procedures are followed in 
referencing these standards, the EOS program may obtain a measure of precision 
among observations from multiple instruments that exceeds absolute accuracy based 
on SI standards. The MODIS instrument will be included in EOS cross-calibration 
experiments. 

2.1 Product Sensitivity to Calibration 

As the MODIS Science Team members create sensitivity curves describing the 
uncertainty in their products as a function of the uncertainties of various 
instrument characterization and calibration parameters, potential product benefits 
can be analyzed as a function of instrument precision and accuracy improvements. 
Product sensitivities will be developed collaboratively by the MCST and Science 
Team members as the critical driving algorithms for Level-2 products are identified 
over the next several years. On-orbit, sensitivity relationships will be used to 
determine if a given Level-2 product would merit reprocessing using revised 
coefficients when new calibration information is developed. Products that are 
relatively insensitive to calibration may not need to be updated; other products 
strongly dependent on calibration accuracy may warrant re-processing. 
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2.2 MODIS Instrument Calibration Specification 

The MODIS instrument specification (MODIS Spec., 1993) contains many 
performance, testing, calibration, and quality assurance requirements. The 
contractor must meet these requirements upon delivery of the instrument. The 
specification requirements are the minimum necessary for the success of the 
mission. Appendix B presents a detailed description of the specification, including 
exceptions and testing circumstances for each requirement. A brief summary is 
included below. 

The Specification mandate includes physical instrument requirements (section B.2) 
such as mass and orbit.. It also covers characterization and calibration issues, 
including radiometric (B.3), spectral (B.4), geometric (B.5), and other performance 
requirements (B.6). Finally, there are requirements for instrument math models, 
and verification and calibration plans and procedures (section B.7) 

The specification assigns each spectral band a noise equivalent radiance (NEdL), a 
typical radiance (Ltyp), a maximum radiance (Lmax), a cloud radiance estimate 
(Lcloud), and a desired Signal to Noise Ratio (SNR). Radiances must be able to be 
determined to an uncertainty of 5% for wavelengths below 3 mm and 1% for those 
above 3 mm (see footnote C to Table 2.1-1, below, for exceptions). Additionally, 
reflectances must be calibrated, using the solar diffuser and solar diffuser stability 
monitor, to within 2%. 


Table 2.2-1 

Calibration Accuracy Required in the MODIS Specification and Accuracy Predicted 

by the Instrument Manufacturer 


Wavelength 

Required Accuracy* 
(±la, %) 

Predicted Accuracy 1 * 
(±la, %) 

< 3 pm 

5 

4 

> 3 pm 

l c 

0.75 

Reflectance Calibration d 

2 

TBD 


a. Based on use of multiple samples of a uniform, extended, non-polarized source. 

b. Pagano and Durham, 1993 

c. At Ltyp Band 20 shall have minimum required radiometric accuracy of 0.75% with a goal of 
0.50% and Bands 31 and 32 shall have an accuracy of 0.50% with a goal of 0.25%. The “high" 
ranges of bands 31 and 32 shall have an accuracy of 10%. 

d. Calibration relative to the Sun using the solar diffuser plate and solar diffuser stability 
monitor. 
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Passbands for each of the 36 spectral bands must conform to specific spectral shape 
requirements, including center wavelength and bandwidth (see Table B-4). After 
launch, spectral response must be both stable and measurable. 

Geometrically, the instrument must meet specific field of view and pointing 
requirements. Depending on the spectral band. Instantaneous Fields of View (s) of 
250, 500 and 1000 meters are specified. Different bands within a pixel must be 
coregistered to within +/- 20% of an IFOV. Pointing accuracy must be within 60 arc 
seconds with pointing knowledge better than 30 arc seconds. 

Other requirements also affect radiometric uncertainty. The specification contains 
sections addressing polarization sensitivity, minimum MTF requirements, detector 
crosstalk, stray light, and transient response. These effects will all be characterized 
individually and their effect on radiometric uncertainty evaluated. 

2.3 Instrument Characteristics 

Those readers not familiar with the overall MODIS instrument design and the 
characteristics and operating modes of the on-board calibrators can refer to a 
summary of the relevant aspects of instrument performance in Appendix C. 

2.4 Calibration Strategy 

The basic MCST approach to calibration is "success-based", i.e., the null hypothesis 
that the instrument meets specifications and functions correctly is assumed at 
launch. The basis of the calibration strategy is to utilize all available information 
sources to test the null hypothesis and institute alternative procedures to maintain 
the required calibration accuracy over the life of the mission. Statistical 
characterization of the multiple calibration sources will produce confidence 
intervals for the predicted calibration coefficients. New coefficients are applied 
when sufficient change occurs in the intervals to drive coefficients outside bounds. 

A similar paradigm is used to mitigate noise and exceptional conditions which are 
observed. Statistical characterization of noise, striping, failing detector, etc. will be 
used to produce decision thresholds which are used to invoke or not invoke 
application of filtering algorithms to mitigate the condition. 

Appendix D contains a more detailed discussion of the calibration strategy and 
includes a discussion of lunar processing conditions and the data transformation 
approach which creates a standard calibrated data dynamic range. 
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Chapter 3 

Theoretical Basis for the MODIS Characterization 

and Calibration Algorithm 


The algorithms that will be used for MODIS calibration processing are in a very 
preliminary stage of development and decisions on actual calculations that will be 
used have not been made. The material provided in this document is 
representative of techniques that are being studied and this material is provided for 
review at the current state of algorithm development. Studies of alternative 
calibration approaches and algorithms are on-going and, in many cases, the 
algorithm descriptions provided in this document are incomplete. Some of the 
potential techniques have been implemented in the past and MODIS calibration can 
build on the heritage of these past implementations. Other techniques discussed 
here are extensions of previously implemented algorithms, or are entirely new 
techniques. 

The algorithm discussed here is the proposed baseline Operational Phase algorithm; 
it thus assumes that initial conditions, such as the tests which are done during the 
A&E Phase to establish the operational schedule of the OBCs, are complete. Pre- 
launch test analysis, on-orbit A&E special testing, and exception handling will all be 
developed in detail at a later date. The overall algorithm control flow is shown in 
Figure 3.0-1. This section sequentially discusses each of the processes shown in this 
flow. It explains the processes involved, assigns a priority to the development of 
each process and presents a theoretical basis for the techniques being considered for 
implementation. A detailed control flow diagram, with illustrative equations, is 
given in Section 3.10. Additional information on the techniques is presented in 
Appendix D, Calibration Strategy. 

3.1 Geolocation 

Each pixel will be geolocated before its radiance is determined. Geolocated data are 
needed for the Utility Mask, the Image-derived Characterization techniques and for 
generation of the Quality Assurance Metadata. With review from MCST, the 
MODIS Science Data Support Team (SDST) is responsible for developing and 
implementing the MODIS Geolocation Algorithm. A synopsis of the algorithm 
follows. This algorithm must be available at launch. Specific detailed information 
on the current algorithm for geolocation is presented in Appendix E. 

Geolocation begins with the determination of pixel viewing vectors (look vectors) 
in an instrument-referenced coordinate system. The look vectors are transformed 
through three intermediate coordinate systems (spacecraft, orbital, and Earth 
Centered Inertial) before the intersection of the look vectors with a suitable Earth 
reference ellipsoid (probably WGS84) is determined in an Earth Centered Rotating 
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coordinate system. Intersection points with the reference ellipsoid are then 
transformed to the desired geodetic coordinates. 

The final phase of the computation corrects for shifts in pixel location that occur 
because of terrain altitude deviations from the reference ellipsoid. Because the look 
vector might intersect the Earth surface in several locations at high look angles, an 
iterative procedure is used to determine the first (highest) intersection of the look 
vector with the surface. The procedure can be computationally intensive, and a 
special coordinate system [Space Oblique Mercator (SOM)] is being considered for use 
with Earth digital elevation data. Use of this coordinate system may simplify the 
interpolation needed to determine pixel locations that are situated between 
originally supplied digital elevation reference points. Besides computations 
concerned with determining pixel geodetic latitude, geodetic longitude, and height 
above the Earth ellipsoid, other portions of the algorithm determine satellite zenith 
angle, satellite azimuth, range to the satellite, the solar zenith angle, and the solar 
azimuth. 

3.2 Pre-Processing: Characterization and Reduction of Known Systematic Noise 

Pre-launch laboratory tests will establish the magnitude of some systematic noises, 
such as ghosting, stray light and crosstalk. The calibration precision, and the 
theoretically attainable accuracy, will improve if known systematic noise is reduced 
as far as feasible through pre-processing the data before calibration. Prioritization of 
pre-launch development of pre-processing algorithms will be based on the results of 
the laboratory tests. Reduction of any systematic noise which threatens the ability to 
calibrate to the levels listed in Table 2.2-1 will be given very high priority, while 
algorithms for reduction of lower-magnitude noise will be developed as resources 
are available. 

Noise pre-processing will depend on three conditions: 

(1) Demonstration that a particular type of systematic noise (i.e., image ghosting) is 
present in the MODIS data. 

(2) Characterization of the noise thoroughly enough that it can be reduced or 
removed via ground processing. 

(3) MODIS Science Team approval of its reduction/removal. 

If all three of these conditions are met then the raw data will be analyzed for that 
particular type of systematic noise each orbit and, if it is present, it will be reduced 
before the data is calibrated. 

Systematic noise analysis will employ time and frequency domain techniques to 
identify unusual conditions in and characterize the quality of the MODIS data. The 
techniques range from statistical analysis of variance and covariance to one- 
dimensional, two-dimensional, and possibly higher-order Fourier and other 
transforms. These techniques have a heritage from the Thematic Mapper LIDQA 
program (Barker and Markham, 1985), which was the first comprehensive, science 
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team based characterization of a satellite sensor. The basic operations for MODIS 
noise analysis are listed below. These operations are presented in generalized form 
here and are not intended for direct use in generating computer code. Definitions of 
the variables can be found in the Glossary in Appendix F. 

Sample Mean: fi= — ^Qi 


Sample Standard Deviation: 
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Sample Correlation: 
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Many more advanced measures are available for characterizing data quality such as 
information theory measures (Entropy) and nonlinear transforms, such as 
Hadamard, which represent step-like signals more efficiently. Spectral transforms 
such as Greenness (Kauth, 1976), Brightness (Crist, 1984), and Tasseled Cap from 
scene classification disciplines may be useful in quantifying MODIS data 
characteristics. These will be selected and employed as required in the post-launch 
evaluation phase. 

The most basic systematic noise analysis will involve techniques such as running 
zero level standard deviations of all 470 detector channel noise levels and frequency 
spectrums for all the channels. These two measures provide knowledge of the SNR 
performance and location of any coherent components contributing to the noise 
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variance. Correlation measures can indicate relationships between particular noise 
components in different channels and histogram analysis can detect A/D problems 
and nonlinearities in the overall system transfer function. 

Once a decision is made that the systematic noise is present reduction techniques 
such as, 1-D & 2-D Fourier notch filtering and Kalman filtering may be used. 

The output of this processing phase is a Level-1 A' set of data. This data set is an 
interim set internal to the calibration algorithm and will not be archived. The 
original, archived Level-IA data is not changed. The type and magnitude of noise 
found in the data and the filter used to remove it, if any, will be stored as metadata. 

3.3 Characterization of On-Board Calibrator and Lunar-View Calibration Data, 
Including Calculation of Calibration Coefficients 

The dataset from each calibrator is characterized and evaluated individually. Then, 
the coefficients for the reflective bands are calculated, followed by the coefficients for 
the emissive bands. The coefficients for the reflective bands are expected to be stable 
over many scans, and possibly over many orbits; the coefficients for the emissive 
bands are expected to vary on a scan-by-scan basis. The rest of this sub-section 
addresses the proposed processing for each of the OBCs, and how the data will be 
used to calculate potential calibration coefficients. These characterizations are the 
highest development priority. The algorithm provided will draw on the OBC 
algorithms provided by SBRC in accordance with Specification *I(3.1.4.1). 

3.3.1 The Solar Diffuser 

The Solar Diffuser (SD) panel is positioned to be illuminated by the sun whenever 
MODIS is over the north pole and the opaque solar diffuser door is open. If that 
door is open the Solar Diffuser data is available for 30 frames of data per scan for 
approximately 30 scans. The data may be taken with an unobstructed entrance 
aperture or with a perforated screen in place to reduce the illumination intensity so 
as not to saturate bands with lower Lmax values. Only one of these modes is 
available on any given orbit. 

Whenever the Solar Diffuser is used the Solar Diffuser Stability Monitor (SDSM), 
which measures the stability of the Solar Diffuser plate by ratioing the value from 
the sun with the value from the Solar Diffuser, is also active. 

The SDSM signal when viewing the solar diffuser panel is 

Q sd (X,t) = R' (V f (\,e,<t>,e',(f>’,t) s (X) 

and when viewing the sun directly it is 
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Qs (\,t) = R' (X) K (X) S (X) 

Where 

R' (X) is the spectral response of the SDSM, 

f (A,,0,<t>,0',<|>',t) is the measured Bidirectional Reflectance Distribution Function 
(BRDF) of the SDSM, 

S (X) is the solar irradiance, and 
K is a constant for a given X. 

These two equations may be used to solve for K in terms of measured quantities: 

K00 = Q s (X.t„)f(>-8,iti.e , ,<t>’,t,) 

Q»(U 0 ) 


Applying this same equation after launch (at time ti ) at the specific angles 
(0 1 , <> i, 0 !',<(> i’) yields 




K(MQsp(>-.t|) 

Qs(^’h) 


Where Qs (A,,ti ) and Qsd (Mi ) are SDSM measurements of the direct Sun and 
illuminated solar diffuser panel after launch at time tj. Because f (X.O.^O'/^to) was 
measured over the full range of angles before launch (at time to) and the last 
equation given the Bidirectional Reflectance Distribution Function (BRDF) after 
launch at specific angles, a degradation ratio C is computed from: 

c _ f(Mi,(Mi',<t>,',t,) 

f (^/ 0i /<j>,/0i' /<!>,'» to) 

A degradation constant (<C(X)>) may be determined by averaging the degradation 
ratio across one orbit (-900 frames of data) 

1 n 

<C(X)>=— 2 C(X). ; where n=number of frames of data (-900). 
n i=l 1 


The Bidirectional Reflectance Distribution FunctionBRDF when MODIS is viewing 
the solar diffuser plate is: 

f (01.<l>l>0'2.<l>'2,tl) = <C(X)> f (0 1 ,01 ,0'2.<]>'2/to) 

where the angles 02’,<{>2'r define the MODIS line of sight to the solar diffuser. 


16 



THEORETICAL BASIS FOR THE MODIS CALIBRATION AND CHARACTERIZATION ALG. 


For a single detector channel and one frame of data, the spectral radiance into the 
sensor aperture from the Solar Diffuser, L(X), is: 

l(\) = <c(X)> f (X,e,,<i>i,e'2,<i>'2,to) s(k) 

where: 

<C(X)> is the degradation constant for this region. The spectral bandpasses of the 
MODIS channels are narrower than those of the SDSM; therefore multiple 
bands will have the same degradation constant. 

f(A.,0i,<|>i,0'2,<|>'2,to) is the Bidirectional Reflectance Distribution FunctionBRDF of 
the SD pre-launch, where 0i,<(>i,O'2» < t >, 2 are the incident and scattered angles 
which are fixed and known. 

S(X) is the solar spectral irradiance. 

The value used to calculate the calibration coefficients will be the average radiance 
for this orbit; the error estimate will be its standard deviation: 

1 n 

< L(A.) >= — £ L(/.). ; where n=number of frames of data (~900). 
n i=l 1 


3.3.2 Electronic Calibration 

The electronics between the detector and the signal output can also affect the data, as 
can the linearity of the A/D converters. Each channel has a dedicated A/D 
converter. Accordingly, the Specification (see Appendix B) requires MODIS to be 
able to calibrate (characterize, according to this document's usage) each channel's 
electronics. The electronics characterization procedure varies slightly between the 
photovoltaic and photoconductive channels. The photovoltaic electronic 
calibration is done on each scan that the Solar Diffuser is not illuminated and the 
data replaces the Solar Diffuser data in the datastream. The photoconductor 
electronic characterization is done during the Space View on any scan specified by 
ground command. These procedures are described below. 

The signal for the photovoltaic (PV) bands 1-30 leaves the detectors, feeds into a 
capacitance transimpedance amplifier (CTIA), a multiplexer selecting the channel, 
an integrator on the input to the Analog Electronics Module (AEM) to remove the 
multiplexer transient effects, a programmable gain and offset, and then a 12 bit 
Analog to Digital Converter (A/D). Normally the CTIA is reset after each 
multiplexer readout to prepare for the next IFOV. For electronic calibration, the 
instrument electronically inserts a programmed amount of charge into the CTIA 
rather than reading the detector input. At the end of the multiplexer readout 
interval, the CTIA is not reset, which results in the next IFOV time having an 
increase in charge. The result is a stair-step output. SBRC currently plans to record 
25 steps in increments of 4% of full scale. These would be inserted into data packets 
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taken in the Solar Diffuser data sector at times when the Solar Diffuser door is 
closed. The offset and size of the steps are adjustable if finer resolution is needed. 

The signal for the photoconductive detectors (PC) 31-36 is read out directly by the off- 
focal plane electronics (no CTIA) and then travels a similar path to the PV's. As a 
result, it is not possible to disconnect the detectors from the following electronics. 
SBRC's solution is to inject charge in addition to the detector output. This is done 
only when looking at the Space View, in order to use the full range of the electronic 
calibration. The lower number of available data frames restrict the electronic 
calibration to 10 steps (10%) increments. The offset is adjustable, which would allow 
finer resolution if needed. 

Electronic Characterization in both cases consists of analyzing the counts out as a 
function of the charge inserted in order to establish the linearity of the electronics, 
and specifically the linearity of the A/D converters. This characterization will begin 
with a linearity test, such as the Coefficient of Determination calculation (a statistical 
test). If that test passes the A/D response will be taken to be linear; if it fails then 
further characterization of the non-linearity of the data will be conducted. Any 
change in A/D response on-orbit may require revision of the functional form of the 
calibration equation for the affected channel; such revision would be subject to 
Configuration Control Board review. 

3.3.3 The Spectroradiometric Calibration Assembly (SRCA) 

The SRCA has three distinct and mutually exclusive operating modes, each of 
which will be treated separately here. 

3.3.3.1 SRCA Radiometric Mode 

The SRCA Radiometric mode simulates the integrating sphere test performed on the 
ground and is used to provide radiometric calibration points for the VIS/NIR and 
SWIR bands. Since the Solar Diffuser can only be used once an orbit, the SRCA will 
provide a way to characterize intra-orbit variations in the calibration of the data. Of 
the SRCA modes, this one is the default mode, with the intention of keeping one 1 
W bulb lit continuously. 

Prior to launch, the SRCA radiance will be correlated with the full aperture ground 
based integrating sphere. The SRCA uses various combinations of the three 10 W 
and one 1 W lamps (with a backup of each) to provide the required radiances. The 
stability of these lamps is monitored by self-calibration diode (SCD) readings. If there 
is a change in the lamps, this change can be factored out using the SCD data. If the 
change is uniform across all wavelengths it can be handled as a single multiplier on 
the pre-launch lamp values. If it has spectral shape then that shape can be 
determined from the SRCA Spectral mode, and will be implemented as a band- 
dependent multiplicative constant on the pre-launch lamp values. 
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^WsRCA, Post-launch — SRCA, Pre-launch 

3.3.3.2 SRCA Geometric Mode 

In the SRCA spatial characterization mode, an IR source and the SIS will be 
combined with a beamsplitter. Two spatial reticles in the exit plane of the 
monochromator will be scanned across the SRCA aperture. One reticle is used to 
characterize the along-track registration, the other to characterize across-track. For a 
given reticle position, the response of the detectors is recorded. By comparing this to 
pre-launch measurements, any shifts in registration can be characterized. This 
characterization will be included in the metadata. 

Across-track band-to-band registration can be adjusted via ground command to 
bring any single band on one focal plane into registration with any single band on 
another focal plane to approximately 25 meters. This adjustment is accomplished by 
changing the detector read-out timing, and is therefore only available in the across- 
track direction. 

3.3.3.3 SRCA Spectral Mode 

The spectral response measurements for the VIS/NIR/SWIR regions as measured 
by the SRCA will be compared with the full aperture measurements taken before 
launch. These will allow the determination of the center wavelength to an accuracy 
of 1 nm with a precision of 0.5 nm. This will allow the characterization of any shift 
in the center wavelength of a band after launch. 

3.3.4 Blackbody 

The blackbody target provides a defined source of thermal radiation. As such, it is 
used to provide one of the two required calibration points for the thermal bands. Its 
radiance depends upon its geometry, surface emissivity, and temperature. The 
geometry and emissivity will be characterized prior to launch. The blackbody (BB) 
has 12 temperature sensors embedded in it. Using these values, the mean 
temperature, <T>, observed by an will be calculated each scan by a thermal model 
provided by SBRC. Given the mean temperature, the radiance from the Black Body 
(BB) for a frame of data is then given by: 

Lbb(*-)= ir _1 ^‘ 5 [exp(c 2 / X<T>) - l] -1 

with constants: 

Ci = 3.74 x 10 4 W-cm- 2 -um 4 
C2=1.44 x 10 4 um-K 
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The Black Body radiance value used for the scan is the average of the 30 frames of 
Black Body data: 


1 V’ 

<L bb(^) > Aj L BB (^)j 


3.3.5 Space Viewport 

The Space Viewport (SV) provides a radiance source that is nominally zero and is 
observed every scan. As such, it has several uses on orbit The Space View provides 
an opportunity for passive lunar characterization (see Lunar View Processing, 
below). Electronic Calibration of the PC bands (31-36) is done while viewing it (see 
3.3.1.3) and image ghosting can be characterized by looking at the edge of the port. 
Most importantly, it provides one of the points necessary for deriving calibration 
coefficients for all bands. This last function requires both that the moon is not in 
the viewport and that electronic calibration is not being conducted. 

3.3.6 Earth Scan Characterization/Calibration Data 

For those earth-scans devoted to looking at the moon, at free space, or at the dark 
earth in the reflective bands, the data are more logically viewed as 
characterization/ calibration data than as image data and are therefore treated here. 

3.3.6.1 Lunar View Characterization 

The Moon offers a stable, solar-based source for calibration. The Moon has several 
unique properties: it is within the dynamic range of most imaging instruments, it is 
surrounded by a black field in both the reflective and emissive bands, and its surface 
brightness distribution can be well known. Although the moon's photometric 
properties are thought to be intrinsically constant over long time scales (natural rate 
of change estimated at 10‘ 9 percent per year [Kieffer, 1985]), the effects due to the 
variation of illumination conditions and observation geometry must be considered. 
These in turn are related primarily to the lunar photometric function and the lunar 
libration. There will be two types of Lunar observations, those taken when the 
moon is in the Space Viewport (passive lunar looks) and those when the spacecraft 
is positioned to look at the moon (active lunar looks). The lunar processing 
algorithm will be the same in either case. However, the accuracy of the results will 
be greater for the active lunar looks both because the active looks will be chosen to 
view a full moon and because they will provide more frames of data for analysis. 

Lunar processing will begin by predicting the position of the moon with respect to 
MODIS. When data from the predicted event is available, the presence and position 
of the moon will be verified, and any difference between the predicted and actual 
position of the moon will be used to update the prediction generation routine. 
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A table of expected radiances is generated based on the lunar profile, that is, what 
features of the moon are visible from MODIS at the time of the observation, the 
brightness and the viewing angle. These radiances are then mapped onto the 

MODIS focal planes to predict the detector-specific at-aperature radiance, L(X.), 
necessary for calibration. 

3.3.6.2 Noise Characterization 

While known systematic noise which has been approved for reduction was 
addressed in the pre-processing stage, it is still of interest to characterize the residual 
noise, and to distinguish between random noise and residual systematic noise. 
Random noise cannot be removed, but its characterization is important to 
validation of the calibration. Systematic noise which is detected at this step is a 
candidate for future approval for reduction in the pre-processing. 

Systematic noise detection on-orbit will involve characterization of both dark image 
data and OBC data. Fourier transforms of dark image data will probably be the basis 
of systematic noise detection. Taking dark image data in the reflective bands, 
instead of relying solely on the dark data from the Space View, is important to give 
the Fourier transform routine enough consecutive data to detect various 
frequencies of noise and minimize aliasing. Some dark data will be available every 
orbit for the reflective bands, provided the MODIS day/ night modes are triggered 
according to the following two-orbit cyclic pattern: 

Begin day modei at point 1 (see Figure 3.3-1) which is 5% of the orbit before 
crossing the terminator into daylight, i.e., spend 5% of the orbit taking dark 
data in the day mode. 

End day modei and begin night modei at point 2, which is 5% of the orbit 
before crossing the terminator into darkness. 

End night modei and begin day mode 2 at point 3, which is 5% of the orbit 
into daylight. 

End day mode 2 and begin night mode 2 at point 4, which is 5% of the orbit into 
darkness 

End night mode 2 and begin day modei of the next 2 orbit cycle at point 1. 

This operational pattern preserves the 50% day mode/50% night mode split on 
average, and therefore does not affect the overall data rate. It should not affect 
MODIS global coverage since the daylight data lost will be over the poles where 
successive orbits provide largely overlapping data. Systematic noise present in the 
dark data from both orbits 1 and 3 is probably present at all points in-between and is 
a candidate for removal. 
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Noise in all bands (reflective and emissive) can be characterized by analysis of those 
frames of data during the active lunar look which do not contain the moon and are 
therefore frames of empty space. The advantage of these over the Space View is the 
much larger number available in active lunar look mode. 



© mode | ( 2 ) 


Figure 3.3-2 Day/Night Mode Two-Orbit Cycle 


3.3.7 Calculation of Radiometric Calibration Coefficients in the Reflective Bands 

For each reflective detector, use the most recent values for the Solar Diffuser, the 
SRCA in Radiometric Mode, the lunar view and the Space View, each weighted 
appropriately according to its radiometric accuracy, to curve-fit a curve of the same 
functional form as the calibration curve determined for that detector pre-launch. 
The result will be a parameterized curve, with error estimates on the parameters. 
The parameters are the OBC/Lunar-derived radiometric calibration coefficients in 
the reflective bands. 

3.3.8 Calculation of Radiometric Calibration Coefficients in the Emissive Bands 

For each emissive detector, use the most recent values from the Blackbody and the 
Space View to parameterize a line; the slope and intercept of that line are the OBC 
calibration coefficients. 

3.4 Compare OBC/Lunar coefficients to Projected Coefficients; choose the best 
coefficients on a channel-by-channel basis for each scan. 
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Each channel will be calibrated individually for each scan. Compare the values of 
the OBC/Lunar coefficients with the Projected Coefficients which were generated 

the previous orbit. If the average value and the entire (2a) error bars of the 
projected coefficients are within the (2a) error bars of the OBC/Lunar coefficients 
then accept the projected coefficients for that channel and scan. Otherwise, accept 
the OBC/Lunar coefficients. In either case, document the choice, and the 'losing' 
coefficients, in the metadata. 

3.5 Calibration: apply the best calibration coefficients to the data. 

The functional form of the calibration equation for a given detector channel is 
assumed constant and determined pre-launch. The coefficients for use in that 
equation are determined by the processing discussed in section 3.4 above. Actual 
application of the coefficients is a linear or polynomial function evaluation. The 
general high order case is: 

QCal = C0 + ClQ + C2Q 2+ • 

The calibration step is the application of the calibration equation with the chosen 
coefficients to the data. The result is Level-IB data. For convenience of computer 
processing, the proposed algorithm leaves the calibrated data in integer format, i.e., 
it provides a 16-bit integer, QCaL which is linearly related to L (a 32-bit real number). 
The conversation table to transform from QCal to L (or back) will be supplied. For 
further discussion, see Appendix D. 

3.6 Generate Utility Masks 

The Utility Mask (Standard Product MOD18) will consist of three masks, registered 
to all 36 bands of Level-1 and Level-2 imagery. There will be one mask for the 250 m 
bands, one for the 500 m bands, and one for the 1000 m bands. Each pixel's mask 
will be 64 bits wide. Some bits will represent binary masks, i.e., a T means the 
condition is true and a 'O' means it is false, while others will be grouped into 3-bit (8 
level) fractional masks to represent the estimated level of a class present in the pixel. 
Binary masks will be used for classes such as dead detector (yes/ no), glint 
(present/ absent), definitely opaque cloud, definitely not opaque cloud, spectral 
outlier, spatial center/edge, and day/night terminator line. Fractional masks will be 
used for classes such as water, land, snow, cloud, and cloud shadow. There will be 
different discipline-dependent masks for some of theses classes and there will be 
different algorithms for daytime and nighttime imagery. Each mask will also 
contain information on the last cloud-free classification of the pixel. 

3.6.1 Dead/Failing Detector Elements 

The MODIS Specification (Goddard Space Flight Center, 1993) allows up to two dead 
detector elements per focal plane, with not more than one dead detector per spectral 
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band. To support those members of the user community to whom the exact data 
from the missing channel is not critical, MODIS characterization processing will 
provide an approximation to the missing data based on a weighted average of the 
surrounding pixels. The Dead Detector bit of the Utility Mask will indicate whether 
a given detector channel is dead or not. Those products which do not require the 
approximated data can ignore it by masking it out. There will also be a 
Noisy/Failing Detector Mask because the uncertainty in the calibration of such 
channels will be higher than that for other channels in the same band, which may 
affect the error estimates on any Level-2 or higher products produced from their 
data. Quantitative estimates of the calibration uncertainty for each channel will be 
in the metadata. 

3.6.2 Classification Masking Algorithm Basis Overview 

The classification mask is still in the early stages of development and no specific 
algorithm has been chosen. Accurate, automated image classification is still a 
challenging problem. Rather than engage in basic research in this area, MCST has 
begun by developing a classification mask evaluation tool which we will use to 
evaluate the results of published techniques. There are a variety of promising new 
classification techniques such as texture mapping, neural network classifiers, and 
wavelet transforms which may complement older techniques such as thresholding. 



Figure 3.6-1 Masking Algorithm Evaluation Tool 
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MCST will use the mask evaluation tools to investigate existing algorithms. Many 
classification techniques work well on a limited set of scene types; the tool will allow 
MCST to identify a given techniques' strengths and weaknesses. The final Utility 
Mask algorithm may automatically choose among several classifiers depending on 
scene type. In addition, classification becomes more tractable when an a priori 
classification of a pixel, based either on map data or on previous classifications, is 
used to influence the classification probabilities for the pixel's current classification. 
MCST will therefore use a database of previous cloud-free classifications to aid in 
masking. 

A schematic of the Classification Mask Evaluation Tool is shown in figure 3.6-1. 

The tool begins with a reference image from another sensor of relatively high 
resolution. MCST uses TM data since TM has 30 m resolution and TM bands 1-7 
roughly correspond to MODIS bands 1-4, 6-7, and 31. 

The TM image is classified using the maximum likelihood classification 
methodology; this classification is taken to be "truth". The tool's sensitivity to TM 
classification method is currently being evaluated. Then, for each possible class, a 
mask is created at the MODIS pixel size which gives the fraction of the MODIS-sized 
pixel occupied by that class. So, if a MODIS pixel is 8 x 8 (=64) TM pixels, and 16 of 
those TM pixels are classified as water, the MODIS water fractional reference mask 
pixel would have a value of 16. These fractional reference masks give the 'actual' 
class composition of a MODIS pixel. 

The original TM image is also transformed into a simulated MODIS image (Barker, 
et al, 1992). This MODIS image is then classified using whatever classification 
algorithm is being evaluated. The resulting classified image is compared to the 
MODIS fractional reference masks generated above. A confusion matrix for each 
class allows quantitative evaluation of the classification effectiveness. Because 
many classification techniques are useful in some scene types but not on others, 
MCST is in the process of building a library of different TM reference scene types for 
mask evaluation. An example of a classified /reference comparison and its 
confusion matrix is shown in Figure 3.6-2. 

3.7 Image-Derived Characterization, Including Calculation of Potential Calibration 
Coefficients 

The MODIS image data will contain information about instrument performance; 
extracting and validating that information will allow evaluation of the calibration 
and, potentially, improvement of it. 

There are two broad classes of image-derived characterization techniques, those 
which utilize all the image data and those which use only a subset. The first type are 
techniques which use statistical analysis of the data to characterize (and potentially 
compensate for) instrument performance artifacts such as channel-to-channel 
withdn-band striping. The second type use scene-specific information to characterize 
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Figure 3.6-2 Sample Output From Classification Mask Evaluation Tool 


instrument performance. Several illustrative examples of image-derived 
techniques follow. 


3.7.1 Histogram Equalization 

Historically, most images from sensors having multiple detectors for each band 
have demonstrated striping. This is due to slight variations in the detector signal 
caused by noise. One bit striping may occur even when the detector variations are 
within the range allowed by the MODIS specification (Goddard Space Flight Center, 
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The basis for the correction of striping is the observation that, although each 
detector in a scan sees a different area in any specific scene, over a sufficiently large 
region each detector will encounter the same distribution of radiances. Therefore, 
the probability density functions for each detector output can be considered equal. 
The histograms of observed radiance levels for the large sample should then be 
equal for two detector channels with identical characteristics. Thus, dissimilar 
histograms indicate unequal detector channel responses and histogram equalization 
can be employed to remove or reduce striping. The roughly factor of 2 growth in 
pixel size as view angle varies from nadir to 55° leads to a 'bowtie' effect at the edges 
of the scans shown schematically in Figure 3.7-1. 



Figure 3.7-1 Schematic of Overlap in MODIS Scans 

The result is that approximately 45% of the MODIS pixels overlap. This overlap 
supports the assumption that the MODIS detectors, on average, see the same 
distribution of radiances. 

The general approach to histogram equalization uses the cumulative probability- 
distribution function by creating a look-up table which has the normalized total of 
all pixels having that radiance or less in each bin. Historically, a linear two- 
parameter approximation has been used for this on the Landsat MSS and TM 
ground processing systems. 

There are two standard methods for two-parameter destriping: 

Method 1-Normalization with respect to one channel 

In this method, one channel is designated and all the histograms of the other 
channels are modified so that they match the designated channel's histogram. 
This is achieved by means of an inversion function represented by a look-up 
table. This method has been used for MSS imagery (Irons, 1983), and GOES 
imagery (Weinreb, 1989). 

Method 2-Relative normalization 
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All channel biases and gains are averaged by an iterative process: The bias 
and the gain are modified by the means and the standard deviations of the 
raw data. Two iterations are required. This method has been used for TM 
imagery (Irons, 1983) and is the one chosen for MODIS destriping. 

Between-Band Norm alization 

The basis of between-band normalization is analogous to the within-band histogram 
discussed above, in that small errors in calibration can be detected using a large 
relative reference sample (i.e., scene histogram) that is not observed and removed by 
the primary absolute calibration reference. For the within-band case, the reflectance 
distribution from a large sample will be invariant from detector channel to detector 
channel, i.e., scan-line to scan-line. For the between-band case, no simple 
relationship exists because the bands view different spectral regions; however, 
spectral correlation can be observed and exploited in certain cases. Three sources of 
coherent spectral information are available on MODIS: 

1. Highly (100%) correlated scene samples 

2. Solar Diffuser data 

3. SRCA lamp data 

The Solar Diffuser source is exploited in the current algorithm. Samples from each 
of the reflective bands are curve-fit to a solar spectral irradiance curve. A least 
squares fit produces error bands for a chosen level of confidence. Each band will be 
analyzed for its fit to the model and gain and bias adjustments derived similarly to 
the within-band case. This operation is intended to provide greater band-to-band 
consistency than what can be obtained with absolute calibration alone. 

3.7.2 Automated Calibration-Site-Based Radiometric Rectification by Relative 
Multiband Normalization 

A technique referred to as radiometric rectification has been included in the suite of 
MODIS calibration capabilities since it offers a means of normalizing the data from 
the same or multiple sensors without use of calibration sources or instrumented 
scene sites. The method is described by Hall, et. al. (1991) and is based on an earlier 
article by Hall and Badhwar (1987). The technique can normalize multiple 
acquisitions at the same time and over time if the reference sites are invariant over 
the time scales of EOS/MODIS. The method can also be used to cross normalize 
other EOS instruments with the six MODIS instruments. 

The method has two key elements: 

1. Control Set Selection: 

The radiometric control sites must have nearly constant reflectance over time. 
Factors such as precipitation, weathering, vegetation growth on initially non- 
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vegetated surfaces, or for water glint and changes in sediment level introduce error 
in the method. The rectification algorithm uses the KT greenness-brightness (Kauth 
and Thomas, 1976) transformation to identify non-vegetated pixels suitable for 
reference. These tests will result in 2000 or more sites being defined over the Earth 
which will be used routinely for rectification 

2. Rectification Transformation Generation: 

The method adjusts the band-by-band average digital counts of the multiple sensor 
data sets based on the a selected reference. A set of linear transformations is 
generated using means derived from dark and light pixels selected from the control 
sites in all data sets. Solution of the equations relating the means of the reference 
and to-be-adjusted data sets results in the coefficients for the transformations. The 
transformation and the coefficients are given as: 

Ti(xi) = mjxi + bi , i=l...n (band index) 

mi = (BRi - DRi)/(BSi - DSi) 

b i = (DRi BSi - DSi BRi)/(BSi - DSi) 

The T represents the transformation of the to-be-adjusted (subject) image data to the 
reference and the xi is the subject data value for band i. The coefficients are mi and 
bi and are given as functions of the dark, D, and bright, B, counts for the reference 
and subject images. 

Results by Hall indicate normalization accuracies of 1% for the visible and near 
infrared bands from TM. Performance was not as good for the mid-infrared bands. 
The method is considered experimental and will be pursued as a means of 
normalizing all the EOS data to enable inter comparison at an accuracy level 
significantly greater than that achievable for absolute calibration. 

3.7.3 Modulation Transfer Function (MTF) Correction 

MTF effects are not a noise source, but are treated here in the context of 
normalization and correction. The effect of the overall MODIS system MTF on the 
observed scene radiance is to blur radiance from scanned surrounding pixels into 
the central pixel. The MTF describes the transfer of signal through the sensor 
system as a function of spatial frequency. The point spread function describes the 
distribution of energy on the focal plane and is the inverse Fourier transform of the 
MTF. 

The basis for MTF correction is the inverse filter which compensates for the high 
frequency attenuation effect of the MTF. This process in effect boosts the high 
frequency gain of the sensor. Many mathematical and physical problems arise when 
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compensation is attempted and extensive research has been conducted on this 
subject. A solution due to Riemer (1977) is applied to the MODIS case. The 
realization of the restriction filter is a 7 x 7 (Riemer) hence which is convolved with 
each band of the MODIS data stream. The resulting characterization of the MTF 
effect on each pixel is stored as metadata. If desired, it could be used to invert the 
MTF effect. 

3.7.4 Calculation of Potential Calibration Coefficients 

Any of the image-derived characterization methodologies which generate Q, L(X) 

pairs are candidates for use in checking the calibration. The weighted Q, L(X) pairs 
will be combined just as the various OBC sources were, i.e., used as the basis for a 
regression fit to the calibration function for a given band, with the suggested 
calibration coefficients being the regression coefficients. Image-derived calibration 
coefficients and noise characterizations will be included in the metadata; in 
addition, if the coefficients can be used to improve the calibration then they may be 
applied. If applied, then the utility masks may need to be updated and the image- 
derived characterizations done again. In order to avoid an endless loop through 
this process, it is arbitrarily truncated with two passes through the masking. 

3.8 Generate Quality Assurance Metadata 

Metadata includes all data about the data which is stored. The results of all 
characterizations done throughout the processing are stored as metadata. 

In addition, quality assurance characterizations are done on the final, calibrated data. 
Quantitative estimates of the calibration uncertainty for each channel will be in the 
metadata. Illustrative types of A.A metadata are discussed below. 

Means and variances for all calibration sources will be obtained from the 
characterization process and standard statistical tests will be applied to determine if 
the means and/or variances have undergone significant change. Any such change 
would imply that MCST should re-evaluate the accuracy of that calibration source. 

Trend analysis will also be done as part of the metadata generation process: tracking 
the change of channel calibration values provides information on detector/channel 
health and expected life. All parameters which were trended in the course of 
characterization processing will be analyzed for Outliers, which would indicate a 
potential significant change in instrument behavior. Also, all residuals calculated 
during curve fitting will be analyzed for randomness; non-random residuals 
indicate a possible lack of congruence between the data and the function form to 
which the data were fit. This would, for example, suggest that the functional form 
of a channel's calibration equation may need to be updated. 

3.9 Project Calibration Coefficients for the next orbit 
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Use trending techniques on all data up to & including this orbit, and any available 
Vicarious calibration information, to project a complete set (including orbit location 
dependence) of calibration coefficients for each channel for the next orbit. The 
equations to implement the weighted combination of these information sources 
have not yet been determined. 

3.10 Level-1 Algorithm Detailed Control Flow Diagram, with Illustrative Equations 

The following figures, 3.10-1 through 3.10-8 depict the Level-1 Algorithm Control 
Flow. 
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Figure 3.10-1. Level-1 Algorithm Detailed Control Flow Diagram 
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1 Check SD Stability: Analyze SDSM Data 1 
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(goto next page) 


Figure 3.10-2. Level-1 Algorithm Detailed Control Flow Diagram (cont.) 
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Blackbody Calculations 

Calculate Average Blackbody Temperature Using 
Thermistor Readings and Thermal Model 

Lookup Corresponding Spectral Radiance 

L B bW = LUT(T) 

For Each Detector Calculate Average Blackbody Count 

M 

Qbb = 1/M ^Q| 

T = Average Blackbody Temperature 

LbbM = Blackbody Spectral Radiance 

Obb * Average Blackbody Count 

M = Number of Blackbody Counts 

Q, > i’th Blackbody Count 



Lunar Ephemeris Prediction 


Lunar Visibility Verification 


No 

Update Ephemeris Prediction Based 

l 

on Observed Position Error 



Calculate Lunar Profile Based on MODIS-Lunar 
Distance, Libration Sun Angle Earth-Sun Distance, 
and USGS Lunar Reflectance Tables 


Cgoto a) 


Calculate Predicted L(X) in all Relevant 
Bands Based on Lunar Profile 


CGOTOC") 


Figure 3.20-3. 


Level-1 Algorithm Detailed Control Flow Diagram (cont.) 
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THEORETICAL BASIS FOR THE MODIS CALIBRATION AND CHARACTERIZATION ALG. 


® 


(D 



E m is sive Bands 

N 

Q sv = I/nI Q j sv 

I =1 

Q sv = Average Space View Value 
N = Number of Space View Values 
Q* sv = i’th Space View Value 


© 


Electronic Linearity Characterization 

Bands 33-36 

tI(V,-V)(Q r Q) p 

i»i 

r 2 = 

[£ (Vj-V) 2 ] [X (QfQ) 2 ] 

i >1 i =i 


r 2 = Coefficient of Determination 
Vj = i'th Voltage Output 
Qj = i'th Space View Count 
N = Number of Voltage Steps 
V = Average Voltage Input 
"0 = Average Space View Count 


Reflective Characterization; 

Weighted Least Squares Fit of SRCA, Space View, Solar Diffuser and 
Lunar Values 

L(X) = [IwiLWHl/Iw] 



4 4 

Q =[Zw ( Q l ][l/Zw|] 

4 

C, =Zw i (Q-Q)(LW- 

LW) 


4 

2<W|(Q - Q) 



C 0 =l(X)-C,Q 



C 0 , Ct 

= Calibration Coefficients 

Oi. ^ 2 * Q 3 .O 4 

= Solar Diffuser, SRCA, Space View 
and Lunar Observed Counts 

L(X 1 ) t L(X 2 ),L(X 3 ),L(X 4 ) 

= Solar Diffuser, SRCA, Space View 
and Lunar Radiance Values 

Q 

= Average of 4 Observed Counts 

m 

= Average of 4 Radiance Values 

WT.W 2 .W 3 .W 4 

= Empirically Determined Weights for 
each Calibration Point 


(goto next page) 


Figure 3.10-4. Level-1 Algorithm Detailed Control Flow Diagram (cont.) 
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Calculate Standard Error in Coefficients 

CT C1 = 

C QCAL 

[ 5(q,-Q) ]’« 

M 


N 

a co = 

f O^CA^ 02 ! 1 ’* 
*■ nS{Q| - Q) 2 ■* 

Ul 

a ci 

= Error in Coefficient Cl 

°co 

= Error in Coefficient CO 

°QCAL 

= Standard Deviation of Qqcal Values of Calibration Points 

N 

= Number of Calibration Points 

Qi 

= Count Value for i‘th Calibration Point 

Q 

= Average of Qj 


Emissive Characterization: 

Linear Fit of Space View and Black Body Values 

L(X)sv * L(X} bb 

Ci- =— = — 

Osv * Qb8 

L(X) SV Q bb - L(X) bb Q sv 

c o = ** — = 

Q B8 * Qsv 

C 0 , = Calibaration Coefficients 

L(X) SV< L(X)bb = Space View, Black Body Radiance Values 

Q sv < Qbb = Average of Space View, Black Body Observed 
Counts 


(GOTO NEXT PAGE) 


Figure 3.10-5. 


Level-1 Algorithm Detailed Control Flow Diagram (cont.) 
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Figure 3.10-6. 


Level-1 Algorithm Detailed Control Flow Diagram (cont.) 
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I m age Derived Characterization: 

Example : Histogram Equalization (Irons, 1982) 
(Performed on a Band-by-8and Basis) 

Compute Average and Standard Deviation for Each Channel 

X i a =1/N IX'; 

M 

°‘a= N SX'j-X'a) 2 

Compute Adjusted Average and Standard Deviation for Each Channel 

o'a+1 = ol a /c1 'a 

Average Adjusted Values for All Channels in Band 

Xc +1 = 1/M ^ a+1 
i= 1 

a a+1 = 

i=1 

Compute Adjusted Calibration Coefficients 
Cl'afl-Cy^ /^ a+ 1 
C°' a +i = C0' a + Cl' a (X' a *(a a+ -jX a+1 /a' a+ j)) 

This process may be iterated by setting X' a to X' a+ jand 

° a t0 °'a+l an ^ re P eat > n g the calculations, if iteration is 
found to produce further significant adjustments to CO 
and Cl . 

X' a = Average Value for Channel i 

o a = Standard Deviation of Values for Channel i 

X' a+1 = Adjusted Average for Channel i 

o* a+l = Adjusted Standard Deviation for Channel i 

X a+1 = Average of Adjusted Averages for All Channels in a Band 

°a+l = Average of Adjusted Standard Deviations for All Channels in a Band 

C0' a , Cl * a = Initial Calibration Coefficients for Channel i 

CO'a+j. Cl' a+ j = Adjusted Calibration Coefficients for Channel i 

M s Number of Channels in Band 
N = Number of Pixels in Scan 


(goto next page) 


Figure 3.10-7. 


Level-1 Algorithm Detailed Control Flow Diagram (cont.) 
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QA Metadata 

Analyze all Trended Parameters for Outlier Rejection 

ip-p*i > WS 2 p + s V) 1/2 

P = Trended Parameter Value 

P* = Actual Parameter Value 

S 2 P = Trended Parameter Value Sample Variance 

S 2 p .= Actual Parameter Sample Variance 

N = Number of Points in Sample 

t 0 05 = Rejection Value for T Distribution for N-1 Degrees of Freedom 

Analyze Image for Residual Systematic Noise 
2D FFT 

Check for Randomness of All Residuals from Least Squares Fits 

Z(Ri-R 2 ) > X 2 o.os 
N = Number of Residuals 

Rj = ilh Residual 

R = Average of Residuals 

X 2 o os = Chi Squared Values for N-1 Degrees of Freedom at 0.05 Confidance Level 


Project Coefficients 

Use Non-Linear Regression Curve on Slowly Varying Historical Data 
C 1 oBC = B0 + Bie(‘ B2 * T ) 

C-| 0BC = Calibration Coefficient Derived from On-Board Calibrator Data 
BO, B 1 , B2 = Regression Coefficients 
T = Time Since Launch 

Derive Standard Error for Estimate 

(TBD) 


d NP) 


Figure 3.10-8. 


Level-1 Algorithm Detailed Control Flow Diagram (cont.) 
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Chapter 4 
Error Budgets 

An error budget for the characterization and calibration algorithm will accompany 
the final decisions on the specific numerical algorithms to be used to implement 
various sections of the algorithm. As the permissible error in calibration is given in 
the MODIS Instrument Specification (MODIS Spec., 1993), this section addresses the 
ability of SBRC to meet that calibration with their current error budgets. 

SBRC is already conducting much of the analysis of the uncertainties in calibrating 
the instrument. As shown in Table 4.1, SBRC currently predicts that it will have 
little difficulty in meeting the accuracy requirements of the Specification. 


Table 4.1 

MODIS Calibration Requirements 



Phase C/D 

Predicted 

Parameter 

Requirement 

Preflight | On-Orbit 

Radiometric Calibration 

Below 3000 nm 

5% 

4% 

3%** 

Above 3000 nm 

1% 

1% 

1%‘* 

Reflectance 

2% 

4% 

2% 

Spectral Band-to- 
Band Stability 

0.5% FS 
1 .0% HS 

0.5% FS 
1.0% HS 

0.5% FS 

| Spectral Characterization (Knowledge) 

Center 

Wavelength 

0.5 nm 
preflight 
1.0 nm 
on-orbit 

0.5 nm 

1.0 nm* 

[Geometric Characterization | 

Band-to-Band 

Registration 

0.2 (O.I)IFOV 

0.1 IFOV 

0.15 IFOV 

[Diffuser BRDF j 

<2.0 pm 


1.0% 


2.0 to 2.5 pm 


1.5% 


FS = Full Scale 

HS = Half Scale 


Dependent on good correlation with full aperture 
ground measurement and SRCA subaperture 
measurements 

Multiple calibration methodologies are required 
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Radiometrically, the Specification (MODIS Spec., 1993) requires the Radiometric 
Math Model to determine absolute and relative calibration accuracies, assess 
instrument performance in terms of Signal to Noise Ratio (SNR) and Noise 
Equivalent differential Temperature (NEdT), and identify major error contributors. 
The results of Radiometric Math Model Version 22 are presented in Figures 4.1 
through 4.3. These figures show the twelve main error sources as combined and 
budgeted by SBRC. Where possible, SBRC uses actual data instead of estimates. 
Figures 4.1 through 4.3 demonstrate that SBRC is confident that its uncertainties 
will be within requirements. 


I 000 
4 600 
£ 4 000 
jf 3 500 
£ 3 000 

J 2 500 
S 2 000 

| t.soo 

3 1.000 

0 500 
0 000 


Reflective Band Reflectance Accuracy 


natlaclanca Accuracy Aiiumit: 
♦ No Wavalangih Shill Error 

• No Out -ol Band Error 

• No Polarlralkm Error 
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Figure 4.1. Radiometric and Reflectance Accuracies 
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Radiom«tnc Accuracy {%) 


ERROR BUDGETS 



20 2 1 22 23 24 25 27 26 29 30 31 32 33 34 35 36 

Dand Number 


Figure 4.2. Emissive Bands Radiometric Accuracy 



MARGINS 



• INCLUDES PV AND PC ENGINEERING MODEL DETECTOR DATA 

• INCLUDES UPDATED OPTICAL SYSTEM TRANSMISSIONS. FILTER BANDWIOTHS 

• ERROR BARS ARE 3 SIGMA DEVIATIONS: INCLUDE PC IN-BANO VARIATIONS 


Figure 43. SNR , NEdL f and Error Margins 


43 






MODIS LEVEL-1 GEOLOCATION, CHARACTERIZATION AND CALIBRATION ATBD 


For geometric calibration, SBRC's error analysis is presented in Figures 4.4 and 4.5. 
Figure 4 includes 14 uncertainty contributors to the geometric coregistration and 
shows that SBRC expects to meet the 0.2 pixel requirement. Contributors to 
pointing accuracy are broken into two areas; static uncertainties which could 
eventually be corrected for, and dynamic uncertainties. Figure 4.5 shows this 
breakdown and indicates that SBRC is confident they will meet the requirements. 


• 0.1 Pixel Goal Met in Most Cases 



MB 

l RSS Total 5can 

USS T ntal Track 

0 1 Pixel Goal 

— 02 Pixel Reqml 

• 

5can Velocity Errors 

0 

Earth Rotation Errors 

* 

Sample T Iming Jitter 

A 

Reg Measurement Accuracy 

• 

Image Rotations 

o 

Image Translations 

X 

Residual Optical Distor tion 

X 

Eft Tolerance 

4 

Miter Tilt/ Vignetting 


Cold F PA to AOP 

- 

Dewar Stem I Hysteresis 

• 

Pixel local Ion 

O 

E PA Rotational Uncertainty 

« 

f PA Par allellsm 


Figure 4.4. Geometric Coregistration 
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ERROR BUDGETS 


POINTING ACCURACY 


POINTING KNOWLEDGE 


MOO 
100 0 
900 
£ BOO 

I 700 

60 0 

S 50® 

1 *oo 

w 300 
£ 20 0 
100 
00 



• POINTING KNOWLEDGE LOWER SINCE SEVERAL SYSTEMATIC ERRORS 
CAN BE MEASURED AND THEREFORE REMOVED 


Figure 4.5. Pointing Accuracy and Knowledge 


Table 4.2 shows a breakdown of these uncertainties into subsystem components. 

Two contributors to radiometric accuracies, MTF and polarization, have 
independent requirements. Accordingly, SBRC has analyzed the MTF and 
Polarization requirements. 

Figure 6 presents the MTF analysis and indicates few problems in meeting the 
requirements. 

Figure 7 shows that the sensitivity to polarization requirement will be met as well. 

SBRC anticipates meeting or exceeding the radiometric calibration and spectral and 
geometric characterization requirements. SBRC is required to deliver a calibration 
algorithm which meets the Specification's calibration requirements. MCST will 
adapt and incorporate the SBRC algorithm into the Level-1 software and will take as 
a minimum requirement that the total Level-1 B processing error budget continue to 
meet the Specification requirements. 
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Table 4.2 

Pointing Budgets Flowed Down to Subsystem 
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Chapter 5 
Summary 

The baseline characterization and calibration algorithm outlined in this document 
works on one orbit of MODIS data at a time (with a small amount dark data from 
the previous orbit for noise characterization verification). Calibration is applied on 
a per -channel, per-scan basis. The functional form (linear, quadratic, ogive, etc.) of 
the calibration equation for each channel is determined pre-launch and will be 
subject to Configuration Control. The most appropriate calibration coefficients are 
determined on a scan-by-scan basis. 

For the Reflective bands the solar diffuser, the spectroradiometric calibration 
assembly, the space view and lunar looks each provide a Q, QCAL pair for each 
channel. These four pairs are curve-fit to the channel's calibration function; the 
parameters of the curve fit are the calibration coefficients for that channel. 

For the Emissive bands the blackbody and the space view each provide a Q, QCAL 
pair for each channel, which are then curve-fit to obtain the calibration coefficients 
for that channel. 

The calibration coefficients derived from the on-board calibrators and lunar looks 
are then compared to the projected coefficients which were calculated at the end of 
the previous orbit's processing. The projected coefficients are based on a 
combination of data sources, including trending of previous calibration coefficients 
and any available vicarious calibration data. Over time, if the channel is stable, the 
error estimates associated with the projected coefficients should become small 
compared to the errors associated with any single calculated calibration coefficient. 
For a given channel and scan, if the projected coefficients and their associated error 
bars lie entirely within the on-board calibrator-based coefficients' error bars then the 
projected coefficients will be used. Otherwise, the on-board calibrator-based 
coefficients will be used. In either case, the chosen coefficients are applied to the 
data to create a calibrated dataset. 

The calibrated data is then processed through the Utility Masking algorithm, which 
generates classified images for characterization. Image-based characterization 
techniques are used to detect residual instrument signatures; these characterizations 
are stored in the metadata, along with any suggested signature removal techniques. 
Some of these techniques may be used to alter the calibration (subject to MODIS 
Science Team approval); if this is done, the adjusted dataset is re-masked and re- 
characterized. 


PAGE BLANK NOT FILWCP 
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The final Level-1 dataset is run through quality assurance tests, the results of which 
are stored as metadata. The final step in the baseline algorithm is updating the 
calibration trending and calculating the projected coefficients for the next orbit. 
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Appendix A 

MODIS Level-IA Earth Location 
Algorithm Theoretical Basis 
Document, Version 1.0 

Produced by: 

Jim Storey 
Hughes, STX 

Dr. Albert Fleig 
Edward Masuoka 

Science Data Support Team (SDST) 

Goddard Space Flight Center/NASA 


1.0 Introduction 

This document describes version 1.0 of the MODIS Level 1A Earth Location 
algorithm. This algorithm will be implemented as part of the MODIS Level 1A 
processing software in order to include Earth location and related spatial 
information in the Level 1A MODIS data products. The Earth location algorithm 
uses Earth ellipsoid and terrain surface information in conjunction with spacecraft 
ephemeris and attitude data, and knowledge of the MODIS instrument geometry to 
compute the geodetic position (latitude, longitude, and height), ground to satellite 
direction and range, and sun direction for each MODIS spatial element (one 
kilometer nadir ground field of view). The heart of the algorithm is a mathematical 
procedure that intersects the MODIS instrument's line of sight with the Earth s 
terrain surface. 

The term "spatial element" is used throughout this document to refer to the ground 
field of view of a single detector sample from one of the 1000 meter nadir resolution 
MODIS bands. A single spatial element is associated with one detector sample from 
each of the 1000 meter bands, four samples from the 500 meter bands, and sixteen 
samples from the 250 meter bands. The Earth location information generated for 
each MODIS spatial element is stored in eight data fields added to the MODIS scan 
data during Level 1A processing. These fields include: 1) geodetic latitude, 2) 
geodetic longitude, 3) height above the Earth ellipsoid, 4) satellite zenith angle, 5) 
satellite azimuth, 6) range to the satellite, 7) solar zenith angle, and 8) solar azimuth. 
This document describes the algorithm used to generate these eight Earth location 
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related fields and briefly discusses the supporting data preparation and validation 

processes. 

Other applicable documents include: 

1. MODIS Technical Description Document (Preliminary), prepared for NASA 
Goddard Space Flight Center by Hughes Santa Barbara Research Center, 
document number DM VJ50-0073, dated September 1992. 

2. An Analysis of MODIS Earth Location Error, Version 1.0, by Paul A. Hubanks 
and Albert J. Fleig, MODIS Science Data Support Team, dated March 1993. 

3. MODIS Level 1A System Requirements Document (Draft), prepared by the 
MODIS Science Data Support Team, dated April 1993. 

4. Unique Instrument Interface Document (UIID), Moderate-Resolution Imaging 
Spectroradiometer (MODIS) Instrument, Revision A, EOS-AM Project, Goddard 
Space Flight Center, dated November 6, 1992. 

5. Earth Observing System General Instrument Interface Specification (GIIS) for the 
EOS Observatory, Revision A, prepared for NASA Goddard Space Flight Center 
by General Electric Company Astro Space Division, document number GSFC 420- 
03-02, dated December 1, 1992. 

6. DMA TR 8350. 2-A, DMA Technical Report, Supplement to Department of 
Defense World Geodetic System 1984 Technical Report, prepared by the Defense 
Mapping Agency WGS84 Development Committee, dated December 1, 1987. 

7. Snyder, John P., Map Projections - A Working Manual, United States Geological 
Survey Professional Paper 1395, U. S. Government Printing Office, Washington, 
1987. 

8. Topographic Data Requirements for EOS Global Change Research (Draft), 
prepared by the U. S. Geological Survey EROS Data Center, dated April 30, 1993. 


2.0 Overview and Background Information 

The MODIS Earth location algorithm will operate as part of the Level 1 processing 
system for MODIS data from the EOS AM and PM satellites. Level 1 processing is 
divided into two phases termed Level 1A and Level IB. Level 1A processing 
involves unpacking and verifying Level 0 MODIS data received from the EOS Data 
and Operations System (EDOS), organizing these data into MODIS scan oriented data 
structures, generating the Earth location data, adding associated ancillary 
information and the metadata required to describe the data set, and producing a data 
product in an EOS standard format. Level lBprocessing applies radiometric 
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calibration to the raw detector output contained in the Level 0 data and passed 
through to the Level 1A data product. This calibrated data is used in subsequent 
Level 2 science algorithm processing. In both Level 1 and Level 2 processing the 
MODIS science data is geometrically raw in the sense that no resampling has taken 
place. In this context the Earth location data fields are treated as additional attributes 
of the spatial elements that contain the MODIS science data, explicitly describing 
each spatial element's ground location. 

The MODIS instrument contains thirty-six spectral bands at three different spatial 
resolutions with nominal ground fields of view of 250 meters, 500 meters, and 1000 
meters. The detectors from the different bands are nominally aligned to form 
spatial elements each with 81 data channels (one from each of the twenty-nine 1000 
meter resolution bands, four from each of the five 500 meter resolution bands, and 
sixteen from each of the two 250 meter resolution bands). The Level 1A Earth 
location algorithm provides a single Earth reference for each spatial element. A 
table of sub-pixel corrections for each detector in each band will be included in the 
data product to capture the effects of band to band and detector to detector offsets. 

2.1 Experimental Objective 

The eight Earth location data fields include geodetic latitude and longitude, height 
above the Earth ellipsoid, satellite zenith angle, satellite azimuth, range to the 
satellite, solar zenith angle, and solar azimuth. These data will be used in Level IB, 
Level 2, and especially in Level 3 processing where spatial resampling is carried out, 
as well as by the end users of all product levels. The MODIS Land Team has a 
requirement for Earth location knowledge accurate to 0.1 pixels to support image 
registration for change detection. This accuracy requirement guides the design of 
the Earth location algorithm. 

The Earth location latitude and longitude reference is needed to relate the MODIS 
science data to other spatially referenced data sets, including other MODIS data, and 
to provide a uniform, worldwide spatial reference system for all data products. 

Earth locations are provided at each spatial element to incorporate the effects of 
terrain relief which introduce high spatial frequency variations in the positions of 
off-nadir spatial elements. Without compensating for this effect, data sets acquired 
with different viewing geometry could be misaligned by tens of kilometers in areas 
of high relief. Earth location refinement for higher resolution bands and/or to 
incorporate sub-pixel band/detector misalignment can be accomplished by 
interpolating between spatial element Earth locations. 

The Earth location height and satellite viewing angles are included to allow 
subsequent processes to apply higher resolution terrain data corrections to the 
interpolated Earth locations for higher resolution image bands. This would be done 
by moving along the vector from the ground point to the satellite, defined by the 
viewing angles, until the height correction indicated by the higher resolution 
terrain data was achieved. The ground point height and satellite zenith angle are 
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measured with respect to the local ellipsoid normal and the satellite azimuth is 
relative to local geodetic north. 

The solar angles (as well as the satellite angles) are provided as an Earth location by- 
product, for use in MODIS Level 2 processing, such as atmospheric correction. The 
solar angles are defined with respect to the same coordinate axes as the satellite 
angles. 

2.2 Historical Perspective 

Similar Earth location algorithms are widely used in modeling and geometrically 
correcting satellite image data from the Landsat MSS, Landsat TM, SPOT, and 
AVHRR missions. In each case the fundamental problem is to compute the point at 
which the sensor line of sight intersects the Earth ellipsoid and/or terrain surface, 
leading to much commonalty among these algorithms. Experience with SPOT and 
AVHRR data in particular has demonstrated the importance of compensating for 
the effects of terrain relief when geolocating off-nadir satellite imagery. 

In the MODIS Level 1A processing system the Earth location algorithm is used to tag 
each spatial element with its locational "attributes". This information contributes to 
the subsequent Level IB and Level 2 processing prior to being used to perform 
spatial resampling during Level 3 processing. In most Landsat and SPOT 
applications the Earth location data is used immediately to resample the instrument 
detector output to an Earth referenced grid, prior to data analysis. This difference in 
philosophy leads to data processing and data storage considerations which are 
somewhat unusual for the MODIS Earth location algorithm. Two places where this 
is particularly relevant are the density at which Earth locations must be stored to 
capture the high spatial frequency variations due to terrain relief and the need to 
defer band and detector alignment resampling until Level 3 processing. 

2.3 Instrument Characteristics 

Although the basic outline of the Earth location algorithm has much in common 
with other instruments there are particular characteristics of the MODIS instrument 
and science data stream that have special relevance to Earth location. Of primary 
significance is the geometry of the multiple detectors (ten each for the 1000 meter 
bands, twenty each for the 500 meter bands, and forty each for the 250 meter bands), 
from the multiple bands (36), which are themselves distributed over four focal 
planes. These bands and detectors are nominally aligned into coincident spatial 
elements (10 per data frame) which correspond to a particular 1000 meter equivalent 
ground field of view. Sub-pixel misalignments will be measured pre-flight at the 
Santa Barbara Research Center, monitored in-flight by the MODIS 
Spectroradiometric Calibration Assembly (SRCA) and through image data analysis, 
and adjusted in-flight (focal plane to focal plane) through sample timing 
adjustments. The best estimates of the sub-pixel offsets from nominal locations for 
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each detector in each band will be included with the Level 1A data products for use 
in subsequent processing (e.g. Level 3 resampling). 

The second characteristic of the MODIS instrument of particular importance for 
Earth location is the behavior of the cross-track scanning mirror. The double-sided 
scan mirror sweeps out a 110 degree Earth field of view in each scan, effectively 
moving the instrument's ten spatial elements over a swath of the Earth which is 10 
kilometers wide at nadir. This scan width increases to 20 kilometers at scan angles 
of +/- 55 degrees due to the panoramic "bow tie" effect. This effect leads to scan to 
scan overlap at scan angles greater than 25 degrees. The scanning mirror motion is 
measured and downlinked in the instrument data stream. These mirror 
measurements will be used by the Earth location algorithm to determine the 
instrument pointing (rather than assuming mirror linearity). 

A copy of the spacecraft ancillary data message containing spacecraft ephemeris and 
attitude information is included in the MODIS instrument data stream. This data 
will be included in the Level 0 data set used as input to the Level 1A process. Under 
normal operating conditions the ephemeris and attitude information contained in 
the Level 0 data will be used to provide the spacecraft knowledge required by the 
Earth location algorithm. A description of this data message and additional 
information on spacecraft characteristics can be found in references 2 and 5. 

2.4 Ancillary Input Data 

Several important ancillary input data sets are used by the MODIS Earth location 
algorithm. These include digital elevation data used to describe the Earth's terrain 
surface, instrument constants used to describe the internal geometry of the MODIS 
instrument, and ground control points used to validate the accuracy of the Earth 
location data. 

The digital elevation model (DEM) used by the MODIS Earth location algorithm will 
be derived from the best available global database of terrain information provided by 
the EOS Project. The EOS-wide requirements for terrain data are described in 
reference 8. The relationship between the accuracy of this ancillary data set and the 
resulting accuracy of the MODIS Earth location data is discussed in reference 2. The 
terrain data will be preprocessed into orbit oriented units, as described in section 
3.2.2 below, for processing efficiency and also to control the spatial frequency 
characteristics of the data. This preprocessing will also convert the input elevation 
data from height above the geoid to ellipsoid height if necessary. 

Three types of instrument constants are required for MODIS Earth location 
processing. Although the term "constants" is used here it is understood that the 
values of these parameters may be intentionally adjusted, or change with time, or 
may be updated as better knowledge of their true values becomes available. They 
are constants when generating a particular data product. 
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The first type of instrument constants includes the focal plane, band, and detector 
offsets. These will be stored in the MODIS data product as a table of offsets which 
describe the sub-pixel corrections to be applied to each detector (channel) in a spatial 
element. The second type may be classified as optics parameters. This includes the 
relationship between the optical axis and instrument alignment axes as a function of 
scan angle, and possibly the focal lengths of the aft optics. The relationship between 
the optical axis and the instrument alignment axes is needed to convert a spatial 
element number and mirror angle to a viewing vector. The requirement for the aft 
optics focal lengths depends on the way the band and detector offsets are 
represented. If they are provided as coordinates in micrometers in the focal plane, 
for example, then focal length knowledge will be required. The third type of 
instrument constant required is the instrument to spacecraft alignment matrix. 

This matrix describes the spatial relationship between the MODIS instrument 
alignment axes and the EOS spacecraft. This relationship may have a time varying 
component that can be detected and modeled over time, but will be assumed to be 
static at launch. 

The ground control points used to validate the MODIS Earth location algorithm's 
performance are image windows containing well defined features with known 
ground locations. These control points will be collected from a variety of sources 
prior to launch. Complete global coverage is not necessary since the current MODIS 
operational concept includes the use of control with a subset of MODIS Level 1A 
products only. This is based on the idea that it will be more effective to concentrate 
the acquisition of high quality ground control along a few orbits so that one product 
in ten, for example, has abundant control rather than all having minimal control. 

3.0 Algorithm Description 

This section presents the underlying theory and mathematical development of the 
MODIS Earth location algorithm in section 3.1. It addresses implementation and 
operational considerations in section 3.2. 

3.1 Theoretical Description 

The supporting theoretical concepts and mathematics of the MODIS Earth location 
algorithm are presented in the following subsections. Section 3.1.1 addresses the 
coordinate systems used by the algorithm and the relationships between them, 
citing references where appropriate. Section 3.1.2 presents a review of the MODIS 
viewing geometry to put the subsequent discussion in context. Section 3.1.3 is the 
heart of this document, presenting the mathematical development of, and solution 
procedure for the Earth location algorithm. Section 3.1.4 briefly discusses estimates 
of uncertainty and product accuracy issues. This last topic is treated in more detail 
in reference 2. 
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3.1.1 Coordinate Systems 

There are seven basic coordinate systems used by the MODIS Earth location 
algorithm. These coordinate systems and the transformations between them are 
referred to frequently in the remainder of this document and are defined here. They 
are presented in the logical order in which a spatial element number and mirror 
angle would be transformed into a geodetic position. 

1. Instrument Coordinate System 

The instrument coordinate system is the coordinate system in which a spatial 
element number (1 through 10) and mirror angle is converted to a viewing vector. 

It is based on the MODIS reference axes defined by the MODIS alignment cube. The 
relationship between the MODIS instrument axis (boresight) and the alignment 
cube will be measured as a function of scan mirror position during pre-flight optical 
alignment. This relationship will be monitored in flight by analyzing pointing 
errors as functions of scan angle. 

2. Spacecraft Coordinate System 

The spacecraft coordinate system is fixed to the EOS spacecraft with its origin at the 
spacecraft center of mass. The coordinate axes are defined by the spacecraft attitude 
control system. It is the orientation of this coordinate system relative to the orbital 
coordinate system that is captured in the spacecraft attitude data. 

3. Orbital Coordinate System 

The orbital coordinate system is centered on the satellite, and its orientation is based 
on the spacecraft position in inertial space. The origin is the spacecraft center of 
mass, with the Z axis pointing from the spacecraft center of mass to the Earth center 
of mass. The Y axis is the normalized cross product of the Z axis and the 
instantaneous (inertial) velocity vector, and corresponds to the negative of the 
instantaneous angular momentum vector direction. The X axis is the cross product 
of the Y and Z axes. This coordinate system is defined in the MODIS UIID (reference 
4). 

4. Earth Centered Inertial (ECI) Coordinate System 

The ECI coordinate system is space fixed with its origin at the Earth’s center of mass. 
The Z axis corresponds to the mean north celestial pole of epoch J2000.0. The X axis 
is based on the mean vernal equinox of epoch J2000.0. The Y axis is the cross 
product of the Z and X axes. This coordinate system is described in detail in 
reference 6. Data in the ECI coordinate system will be present in the MODIS Level 
1A product in the form of ephemeris data contained in the spacecraft ancillary data 
message. 
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5. Earth Centered Rotating (ECR) Coordinate System 

The ECR coordinate system is Earth fixed with its origin at the center of mass of the 
Earth. It corresponds to the Conventional Terrestrial System defined by the Bureau 
International de l'Heure (BIH) which is the same as the U. S. Department of Defense 
World Geodetic System 1984 (WGS84) geocentric reference system. This coordinate 
system is exhaustively described in reference 6. 

6. Geodetic Coordinate System 

The geodetic coordinate system is based on the WGS84 reference frame with 
coordinates expressed in latitude, longitude, and height above the reference Earth 
ellipsoid. No ellipsoid is required by the definition of the ECR coordinate system 
but the geodetic coordinate system depends on the selection of an Earth ellipsoid. 
Latitude and longitude are defined as the angle between the ellipsoid normal and its 
projection onto the equator, and the angle between the local meridian and the 
Greenwich meridian, respectively. The Earth location data fields in the MODIS 
Level 1A product will be expressed in the geodetic coordinate system. 

7. Space Oblique Mercator (SOM) Coordinate System 

The SOM system is an orbit oriented map projection, based on the Oblique Mercator 
projection, which nominally follows the satellite ground track. It provides a 
mapping from latitude and longitude to a plane coordinate system that is 
approximately aligned with the MODIS data. It is used here for convenience as a 
method of storing the digital elevation data in an Earth referenced grid that closely 
matches the MODIS data geometry. The SOM projection is described in reference 7. 
The use of SOM versus other reference systems that achieve the same objective is 
still being studied. 


Coordinate Transformations 
1. Instrument to Spacecraft 

The relationship between the instrument and spacecraft coordinate systems is 
described by the instrument alignment matrix. This relationship will be measure 
pre-flight and refined in-flight as described in section 3.2.3. The transformation 
from instrument coordinates to spacecraft coordinates is a three dimensional affine 
transformation implemented as a matrix multiplication. An affine transformation 
rather than a simple rotation matrix is recommended to account for possible non- 
orthogonality in the instrument coordinate axes. The transformation matrix will 
initially be defined to be fixed. Subsequent analysis may detect repeatable variations 
with time that can be effectively modeled, making this a (slowly) time varying 
transformation. 
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2. Spacecraft to Orbital 

The relationship between the spacecraft and orbital coordinate systems is defined by 
the spacecraft attitude. This transformation is a three dimensional rotation matrix 
with the components of the rotation matrix being functions of the spacecraft roll, 
pitch, and yaw attitude angles. The nature of the functions of roll, pitch, and yaw 
depends on the exact definition of these angles (i.e. how they are generated by the 
attitude control system). Since the spacecraft attitude is constantly changing this 
transformation is time varying. 

3. Orbital to ECI 

The relationship between the orbital and ECI coordinate systems is based on the 
spacecraft's instantaneous ECI position and velocity vectors. The rotation matrix to 
convert from orbital to ECI can be constructed by forming the orbital coordinate 
system axes in ECI coordinates: 

P = spacecraft position vector 
V = spacecraft velocity vector 
Teci/ofb = rotation matrix from orbital to ECI 

b 3 =-p/i p i (nadir vector direction) 

b 2 = b 3 X V /|b 3 X V| (negative of angular momentum vector direction) 

b, = b 2 X b 3 (circular velocity vector direction) 

^eci/orb = [^1 ^2 ^ 3 ] 

4. ECI to ECR 

The transformation from ECI to ECR coordinates is a time varying rotation due, 
primarily, to Earth rotation but also containing more slowly varying terms for 
precession, astronomic nutation, and polar wander. The ECI to ECR rotation matrix 
can be expressed as a composite of these transformations: 

Tecr/eci = ABCD 

A = Polar Motion 
B = Sidereal Time 
C = Astronomic Nutation 
D= Precession 

Each of these transformation terms is described in detail in reference 6. 
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5. ECR to Geodetic 

The relationship between ECR and geodetic coordinates can be expressed simply in 
its direct form: 

X = (N + h)cos(lat)cos(lon) 

Y = (N + h)cos(lat)sin(lon ) 

Z = (N(l-e 2 ) + h)sin(lat) 

where (X, Y, Z) are the ECR coordinates, ( lat , Ion, h) are the geodetic 

coordinates, N is the ellipsoid radius of curvature in the prime vertical, and e 2 is 
the ellipsoid eccentricity squared. Unfortunately, there is no closed form solution 
for the inverse problem (which is the problem of interest here). Latitude and height 
must be solved iteratively for points that do not lie on the ellipsoid surface. 

6. Geodetic to SOM 

The transformation from geodetic coordinates to the SOM map projection is 
extremely complex. The mathematics of this transformation are described in 
reference 7. 

3.1.2 MODIS Viewing Geometry 

The MODIS instrument detectors are aligned in parallel rows on four separate focal 
planes. Each focal plane has its own aft optics assembly that illuminates the 
detectors on that focal plane. The detector placement geometry and aft optics focal 
length define the internal geometry of each focal plane relative to the instrument 
optical axis. The rows of detectors from each band are separated on the focal plane 
in the along-scan (cross-track) direction. The different bands are aligned into 
corresponding spatial elements on-board by delaying the samples from each band to 
account for the slight along-scan motion needed to view the same target point. 

These delays are fixed within each focal plane but the relative delays between focal 
planes can be adjusted in flight. 

The instrument's 110 degree field of view is swept over the four focal planes by the 
double-sided rotating scan mirror. The pre-flight optical alignment tests of the 
MODIS instrument should document any differences in the scanning geometry of 
the two mirror sides. The scan mirror rotates at a rate of 20.3 revolutions per 
minute. With each mirror rotation capturing two scans (one for each mirror side) 
the scan period is 1.477 seconds. Of this time, approximately 0.451 seconds is 
devoted to the Earth view portion of the scan with detector samples being taken 
every 333.33 microseconds (for the 1000 meter resolution bands). Significant 
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spacecraft motion and Earth rotation takes place during this long scan period. More 
detailed information on the MODIS instrument's construction, operation, and pre- 
flight testing is provided in reference 1. 

The 110 degree-wide instrument field of view sweeps out a ground swath 
approximately 2330 kilometers in width. This swath is sampled 1354 times by the 
MODIS spatial elements. Since ten spatial elements are sampled in each data frame, 
the nominal scan width is 10 kilometers at nadir. The wide ground swath made 
possible by the +/- 55 degree viewing angles exhibits significant Earth curvature 
effects. The apparent Earth zenith angle of a line of sight at a 55 degree scan angle is 
increased to approximately 65 degrees by Earth curvature. This effect, along with the 
increasing target range, also contributes to the growth of the projected ground spatial 
element as a function of scan angle. A 1000 meter (nadir) resolution spatial element 
at a 55 degree scan angle has ground dimensions of approximately 4800 meters cross- 
track by 2000 meters along-track. A graph depicting the growth of the spatial 
element ground field of view with scan angle is contained in reference 2. The center 
of the spatial element (nominal detector) will be used when computing spatial 
element lines of sight. It should be noted that this does not necessarily correspond 
to the centroid of the ground projected field of view for off-nadir pixels. 

3.1.3 Mathematical Description of Algorithm 

As the scan mirror sweeps across the Earth view the MODIS detectors are sampled 
and nominally aligned into spatial elements in sets of ten. Each set of ten spatial 
elements will be referred to as a data frame in the subsequent discussion. The 
MODIS Earth location algorithm proceeds as follows: 

1. Compute the sampling time for a frame of 10 spatial elements: 

Use the frame time code converted to spacecraft time 

Apply any MODIS frame sampling delay 

Apply the spacecraft clock offset and convert to UTC 

2. Interpolate the mirror scan angle based on sampling time: 

Use the 78 scan mirror encoder time measurements in the engineering data 
Use two point (TBD) Lagrange interpolation to compute the mirror scan angle 
[Various interpolation and mirror position estimation techniques for using 
the mirror data will be evaluated during the prototyping phase of the Level 
1A processing system development, including the use of a Kalman filter 
which models the behavior of the mirror control system.] 

3. Construct an array of look vectors in the instrument coordinate system for the 10 
spatial elements assuming ideal detector placement and using the interpolated 
mirror scan angle. 
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4. Compute the required coordinate transformations: 

[Construct the instrument to spacecraft alignment matrix based on the 
sampling time if a time varying model is needed (baseline is fixed matrix)] 

Interpolate the spacecraft attitude from the sampling time and construct the 
spacecraft to orbital coordinate transformation matrix (T ort)/ac ) 

Interpolate the ECI spacecraft position and velocity from the sampling time 
and construct the orbital to ECI transformation matrix 
Construct the ECI to ECR rotation matrix from the sampling time 
Construct the composite transformation matrix: 


T 

ecr/inst 


= T T 

ecr/eci eci/orb 


T T 

orb /sc sc/inst 


5. Transform the look vectors, spacecraft position vector, and solar vector to ECR: 
Rotate the look vectors to the ECR coordinate system: 


Ucc = 


T II 

ecr/inst w inst 


Rotate the spacecraft position vector to the ECR coordinate system: 


P - T P 

ecr A ecr/eci eci 


Retrieve the ECI solar vector based on the sampling time (PGS Toolkit call or 
extracted from the spacecraft ancillary data message and converted to ECI) 

Rotate the solar vector to the ECR coordinate system: 


o _ t C 

^ecr “ x ecr/eci ^eci 


6. Intersect the ECR look vectors with the WGS84 (or other EOSDIS standard) Earth 
ellipsoid: 
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Rescale the look vector and satellite vector using the ellipsoid semi-major (a) 
and semi-minor (b) axis dimensions (a, a, b): 


«i / a 


Pi la 

u 2 / a 

P = 

p 2 / a 

h 3 lb 


.Pi 7 b . 


Note: 


X = 


x j / a 

x 2 / a 
x 3 lb 


= the unknown ground point vector (rescaled) 


Solve for the scaling (d) of U' which intersects the unit sphere: 
From the law of cosines: 


|X'| 2 = \d U' | 2 + |Pf - 2 \d U’ | |F | cos(vv) 
cos(w) = — (U' •P')/(|U'| |P'|) Note that (U‘ •?') is negative 
By definition |X*| = 1 so: 

1 = d 2 |U'| 2 +|P'| 2 + 2d|U'| |P|(U' •P)/(|U , ||P , |) 

Simplifying and rearranging: 

d 2 \Uf +2c/(U'*P) + |P| 2 -1 =0 
This can be solved for d using the quadratic formula: 
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-2 (IT • F ) - J4 (IT • F ) 2 - 4|Uf (jpf - 1) 

d = ; — -5 

2|U'| 

Use d to compute X' and X : 

X' = F +<iU’ 



x\ a 


(p\+du\)a 


p\a + du\a 

X = 

x' 2 a 

= 

(p' 2 +du' 2 )a 

= 

p' 2 a + dU 2 a 


x' 3 b 


_{p' 3 +du' 3 )b_ 


p' 3 b + du' 3 b 


X = P + dV 


7. Convert the ECR ellipsoid pierce points to geodetic coordinates (special case direct solution): 


Ion = tan 1 


( . A 


) 


lat = tan 


-1 


\~yjxfTxf 




) 


} 1 = 0 

8. Compute the local ellipsoid normal unit vector from the geodetic latitude and longitude: 


n = 


co s(lat) cos (Ion) 
cos(lat) sin(lon) 

sin(lat) 


9. Compute the ECR unit vector from the ground point to the satellite: 


u 



10. Compute the component of the satellite vector which is in the local vertical direction: 

v = u • n 
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11. Compute the distance along the satellite vector ( D ^ ) we must move to achieve a height of H w 
where H ^ is a pre-computed value representing the highest local terrain height: 

jj 

j~y _ 1 1 max 


12. Compute the ECR coordinates of the point along the look vector that corresponds to 

X =X + D u 


13. Compute the distance along the satellite vector (D ^ ) we must move to achieve a height of H u 
where H ^ is a pre-computed value representing the lowest local terrain height: 

TJ 

D = 11 min 


14. Compute the ECR coordinates of the point along the look vector that corresponds to H min : 


X min = X + D mm U 


15. Convert X^ and to geodetic coordinates (iterative general solution) 

16. Convert the geodetic coordinates to DEM map projection coordinates (SOM) x miD and x^ 

17. Construct and normalize the SOM search vector: 


s 



18. Perform terrain intersection iterations: 


X 0= X max 

h o=DEM(x 0 ) 

ds = DEM grid resolution (nominally 1000 meters) 

N 

do until (hj > h ' , ) 


65 



MODIS LEVEL-1 GEOLOCATION, CHARACTERIZATION AND CALIBRATION ATBD 


X; = x,,! +dss 
h t = DEM(xj) 
h' i = h' ,_ x +dh 

end do 



Figure 2. Terrain Intersection Search Geometry 


19. Compute the precise terrain intersection from the last two iterations: 
The final terrain intersection height can be expressed: 


h fmal = ah, . + (1 - = ah\ +(1 - a)h \_ , 

Solving for the weights: 


hj - h t _ x - dh 

, hi-h'i 

h,-h,_,-dh 

The final (SOM) position is: 

= «*i + (l-ajxj., 
h fo , al =ah i + ([-a)h l _ x 
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20. Convert the SOM precise intersection to geodetic coordinates. 

21 . Compute the normal vector at the final geodetic position. 


^ final 


cos(/ar fmat ) co$>(lon fmal ) 

final) Sin ( l ° n final) 

sin (lat fwal ) 


22. Convert the geodetic ground point to ECR. 

23. Compute the satellite zenith angle, azimuth, and range from the final ground point, the satellite 
position, and the normal vector. 

24. Compute the sun zenith angle and azimuth from the ECR solar vector. Seer an< ^ the normal 
vector. 


3.1.4 Variance or uncertainty estimates 

The fundamental measure of uncertainty of interest for the MODIS Earth location 
algorithm is the positional accuracy of the geodetic coordinates computed for each 
spatial element. This accuracy is limited by the uncertainty in the spacecraft, 
instrument, and ancillary elevation data provided to the algorithm. 

A complete analysis of MODIS Earth location error is presented in "An Analysis of 
MODIS Earth Location Error" (reference 2). That document presents a detailed 
breakdown of the anticipated sources of error in the EOS AM spacecraft ephemeris 
and attitude knowledge, and in the MODIS instrument pointing knowledge, and 
demonstrates the effects these errors and errors in the ancillary digital elevation data 
have on the resulting data product geolocation accuracy. The current best estimates 
of the contributing errors, provided by the spacecraft and instrument builders, as 
well as the spacecraft and instrument specification requirements were used in that 
analysis. What follows is extracted from that report. 

Spacecraft position error, spacecraft attitude knowledge error, and instrument 
pointing knowledge error were analyzed separately with all contributing errors 
classified as either static or dynamic. Static errors are unknown constant offsets 
caused by imprecise knowledge of the instrument or spacecraft geometry or by 
geometric distortions occurring during or after launch. These error components, 
though initially unknown, should not change with time, after launch. Estimates of 
these constant offsets will be computed using the product validation and geometric 
parameter estimation procedures described in section 3.2.3. The dynamic error 
components are time varying and cannot be easily modeled. Tables detailing the 
various error sources and their expected magnitudes are presented in the MODIS 
Earth location error report. 
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The sensitivity of the output product accuracy to the uncertainty in the input data 
varies with scan angle. Plots depicting this sensitivity for spacecraft position errors 
and for spacecraft /instrument pointing errors are presented in reference 2. The 
variation with scan angle is summarized in the following tables. Only spacecraft 
position and attitude tables are shown because the propagation of the instrument 
pointing errors parallels the spacecraft pointing errors. The numbers used are from 
the spacecraft specifications and are two sigma values. These are used to 
demonstrate the sensitivity to scan angle and the relative effects of position and 
pointing errors only, not as true estimates of the expected product accuracy. A 
similar error propagation using the current best estimates of the input errors is 
contained in reference 2. 


Table V. 


Geolocation Impact of Two Sigma Spacecraft 

Position 

Errors 

Spacecraft X-Axis Corresponding 

Position Position Along-Track 

Error Earth Location 
Error 

Y-Axis 

Position 

Error 

Corresponding 
Cross-Track 
Earth Location 
Error 

Z-Axis 

Position 

Error 

Corresponding 
Cross-Track 
Earth Location 
Error 

0 deg. 55 deg. 


0 deg. 55 deg. 


0 deg. 55 deg. 

Current Spec. 100.0 m 90.0 m 88.5 m 

100.0 m 

90.0 m 90.0 m 

100.0 m 

0.0 m 197.3 m 


Table 2 

Geolocation Impact of Two Sigma Attitude Knowledge Errors 


Spacecraft 

Attitude 


Roll Corresponding 
Pointing Cross-Track 
Error Earth Location 
Error 


Pitch Corresponding 
Pointing Along-Track 
Error Earth Location 
Error 


Yaw Corresponding 
Pointing Along-Track 
Error Earth Location 
Error 


Current Spec. 


0 deg. 55 deg. 

60.0 205.1 m 990.5 m 

arcsec 


0 deg. 55 deg. 

60.0 205.1 m 235.9 m 

arcsec 


0 deg. 55 deg. 

60.0 0.0 m 336.9 m 

arcsec 


The accuracy impact of the digital elevation data is also a function of scan angle with 
no effect on Earth location at nadir and a greater than one-to-one correspondence 
between height and position errors at high scan angles. In the context of image to 
image registration the displacement due to terrain errors is self canceling if the two 
data sets are taken from approximately the same viewing geometry but are 
arithmetically added if the views are from different directions. The effect of the 
input elevation model on the product accuracy is further complicated by the 
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relationship between elevation accuracy and terrain roughness. In rugged areas, 
elevation variations of hundreds of meters can occur within a single MODIS spatial 
element. Assigning a single geodetic coordinate to such a spatial element using a 
representative elevation, masks the true complexity of the terrain and the real 
differences in what is being viewed from different directions. 

3.2 Practical Considerations 

The following sections discuss practical implementation and operational 
considerations including numerical stability, computational efficiency, automated 
and interactive product validation, automated quality control and metadata 
generation, and possible processing exception conditions. 

3.2.1 Numerical Computation Considerations 

The MODIS Earth location algorithm incorporates two iterative procedures which 
must be implemented carefully to ensure convergence. The first of these is the 
general iterative conversion from ECR to geodetic coordinates. This procedure is 
straightforward and robust and although it converges relatively slowly at mid- 
latitudes, can be driven to any desired precision through iteration. Some 
computational efficiency gain may be achieved, if necessary, by relaxing the 
convergence criterion on this procedure but this will not be attempted initially. 

The second iterative procedure is the detection of the MODIS line of sight 
intersection with the terrain. Simple approaches to implementing this algorithm 
break down at high off-nadir angles due to the possibility of multiple intersections 
of the line of sight with the terrain surface. Under these conditions care must be 
taken to ensure that the algorithm converges to the correct terrain intersection point 
(i.e. the intersection closest to the satellite). This is achieved here by searching from 
above to find the first (highest) terrain intersection. The iteration proceeds 
monotonically down until the look vector is below the terrain surface so 
convergence is not a problem. The precision of the final terrain intersection 
determination is a function of the local relief due to the use of local linear 
approximations in the algorithm (the look vector is treated as linear in the local 
SOM space). The degree to which this approximation breaks down is a function of 
the height range searched and the satellite look angle. These statistics will be 
monitored for quality control purposes as described in section 3.2.4. 


3.2.2 Programming/Procedural Considerations 
Computational Load 

The computational burden imposed by the MODIS Earth location algorithm arises 
primarily from the terrain intersection computation. Current estimates indicate 
that approximately 80% of the Earth location processing load is used by the terrain 
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correction step. Within this procedure there are two computations which consume 
the bulk of the processing: the conversion from ECR to geodetic coordinates and the 
conversion from geodetic to SOM. 

The ECR to geodetic conversion was mentioned in the previous section as a place 
where computational savings might be possible but the SOM conversion, in 
addition to being the more computationally intensive of the two, provides more 
interesting possibilities for computational efficiency. One possibility is to compute 
the SOM projection rigorously for only the first and last spatial elements in each 
data frame, interpolating the other eight. Since the SOM projection is 
approximately aligned with the MODIS orbit it should be very regular over a single 
data frame as should the spatial element locations themselves (since they are based 
on ideal detector placement). This possible simplifying approximation requires 
further analysis to evaluate its full effect. Another possibility is to adopt some other 
orbit oriented map projection which is less computationally burdensome than SOM. 
Toward this end, other candidate projections are currently being studied in 
conjunction with the MISR team who have a similar requirement. 

In both the ECR to geodetic conversion and the SOM projection the main 
computational driver is the number of trigonometric functions which must be 
performed. One way to achieve efficiency in these computations is to carefully 
apply small angle approximations and Taylor series expansions when the angles 
involved change very little between invocations. Another approach is to 
implement the standard sine and cosine functions as look-up tables pre-computed 
based on the required precision of the calling routine. 

Development Approach 

Whatever approximations are deemed to be possible or desirable for efficiency 
purposes, the initial version of the MODIS Earth location algorithm will be 
implemented with no efficiency oriented approximations. This "brute force" 
method of terrain intersection searching will operate completely in ECR coordinates 
to avoid the SOM search vector linearization approximation mentioned in section 
3.2.1. The computational price to be paid for this comes in the need to convert from 
ECR to geodetic to SOM to interpolate a terrain height at each step in the iteration. 
This computationally intensive version will be developed first to serve as a baseline 
for validating the accuracy of subsequent approximations adopted for computational 
efficiency. 

Other Related Processing 

Significant preprocessing effort is required to put the digital elevation data into a 
form that is convenient for the Earth location algorithm. This involves resampling 
the EOS Project supplied digital elevation data into a 1000 meter spacing grid in the 
orbit-oriented SOM projection. Using an orbit oriented grid ensures that the line of 
sight search direction will be primarily along the DEM grid line direction. Since the 
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SOM coordinate system is unique for each satellite path there will be 233 different 
preprocessed DEMs, one for each possible EOS orbital path. Depending on the 
spatial resolution (spatial frequency content) of the original digital elevation data, 
spatial filtering may also be necessary during DEM preprocessing. To avoid aliasing 
artifacts in the geodetic positions assigned to the MODIS spatial elements, it is 
necessary to remove spatial frequencies that cannot be captured by the MODIS 
sampling interval, from the DEM data. This filtering will be a complex process 
based on the MODIS scanning geometry which leads to a ground sample spacing 
that varies with scan angle. 

Preprocessing will also be required to prepare the control point data used for product 
validation. The control data image chips will be preprocessed to simulate the effects 
of the MODIS viewing geometry so that they can be more efficiently matched to the 
real 250 meter resolution image data. Each control point will be processed based on 
all of the EOS orbital paths from which it may be seen by the MODIS instrument. 
These control points will then be assembled into sets based on the orbital paths. The 
use of control points is discussed in more detail in the next section. 

3.2.3 Product Validation and Geometric Parameter Estimation 

The accuracy of the MODIS Earth location data is validated using automated control 
point correlation methods coupled with off-line analysis. Control point validation 
will be built into the MODIS Level 1A production system but operationally will only 
be applied to a subset of the Level 1A products based on control availability, cloud 
cover, and processing load considerations. The Level 1A production system will use 
the control points to collect the raw validation data (in the form of control point 
residual errors) automatically. This data will then be analyzed off-line at the MODIS 
Team Leader Science Computing Facility (TLCF). The automatically extracted 
validation data and off-line analysis approach will also be used to monitor the 
stability of and estimate refinements to the instrument geometric parameters 
described in section 2.3. These product validation and geometric parameter 
estimation activities are described in more detail in the following sections. 

3.2.3.1 Product Validation 

The 250 meter resolution MODIS bands will be used in conjunction with pre- 
assembled sets of ground control points to validate the accuracy of the MODIS Earth 
location data. The control point image chips will be preprocessed as described in 
section 3.2.2 to simulate the MODIS viewing geometry. This will include applying 
the MODIS modulation transfer function (MTF) to the higher resolution control 
chips. 

The known position of the control point can be used to extract an image 
neighborhood from the new MODIS data at the location predicted by the Earth 
location data. Nominal radiometric calibration parameters will be applied to the 
MODIS neighborhood to remove radiometric artifacts. A simple cloud detection 
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algorithm (e.g. thresholding) will also be used to identify areas that are not suitable 
for image correlation. The control point image chip can then be correlated with the 
MODIS neighborhood to measure the (hopefully sub-pixel) displacement between 
its predicted and observed locations. This measured image distortion, along with 
the control point chips and extracted MODIS neighborhoods, will then be passed to 
the MODIS TLCF for off-line analysis. The control chips and neighborhoods will be 
used to verify the performance of the control point mensuration procedure itself 
while the measured distortions will be used in anomaly detection, trend analysis, 
and to build up a statistical record of Earth location performance. 

There are a number of possible control point correlation techniques that can be 
applied to the problem of measuring the sub-pixel misregistration of the control 
points with the MODIS neighborhoods. Some of these include normalized cross 
correlation with a correlation surface fit to estimate the sub-pixel maximum, phase 
correlation with a linear fit to estimate the sub-pixel phase shift, and correlation 
(normalized cross correlation or least squares correlation) with an oversampled 
control chip with correlation coefficients computed at sub-pixel increments. 

Various methods will be tested and analyzed in the Earth location software 
prototype environment. The Earth location prototyping effort will also investigate 
various potential sources of control including Landsat images and vector shoreline 
data. 

3.2.3.2 Geometric Parameter Estimation 

Corrections to some of the instrument geometric parameters mentioned in section 
2.4 will be estimated on the ground using the data generated by the automated Earth 
location validation procedure. For example, the static errors in the EOS spacecraft 
attitude knowledge and the MODIS instrument pointing knowledge will be 
modeled as refinements to the pre-launch knowledge of the instrument to 
spacecraft alignment matrix. Refined alignment matrices will be estimated off-line 
on the MODIS TLCF using control point data from multiple Level 1A products. 
Multi-band MODIS image data and the SRCA calibration data can also be used to 
estimate refinements to the pre-launch focal plane alignment and band/detector 
location parameters. This would be done by using the SRCA reticule patterns, or 
well defined image features that appear in multiple bands, to measure the sub-pixel 
misregistration of bands from the same and different focal planes. Other residual 
instrument geometric misalignments could also be investigated but will require 
additional information from the instrument builder to develop the appropriate 
models. 

The off-line geometric analysis and parameter estimation effort will grow more 
ambitious with time as more data becomes available. This will make it possible to 
compare the control point validation data and the MODIS image data itself from the 
same and different orbital passes under varying conditions to detect constant offsets 
and slowly varying trends. A list of intended analysis tasks ranging from those that 
can be undertaken immediately after launch (analogous to at-launch science 
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products) to those that will require the accumulation of a longer data record 
(analogous to post-launch science products) includes the following: 

• Verify the performance of the automatic correlation procedure through 
interactive control point mensuration. 

• Estimate the systematic biases in the instrument alignment matrix by 
detecting trends in the automatically extracted control point results. 

• Validate the image internal geometric accuracy by correlating multiple 
MODIS products from the same orbital path (including looking for even/odd 
scan artifacts due to differences in the two scan mirror sides). 

• Validate the terrain correction accuracy and identify areas of poor DEM data 
by measuring tie points between overlapping MODIS products 

• Detect and model repeatable within-orbit thermal variations in the geometric 
parameters using control point and image to image data by correlating the 
distortion with the position in orbit relative to the sun. 

This list represents the current concept of the types of geometric analysis envisioned 
for the MODIS Level 1A data. The post-launch conduct of this activity will be 
guided by the characteristics of the real MODIS data. 

3.2.4 Quality Control and Diagnostics 

The MODIS Earth location procedure will accumulate performance indicators 
during the normal course of processing for inclusion in the Level 1A product 
metadata as quality control information. Numeric performance indicators include 
the number of suspect ephemeris points replaced, the number of suspect attitude 
points replaced, the convergence criterion for the iterative ECR to geodetic 
conversion, the maximum horizontal range searched during the terrain 
intersection iteration and where in the product it occurred, and the most acute angle 
of look vector/ terrain slope intersection and where in the product it occurred. 

Other quality control fields include quality information taken from the ancillary 
input data sets such as the DEM and possibly the ephemeris and attitude data if it 
came from a source other than the Level 0 data itself. 

These quality control fields will be included in the Level 1A product metadata along 
with other descriptive data such as a record of the ancillary data lineage (e.g. data set 
version number and date, preprocessing history) and a parametric geolocation 
model which provides an approximate mapping from geodetic coordinates to Level 
1A spatial elements, in the metadata. The requirement for a method of spatially 
indexing into the Level 1A product given only the metadata has been expressed by 
the MODIS Ocean team and also an implied requirement of the EOSDIS 
Information Management System (IMS). The accuracy required for this parametric 
geolocation is not known at this time and no particular model has been adopted. 
Candidates include a method to be specified or recommended by the IMS 
developers, and the method developed by the SeaWiFS project. 
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3.2.5 Exception Handling 

The Earth location algorithm will provide mechanisms for gracefully handling the 
following three known exception conditions: 1) missing ephemeris or attitude data, 
2) missing DEM data, and 3) the instrument line of sight does not intersect the Earth 
(e.g. during a lunar view). 

The input ephemeris and attitude data will be checked for consistency and 
completeness by the Level 1A processing software. If either is completely missing or 
deemed to be unusable an error message will be generated and no Earth location 
data will be produced. If gaps exist they will be filled by interpolation (using PGS 
Toolkit routines, if provided) with appropriate quality control information entered 
into the product metadata. In the case of missing input DEM data the Earth location 
will proceed using the Earth ellipsoid as the reference terrain surface. A warning 
message will be generated and an appropriate notation added to the product 
metadata. If the line of sight intersection algorithm detects a look vector that does 
not intersect the Earth ellipsoid the geodetic position fields will be populated with 
the ECI look vector (to be used to determine which pixels viewed the moon), a null 
value will be placed in the other Earth location data fields, a warning message will 
be generated, and a notation will be added to the product metadata. 


4.0 Constraints, Limitations, Assumptions 

Several simplifying assumptions were made in the development of the MODIS 
Earth location algorithm. These assumptions and their justifications are as follows: 

• Ignore atmospheric refraction of the line of sight - Analysis conducted by the 
MODIS Characterization Support Team has indicated that this effect is, at 
most, on the order of a few meters; much smaller than a MODIS pixel. 

• Ignore light travel time - The maximum range to a terrestrial target seen by 
MODIS is about 1414 kilometers. This corresponds to a light travel time of 4.7 
milliseconds and an Earth rotation of about 2 meters which is much smaller 
than a MODIS pixel. 

• Ignore the instrument primary mirror offset from the spacecraft center of 
mass - The ephemeris position represents the spacecraft center of mass rather 
than the instrument optical origin, but this offset is at most a few meters 
which is less than the accuracy of the ephemeris data and much less than a 
MODIS pixel. 

The error analysis presented in section 3.1.4 is based on reference 2 which assumed 
that the individual contributors to the overall MODIS Earth location error were 
independent zero-mean Gaussian distributed random variables. This assumption is 
implicit in this document as well. In addition, the Earth location algorithm was 
developed under the assumption that the nature and magnitudes of the errors 
documented in reference 2 are essentially correct. The quality of the available DEM 
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data is assumed to conform to the characteristics specified in reference 8 although 
this does not affect the algorithm itself, only its final performance. 

The implementation of the MODIS Earth location algorithm described above is 
based on the final assumption that the output product data structure will be 
sufficiently flexible to permit the addition of eight new Earth location data fields for 
each spatial element and to allow the efficient extraction of control point 
neighborhoods from the 250 meter image bands for automated product validation. 
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Appendix B 

Instrument Specification 


B.l Introduction 

The MODIS Instrument Specification (Goddard Space Flight Center, 1993) sets forth the 
performance, testing, calibration and assurance requirements for MODIS. The instrument 
must meet these requirements upon delivery. The Specification therefore identifies the 
minimum characterization and calibration that must be done by the contractor. 

This appendix presents a detailed discussion of the Specification as it relates to 
characterization and calibration. The intention is to be both comprehensive and 
sufficiently detailed enough so that the driving requirements for the calibration algorithm 
from the instrument become clear. To do so, it is divided into sections based on calibration 
requirements. Section B.2 presents a summary of the physical instrument requirements. 
The radiometric, spectral, and geometric requirements are presented in sections B.3, B.4, 
and B.5 respectively. Other important performance requirements are presented in section 
B.6. Finally, section B.7 summarizes the remaining Specification requirements. 

It should be noted that other existing documents also cover MODIS operating 
requirements. These are cited in section 12.0 of the Specification (hereafter Specification 
references:! are denoted simply by section number). However, these do not directly relate 
to characterization and calibration and so are not discussed here. 

B.2 Physical Instrument Requirements 

The instrument must meet several basic physical requirements for operability. Table B-l 
presents a summary of these parameters and cites the relevant Specification sections. 
Additionally, the lifetime and survivability requirements are addressed below. 

One key requirement for the success of MODIS is that it be operable over its entire five year 
lifetime. The Specification (13.2.3) defines failure of the instrument to be the loss of 25% 
or more of the 36 spectral bands or more than 50% of the bands in any one spectral region 
(i.e., VIS, NIR, SWIR, MWIR, or LWIR). A band is considered as failed if the response in 
more than 25% of its detector elements falls 50% or more below the pre-launch response, 
or if its detector elements cannot be calibrated to perform within specification. Upon 
delivery, the instrument may have a maximum of one dead element per band and no 
more than two per focal plane (13.4.5.3.2). 

While the lifetime of the MODIS instrument is intended to be five years in orbit, the 
Specification (13.2.3) requires it to be operable after delivery, without servicing, for six 
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Table B-l. Physical Requirements 








Volume 


(Length x Width X Height) 

1 x 1.6 x 1 m 

3.6.2.2 

Max. Appendage Length 

(external to Volume) 

1 m 

3.6.2.2 

Mass 

< 250 kg 

3.6.2.2 

Power 

<225 W ave., 
<275 W peak 

3.6. 2.1 

Ground View 

120° cross-track 
5° along- track 

3.6.2.4.1 

Sun View 

allowed, no 
size requirement 

3.6.2.4.2 

Space View 

allowed, no 
size requirement 

3.6.2.43 

Altitude 

705.3 km 

3.1.1 

Equatorial Crossing Time 

AM Platform 

10:30 AM +/- 15 min 
descending 

3.2.1 

PM Platform 

1:30 PM +/- 15 min 
ascending 

3.2.1 

Lifetime 

85% prob., 95% goal 
of being 5+ years 

3.2.3 

Radiation 

unaffected by 

3.2.4.1 

Recovery 

ambient 



< 5 km, < 5 data words 
for particles <20 MeV 

3.2.4.2 

Solar 

< 10 orbits after 

3.4.10.4 

Recovery 

30 s direct view 
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months before launch as well as the five years in orbit. This follows a maximum period of 
eight years in storage plus two years of Integration and Test. If the storage period exceeds 
one year, the instrument will be thoroughly tested and recalibrated prior to integration on 
the spacecraft. The probability of meeting the five year lifetime is required to be 85% with a 
goal of 95% as determined by test experience and analytical assessment. 

For survivability, the instrument is expected to operate within specification despite 
background radiation or unplanned scans through the sun. The instrument will pass 
through the South Atlantic Magnetic Anomaly; it may be unreasonable to expect to shield 
electronic parts from all possible particles. Therefore, the Specification (*13.2.4.2) requires 
that a single event caused by particles having energy less than 20 MeV shall affect no more 
than 3 contiguous bands per focal plane, and 5 contiguous pixels per band. These pixels 
shall recover after 5 contiguous 1000 m pixel readout times (5 km) from the inception of 
the event. If the event affects the electronics following the focal planes, no more than 5 
data words leaving the memory buffer may be degraded. 

Under certain unplanned spacecraft attitudes, MODIS may scan through the sun. 

Therefore, the instrument shall be capable of scanning direct solar input in its 110-degree- 
wide FOV for 30 seconds per event, up to a total of 5 minutes in five years, without 
detectable performance degradation or lifetime reduction. Any radiative cooler must meet 
these same requirements for direct solar input. After any 30 second exposure, the 
instrument shall return to its calibrated condition within 10 orbits. Normal, expected solar 
inputs shall not degrade the instrument's performance for any portion of the orbit. 

Meeting these survivability and lifetime requirements is vital to the success of the MODIS 
mission. 

B.3 Radiometric Requirements 

One major goal of the MODIS program is to provide high radiometric accuracy for all of its 
spectral bands. Each of these bands is designed to address at least one specific scientific goal 
and thus has specific dynamic range requirements. Tables B-2a and B-2b summarize these 
requirements. 

The instrument is expected to measure radiances from the noise equivalent differential 
spectral radiance (NEdL) up to the maximum spectral radiance (L max ) given for each band 
(13.4.1). Lmax is the expected maximum value of Earth surface reflectance plus 
atmospheric effects for a solar zenith angle of 22.5 degrees (*13.3.4.1). Ltypical (or Ltyp), the 
expected spectral radiance needed for a given band for a solar zenith angle of 70 degrees 
(*13.3.4.1), defines the reference radiance for many other specification requirements. Some 
specification requirements are concerned with the effects of radiance from clouds (L c i ouc j), 
which can be significantly different than L max , so these values are also included in Tables 
B-2a and B-2b. L c i ou d is defined as the spectral radiance of a 100% reflecting Lambertian 
surface illuminated at a solar zenith angle of 22.5 degrees (13.3.3.3). The given signal to 
noise ratio (SNR) must be met at Ltypical and exceeded for radiances above Ltyp (13.4.1). 
Additionally, the sensitivity goal for each band shall surpass the tabulated requirements by 
36% (13.3.4). 


79 



MODIS LEVEL-1 GEOLOCATION, CHARACTERIZATION AND CALIBRATION ATBD 


Table B-2a 

Radiometric Requirements for MODIS Reflective Bands 


Band 

Center 

Wavelngth 

Noise Equiv. 

Spectral 

Radiance 

Spectral 

Radiance 

Max 

Spectral 

Radiance 

Ldoud 

Signal to 

Noise 

Ratio 

N 

X 

NEdL 


LMax 


SNR 


[ran] 

(*) 

c) 

(*> 

<*) 

[unitless] 








Hi 

mg 
8® > 


1 

645 

0.169 

21.8 

685 

457 

128 

2 

858 

0.123 

24.7 

285 

293 

201 

3 

469 

0.145 

35.3 

593 

570 

243 

4 

555 

0.127 

29.0 

518 

559 

228 

5 

1240 

0.073 

5.4 

110 

138 

74 

6 

1640 

0.027 

mm 

70 

68 

275 

7 

2130 

0.009 

1.0 

22 

27 

110 

8 

412 

0.051 

44.9 

175 

573 

880 

9 

443 

0.050 

41.9 

133 

585 

838 

10 

488 

0.040 

32.1 

101 

539 

802 

11 

531 

0.037 

27.9 

82 

538 

754 

12 

551 

0.028 

21.0 

64 

528 

750 

13 

667 

0.0104 

9.5 

32 

471 

910 

14 

678 

0.008 

8.7 

31 

440 

1087 

15 

748 

0.017 

10.2 

26 

373 

586 

16 

869 

0.012 

6.2 

16 

286 

516 

17 

905 

0.060 

10.0 

185 

252 

167 

18 

936 

0.063 

3.6 

256 

267 

57 

19 

940 

0.060 

15.0 

189 

244 

250 

26 

1375 

0.04 

6.0 

89.9 

113 

150 
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Table B-2b 

Radiometric Requirements for MODIS Emissive Bands 



Noise 

Equivalent 

Spectral 

Radiance 

Spectral 

Radiance 

Max. 

Spectral 

Radiance 

NEdL 


^Max 

(*) 

o 

<*) 


Ldoud Required 
NEdT 


Max 

Temp 



20 

3750 

0.000957 

0.45 

1.71 

0.45 

0.05 

300 

335 

21 

3959 

0.150 

2.38 

86.00 

0.67 

2.00 

335 

500 

22 

3959 

0.00190 

0.67 

1.89 

0.67 

0.07 

300 

328 

23 

4050 

0.00217 

0.79 

2.16 

0.79 

0.07 

300 

328 

24 

4465 

0.00218 

0.17 

0.34 

1.44 

0.25 

250 

264 

25 

4515 

0.00620 

0.59 

0.88 

1.53 

0.25 

275 

285 

27 

6715 

0.0108 

1.16 

3.21 

6.87 

0.25 

240 

271 

28 

7325 

0.0172 

2.18 

4.46 

8.10 

0.25 

250 

275 

29 

8550 

0.00899 

9.58 

14.54 

9.58 

0.05 

300 

324 

30 

9730 

0.0219 

3.69 

6.34 

9.92 

0.25 

250 

275 

31 

11030 

0.00701 

9.55 

13.25 

9.55 

0.05 

300 

324 

31-hi 11030 

0.247 

29.1 

29.08 

9.55 

1.00 

400 

400 

32 

12020 

0.00606 

8.94 

12.10 

8.94 

0.05 

300 

324 

32-hi 12020 

0.198 

25.1 

25.07 

8.94 

1.00 

400 

400 

33 

13335 

0.0183 

4.52 

6.56 

7.94 

0.25 

260 

285 

34 

13635 

0.0161 

3.76 

5.02 

7.71 

0.25 

250 

268 

35 

13935 

0.0141 

3.11 

4.42 

7.48 

0.25 

240 

261 

36 

14235 

0.0154 

2.08 

2.96 

7.25 

0.35 

220 

238 


<*> — J 

m -sr-jim 
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For the thermal bands, the primary concern is temperature. The corresponding noise 
equivalent temperatures (NEdT), typical scene temperature (Ttyp), and maximum scene 
temperatures (T max ) are accordingly included in Table B-2b (13.3.4.2). Bands 31 and 32 are 
non-linear and the "high" segments (from 324 K to 400 K) do not carry the same calibration 
requirements as the lower segments. 

The Specification requires that the MODIS band output be quantized (13.4.3). The 
quantization steps must be chosen both to preserve the required signal to noise 
requirements and so that the quantization is linear to better than 0.5 of the least significant 
bit. 

Given these radiometric performance requirements, the next major specification concern 
is the radiometric accuracy. Table B-3 presents the absolute radiometric accuracy 
requirements (13.4.5.2). 


Table B-3 

Radiometric Accuracy Required in the MODIS Specification 


Wavelength 

Required Accuracy at 

r a 

Ltyp 

(±lo, %) 

Minimum Required 
Accuracy from 

0.3*L typ to 

0.9*L ma x a (±lo,%) 

<3fim 

5 

6 

> 3 |im 

lb 

2 

Reflectance 

Calibration 0 

2 

3 


a. Based on use of multiple samples of a uniform, extended, non-polarized source. 

b. At Lfyp Band 20 shall have minimum required radiometric accuracy of 0.75% with a goal of 
0.50% and Bands 32 and 32 shall have an accuracy of 0.50% with a goal of 0.25%. The "high" 
ranges of bands 31 and 32 shall have an accuracy of 10%. 

c. Calibration relative to the Sun using the solar diffuser plate and solar diffuser stability 
monitor. 


These requirements are based on the use of multiple samples of a uniform, extended, non- 
polarized source. Spectrally, for bands below 3000 run, a tungsten lamp-based source may 
be used for ground tests. For bands above 3000 nm, the source shall have a black-body 
profile. The Specification mandates measurements at scan angles of 0, +45, and -45 
degrees. However, the requirements must be met for all cross-track angles. 

The Specification also cites relative radiometric accuracy requirements. When viewing a 
uniform calibration target, the RMS deviation from the mean of the radiance 
measurements shall not be greater than the NEdL values in Tables B-2a and B-2b 
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(13.4.5.3.1) . For all live channels, the calibrated mean output of each channel shall match 
every other channel to within the NEdL (13.4.5.3.2). This matching requirement does not 
apply to the "high" segments of the nonlinear bands. For measurement purposes, this 
matching condition must be met when the instrument views a uniform radiance field at 
levels of 0.5Lty P , Ltyp, and 2Ltyp (or Lmax if Lmax ^ 2Ltyp). 

Additionally, the Specification requires more than one approach be used to verify 
calibration accuracy (13.4.5.1). All accuracies must be established relative to NIST 
standards (13.4.5.2). Pre-launch, the contractor will conduct an end-to end analysis 

(13.4.5.1) and measure the SNR at a minimum of three equally spaced spectral radiance 
levels between 0.3 Ltyp and 0.9 L m ax/ in order to characterize the signal dependence of the 
system noise (13.4.5.5). 

B.4 Spectral Band Requirements 

The MODIS instrument contains 36 spectral bands spanning regions from 0.4 pm to 14.4 
pm. Table B-4 presents a summary of their requirements (13.3.3). The Center Wavelength 
(CW) is defined as the wavelength midway between the 50% response points (50% of the 
peak spectral response, also called the band edge). Since interference filters are difficult to 
construct precisely, the Specification allows some tolerance in the actual location of the 
center wavelength, which is expressed as Center Wavelength Tolerance (CWT) in Table B- 
4a/b. 

The Specification defines the bandwidth (BW), or passband, as the wavelength interval 
between the 50% response points. It too has an allowed tolerance (BWT) for construction 
purposes. 

Besides the CW and BW, the Specification requires the shape of the spectral bands to 
conform to certain requirements. The edge range, defined as the wavelength interval 
between the 5% and 80% response points on a given side, shall not exceed 50% of the 
bandwidth (13.3.3.2). The response between the 80% points shall always exceed 80% of the 
peak response (13.3.3.4). The 1% response points shall be within 1.5 times the bandwidth 
from the corresponding band edge (13.3.3.3). These 1% response points also define the 
extended bandpass, which is the wavelength interval between them. The out-of-band 
response is the ratio of the integrated spectral response beyond the extended bandpass to 
that within the extended bandpass. This ratio includes both the upper and lower response 
wings and cannot be greater than 0.05 (13.3.3.3). Compliance with this out-of-band 
response requirement shall be determined for a source spectrum equivalent to the sum of 
Lcloud (see B.3) and an extended 300 K blackbody. 

Once constructed, the instrument is expected to meet additional characterization and 
spectral stability requirements. On the ground, all wavelength measurements shall be 
made with an absolute accuracy of 0.5 nm and a precision of 0.25 nm for wavelengths up to 
1 pm, and shall scale linearly with wavelength above 1 pm (13.4.7.5). After launch, the 
center wavelength and bandwidth must be stable to better than 2 nm for the visible bands 
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Table B-4a 

Spectral Requirements for the MODIS Reflective Bands 


Band 

Center 

Wavelength 

Center 

Wavelength 

Tolerance 

Bandwidth 

Bandwidth 

Tolerance 

N 

X 

CWT 

BW 

BWT 

IM 

[ran] 

[ran] 

[nm] 

[nm] 

111PII 





m 

645 

4 

50 

4.0 

2 

858 

2.2 

35 

4.3 

3 

469 

4 

20 

2.8 

■ 

555 

4 

20 

3.3 

5 

1240 

5 

20 

7.4 

6 

1640 

7 

24.6 

9.8 

■ 

2130 

8 

50 

12.8 

8 

412 

2 

15 

1.5 

9 


1.1 

10 

1.6 

10 

488 


10 

1.7 

11 

531 

2 

10 

1.9 

12 

551 

5 

10 

1.4 

13 

667 

[+1,-2] 

10 

1.7 

14 

678 

1 

10 

1.7 

15 

748 

2 

10 

1.9 

16 

869 

5 

15 

4.3 

17 

905 

2.3 

30 

5.4 

18 

936 

2.3 

10 

5.6 

19 

940 

2.4 

50 

5.6 

26 

1375 

6 

30 

8.0 
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Table B-4b 

Spectral Requirements for the MODIS Emissive Bands 
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and better than 1% of the CW for the other bands (13.4.7.4). This includes shifts caused by 
changes of humidity, temperature, pressure, vibrations, and time. 

B.5 Geometric Requirements 

In addition to radiometric and spectral requirements, the MODIS Specification mandates 
specific requirements on the geometry of the earth view. These are primarily IFOV size 
requirements, coregistration requirements, and pointing knowledge requirements. 

The primary geometric requirement is the instantaneous field of view (IFOV). IFOV is the 
combination of focal length and detector size which results in measuring a predetermined 
area on the Earth's surface at nadir from the nominal 705 km altitude. This area is 
measured at the 50% system response points and where the signal is sufficient to meet the 
SNR requirement (13.3.1). Table B-5 gives the along-track IFOV at nadir. 


Table B-5 

Geometric Requirements 


Spectral Band 

IFOV 

1-2 

250 m 

3-7 

500 m 

8-36 

1000 m 


These are also the Ground Sample Distance (GSD) values, defined as the distance as 
measured on the ground between adjacent samples. The tolerance is +0/-6% in the along- 
track direction. In the cross-track direction, the distance traversed by the IFOV during 
sample integration must equal the GSD. Within a band, each detector must have an IFOV 
that does not differ from the mean by more than 

+/- 5% in either dimension (13.3.1). Within an , the response in the central 80% of each 
channel shall not vary by more than +/- 20% of the mean. The contractor is required to 
measure the system response in the along-track direction to a resolution of at least 10% of 
its width (13.4.5.4). 

The Specification mandates close coregistration for corresponding detector elements from 
different spectral bands. For two elements with the same IFOV, the coregistration shall be 
within +/- 20% of an IFOV, with +/- 10% of an IFOV as a goal, in both the cross-track and 
along-track directions (13.4.6.3). For spectral bands having different IFOV's, four 500 m 
pixels and sixteen 250 m pixels shall overlay the corresponding 1000 m pixel at nadir to 
within 200 m (+/-20% of the 1000 m pixel), with 100 m as a goal. The contractor shall build 
in a commandable adjustment of the cross-track registration between focal planes, for both 
ground based and in-orbit registration corrections. The resolution of this adjustment shall 
be better than 25 meters (13.4.6.3). The relative alignment of all spectral bands shall 
remain within specification following any qualification level testing, launch, and in-orbit 
operation (13.4.6.2). 
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The instrument shall scan the IFOV +/- 55 degrees cross-track about nadir, using a method 
which does not introduce any image rotation (*13.3.2). 

To ensure geolocation accuracy (Appendix E), the Specification requires that an alignment 
reference cube be mounted on the MODIS instrument (*13.4.6). The alignment of the 
instrument optical axis with respect to the instrument references and instrument 
mounting surfaces shall not change by more than 60 arc seconds (13.4.6.2). The knowledge 
of the angular location of each with respect to the reference cube shall be 30 arc seconds 
(each axis, ±l-sigma) at all scan angles. The contractor will supply an algorithm to relate 
this knowledge to a cube on the spacecraft mounting structure (13.4.6.1). Appendix E 
discusses pointing requirements and geolocation in greater depth. 

B.6 Other Performance Requirements 

While the radiometric, spectral, and geometric requirements are the primary concerns for 
MCST's characterization and calibration activities, several other performance 
requirements are also significant. Polarization and Modulation Transfer Function (MTF) 
spreading will both affect the radiometric accuracy. Crosstalk, Stray Light, and the 
Transient Response not only affect the radiometry, but degrade the imaging ability. This 
section addresses all five of these performance requirements. 

If the instrument polarizes the light before it hits the detectors, interference fringes can 
result which will introduce noise. The Specification requires MODIS spectral bands 1 to 19 
to be insensitive to linear polarization (13.3.5). The polarization factor, defined as 

PF=(Imax - Imin) / (Imax + Imin) 

shall be less than 0.02 for wavelengths from 0.43 pm to 2.2 pm and over scan angles of +/- 
45 degrees. The contractor is required to provide an analytical end-to-end polarization 
model as part of the radiometric math model (see B-7). The contractor must map the 
magnitude and direction of the polarization sensitivity for bands 1 to 19 over the full range 
of angles. This mapping may combine measurements for at least 16 representative bands, 
including bands 9 through 17, with interpolation for the other bands. The polarization 
model must account for these measurements. 

The Modulation Transfer Function (MTF) characterizes how the instrument resolves 
structured scenes. High spatial frequencies are attenuated or cut out, resulting in a 
blurring of the image. This blurring, or spreading, can have strong radiometric 
implications (light on one side of a bright edge bleeds into the other). 

Therefore, the Specification requires the instrument system to satisfy or exceed the MTF 
requirements (*J3.4.2) presented in Table B-6. 
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Table B-6 

Modulation Transfer Function (MTF) Requirements. 


Frequency/Nyquist 

Frequency 

MTF 

o.oo 

1.0 

0.25 

0.9 

0.50 

0.7 

0.75 

0.5 

1.00 

0.3 


The Nyquist frequency has a spatial period equal to two IFOV's on the ground. This MTF 
shall be met for both the along-track and cross-track directions for a sine wave input. It 
shall be met for modulations from dark to Ltyp and dark to L max , and shall be achieved for 
every channel of every band. The contractor is required to measure the MTF at 
representative points in the VIS, NIR, SWIR, MWIR, and LWIR regions. 

Electronic crosstalk occurs when portions of the signal on one detector show up in the 
output of others. The Specification (13.4.5.3.3) requires that the response of a given 
detector element (the sender) shall not cause an apparent change in the response of any 
other detector element (the receiver) that is greater than one least significant bit (1-sigma), 
when the signal on the sender is equivalent to Ltyp and the signal on the receiver is zero. 
This is based upon 12 bits for bands 1 to 32 and 10 oits for bands 33 to 36 (even though 
current design is 12 bits for all bands). This effect is measured as an increase above the 
crosstalk associated with photogenerated charge diffusing through the bulk of the detector 
material. Crosstalk requirements do not apply during transient radiation events. 
Additionally, other coherent noise mechanisms that lead to structured patterns in the 
output data (e.g., herringbone or diagonal bars) shall be imperceptible in data taken at the 
Ltyp radiance levels for each spectral band. This will be verified by two-dimensional 
pictorial display tests used on representative bands. 

The Specification requires MODIS to reject unwanted scattered and diffracted radiation 
which affects the radiometric accuracy (13.4.8.1). Stray light shall be restricted from 
entering any of the ports and from causing any degradation in the performance of a 
radiative cooler. In an operational, nadir-facing attitude, the instrument response to any 
stray light striking the instrument on any surface outside the FOV, from any angle, shall be 
less than O.OlLtyp, when the incident radiance is Ltyp. For compliance testing, the test 
sources shall have an intensity and view-factor sufficient to yield irradiance levels at any 
surface equal to the maximum solar irradiance for any spectral interval within the entire 
MODIS spectral range. 

Additionally, the Specification mandates three specific stray light tests for cases within the 
instrument FOV. The first two, Bright Target (13.4.8.2) and Dark Target (13.4.8.3), apply to 
the VIS and NIR bands. The Bright Target test has MODIS viewing a 21 x 21 bright target, 
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which is surrounded by a dark background. The target is at L max and the background is at 
Ltyp. The background is then changed while the center pixel in the target is monitored. 
When the background is raised to Lcioud/ the center pixel's radiance shall change by no 
more than 0.004L c ] ouc j. Figure B-l demonstrates the geometry of this test. 



Figure B-l Stray Light Tests 

The target (region 1) is 21 x 21 IFOV for VIS/NIR and 5 x 5 for the Thermal regions. The background (region 2) is 
changed as the center pixel (the x) is monitored. 


The Dark Target test uses the same geometry, with MODIS viewing a 21 x 21 IFOV dark 
target surrounded by a bright background. This time the target is at L typ and the 
background is at L c i ou d- Again, the background is then changed while the center pixel in 
the target is monitored. When the background is lowered to 0.2L max , the center pixel's 
radiance shall change by no more than 0.004L c i ou d- 

For the thermal bands, the stray light test. Warm Target (*13.4.8.4), is very similar to the 
Bright Target test. The test has MODIS view a 5 x 5 IFOV target at Ltyp, which is 
surrounded by a background at O.lLtyp. The center pixel shall change by no more than 1% 
when the background radiance is increased to Ltyp. 

Finally, the transient response specification (13.4.4) sets the requirement for recovery after 
scanning across a bright target. When the instrument scans across a steep gradient from a 
maximum radiance of L c i ou d (Lmax for the thermal bands), to a minimum of Ltypical/ the 
output signal shall have less than a 1% overshoot and shall settle to within 0.5% of its 
final value within 2 km. Figure B-2 illustrates the allowed response envelope. 
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Figure B-2 Transient Response Requirement 

The Transient Response Specification requires the instrument to be within +/- 0.005Ltyp of its final value after 
2 km. The response envelope shows the allowed radiance values. 


B.7 Remaining Specification Requirements 

In the interests of completeness, this section presents a summary of the remaining 
specification requirements. Of relevance to MCST's activities are the In-Flight Calibration 
requirements. Model requirements, and Pre-Launch Verification and Calibration 
Requirements. Additionally, the Specification discusses operational modes, 
communication requirements, software requirements. Ground Support Equipment 
requirements, and several miscellaneous requirements. These are briefly summarized 
below~the reader is referred to the Specification if more detail is desired about these items. 

The Specification (13.4.9) requires an in-flight calibration system, including necessary 
algorithms. This section therefore drives the design of the On-Board Calibrators. 
Specifically, the Specification mandates end-to-end calibration, with all absolute 
radiometric calibration sources filling the aperture. The instrument will provide in-flight 
radiometric calibration from 0.3Ltyp to 0.9L max for all bands (13.4.9.1). It shall include a 
solar diffuser and a solar diffuser monitor for reflectance calibration (13.4.9.3). MODIS will 
carry an in-flight wavelength calibration capability that shall be able to detect a 1 nm shift 
with a precision of 0.5 nm in its shortest wavelength band. For all wavelengths up to 1 
pm, the detectable shifts and measurement precision shall scale with wavelength 
(13.4.9.2). Additionally, provisions shall be made for using the moon for a calibration 
source (13.4.9.4) and for calibrating the electronic response at appropriate points (13.4.9.5). 

The contractor must deliver several instrument models to NASA (13.1.4). Three math 
models (radiometric, thermal, and structural), must all be maintained and updated 
(including experimental data when available) throughout the life of the contract. The 
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radiometric math model (RMM) (13.1.4.1) covers the end-to-end radiometric performance 
of the instrument including sensitivity analyses and error source identification. It will 
include all on-board and preflight ground laboratory calibration algorithms and data, 
which are deliverables to GSFC (13.1.4.1). The Thermal (13.1.4.2) and Structural Math 
Models (13.1.4.3) must similarly be verified before delivery to GSFC. The contractor is also 
required to build a Structural Model (13.1.4.4) and Engineering Model (13.1.4.5) for testing 
purposes. The Protoflight Model (13.1.4.6) and two Flight Models (13.1.4.7) shall be 
launched. 

The Specification also contains several verification and calibration requirements to be 
fulfilled before the instrument is accepted (15.0). The contractor shall prepare and 
maintain a Verification Plan (15.1.1), Verification Specifications (15.1.2) and Verification 
Procedures (15.1.3). These are designed to demonstrate that the Specification requirements 
and all calibration accuracy requirements are being met (15.1). For calibration, a 
Calibration Management Plan (15.1.4) and Calibration Procedures (15.1.5) must be 
submitted for NASA review and approval. All Test and Calibration data (15.1.6) will be 
provided, and the Verification and Calibration Management Plans shall be controlled 
documents after acceptance (15.1.8). Finally, the contractor shall provide and maintain 
software to monitor critical functions, provide alarms as necessary, and shut down the 
instrument if the operator does not take corrective action (15.1.7). 

The Specification provides more detail on specific environmental and calibration test 
requirements. Testing environments shall include both ambient and vacuum conditions 
(15.2) and shall be performed in accordance with all relevant NASA documents (15.3). 

The MODIS Technical Officer will appoint representatives to oversee all calibration 
procedures performed by the contractor (15.4.1). These calibration tests will include 
specified sources (15.4.2.1), temperature plateaus (15.4.2.2), linearity tests (15.4.2.3), diffuser 
spectral calibration (15.4.2.4), software (15.4.2.5), calibration fixtures (15.4.3), and 
temperature and voltage monitors (15.4.4). A history of all test data shall also be supplied 
(15.5). 

Several operational modes are defined by the Specification (13.2.2). These are listed in 
Table B-7. The contractor shall recommend the instrument configuration for each of these 
modes. 

The Specification also addresses several communication requirements. The instrument 
shall accept ground commands via the platform (13.5.1) and transmit data back in an 
appropriately formatted data stream (13.5.2). The data rate shall not exceed 10.8 Mbps 
(13.5.2.1). Telemetry data to monitor the instrument health and status will be included in 
the data stream (13.5.3). 

The contractor shall provide all software necessary to operate, test, calibrate, design, and 
analyze the instrument (14.1). This includes data processing software (14.1.1), instrument- 
based software/firmware (14.1.2), software for operations analysis (14.1.3), a command list 
(14.1.4), and instrument ground software (14.2). 
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The Specification requires the contractor to provide and maintain all Ground Support 
Equipment (GSE) throughout the duration of the contract (16.1). This includes the System 
Test Equipment (STE), which shall be able to operate the instrument during all testing at 
the contractor's facility and record all received data (16.3), equipment for ambient 
operation (16.4) and ancillary equipment (drill template and handling fixtures) (16.5). 

Finally, the Specification covers several miscellaneous instrument requirements. The 
contractor must include provisions to decontaminate the radiant cooler (13.4.10.1), identify 
and document sensitive parts and instrument limitations (13.4.10.2), and provide witness 
mirrors to check contamination (13.4.10.3). All desired details on these other specification 
requirements can be found in the Specification itself. 


Table B-7 

Operational Modes 

Operational Mode Instrument Status 


Launch and Orbit Acquisition 

Outgassing 

Activation 

Mission 

Day Mode 

Night Mode 

Solar Calibration 

Lunar Calibration 

Spectral Calibration 

Survival (Emergency Off) 


monitor health and safety 
protect vs. contamination 
turn-on and warm-up 
normal operation 
full operating mode 
thermal bands only 
solar diffuser deployed 
view moon 
SRCA operates 
minimum power 


B.8 Summary 

This Appendix discussed the Specification requirements in detail as they relate to 
characterization and calibration. Beyond the basic instrument requirements, the primary 
calibration concerns are radiometric, spectral, and geometric performance and accuracies. 
Additional performance requirements, such as MTF and stray light, will affect the 
calibration and so must be met as well. For completeness, this appendix also summarized 
the remaining specification requirements. These requirements serve as the starting point 
for MCST's calibration activities. 
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Instrument Design 


The Moderate Resolution Imaging Spectroradiometer (MODIS) is an Earth 
observation instrument that will be carried on six of the Earth Observing System 
(EOS) satellite platforms to provide atmospheric, terrestrial, and oceanic 
observations of the complete Earth during the 15 year lifetime of the EOS program. 
The spatial resolution of the instrument and the specific spectral bands that the 
instrument uses for observations were chosen to optimize the scientific returns of 


Table C-l 

MODIS VIS/NIR/SWIR Spectral Bands 


Band : 

m-Mi 

TOiMI 

AX 

Purpose (Examples) 

. 

(nm) 

(m) 

(nm) 


Land and Cloud Boundaries Bands j 

i 

648 

250 

50 

Veg Chlorophyll Abs Land Cover Trans. 

2 

858 

250 

35 

Cloud and Vegetation Land Cover Trans. 

Land and Cloud Properties Bands 

3 

469 

500 

20 

Soil, Vegetation Differences 

4 

555 

500 

20 

Green Vegetation 

5 

1240 

500 

20 

Leaf /Canopy Differences 

6 

1640 

500 

24.6 

Snow /Cloud Differences 

7 

2130 

500 

50 

Land and Cloud Properties 

Ocean Color Bands 

8 

412 

1000 

15 

Chlorophyll 

9 

443 

1000 

10 

Chlorophyll 

10 

488 

1000 

10 

Chlorophyll 

11 

531 

1000 

10 

Chlorophyll 

12 

551 

1000 

10 

Sediments 

13 

667 

1000 

10 

Sediments, Atmosphere 

14 

678 

1000 

10 

Chlorophyll Fluorescence 

15 

748 

1000 

10 

Aerosol Properties 

16 

869 

1000 

15 

Aerosol /Atmospheric Properties 

Atmosphere/Cl 

oud Bands 

17 

905 

1000 

30 

Cloud /Atmospheric Properties 

18 

936 

1000 

10 

Cloud /Atmospheric Properties 

19 

940 

1000 

50 

Cloud /Atmospheric Properties 
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Table C-2 

MODIS MWIR/LWIR Spectral Bands 



H;; 

IFOV 


Purpose (Examples) ■ ; : : • :H : 



(m) 


■ ' mm§ 

Thermal Bands | 

20 

3.75 

1000 

180 

Sea Surface Temperature ^ 

21 

3,959 

1000 

59.4 

Forest Fires/Volcanoes 

22 

3,959 

1000 

59.4 

Cloud/Surface Temperature 

23 

4.05 

1000 

60.8 

Cloud/Surface Temperature 

24 

4,465 

1000 

65 

Tropospheric Temperature/Cloud Fraction 

25 

4,515 

1000 

67 

Tropospheric Temperature/Cloud Fraction 

26 

1,375 

1000 

30 

Tropospheric Temperature/Cloud Fraction 

27 

6,715 

1000 

360 

Mid-Tropospheric Humidity 

28 

7,325 

1000 

300 

Upper-Tropospheric Humidity 

29 

8.55 

1000 

300 

Surface Temperature 

30 

9.73 

1000 

300 

Total Ozone 

31 

11.03 

1000 

500 

Cloud/Surface Temperature 

32 

12.02 

1000 

500 

Cloud Height & Surface Temperature 

33 

13,335 

1000 

300 

Cloud Height & Fraction 

34 

13,635 

1000 

300 

Cloud Height & Fraction 

35 

13,935 

1000 

300 

Cloud Height & Fraction 

36 

14,235 

1000 

300 

Cloud Height & Fraction 


the instrument data. Atmospheric and oceanic phenomena are often not sharply 
localized in space and an instrument spatial resolution of 1 km was chosen to meet 
the general needs of atmospheric and oceanic scientists. Certain terrestrial 
phenomena may be more sharply localized, and instrument resolutions of 500 and 
250 m were provided in a few spectral bands to meet the particular needs of 
terrestrial scientists. Each of the spectral bands used for instrument observations was 
chosen to meet at least one or more specific scientific measurement objectives. 
Wavelengths ranging from the middle visible (415 nm) to the longwave infrared 
(14.24 microns) were chosen; in all, 36 spectral bands were selected. Tables C-l and C- 
2 show the spectral band designations, wavelengths. Instantaneous Field of View (- 
resolution), spectral passband width, and representative scientific applications for 
the MODIS spectral bands. 

The MODIS instrument scans in a cross-track direction (perpendicular to the 
platform velocity vector) using a rotating, double-sided scanning mirror with 
constant angular velocity, as depicted schematically in Figure C-l. The afocal 
telescope assembly and other instrument components at the right of the figure 
receive and process the image reflected from the scanning mirror. Earth 
observation data is collected only when the scan is within +/- 55 degrees of nadir. 
The other components in the mirror scan arc are on-board calibration sources that 
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are outside the Earth scan limits. On-board calibration sources include a solar 
diffuser plate illuminated by the sun; a solar diffuser stability monitor (SDSM) that 
compares reflections from the solar diffuser with attenuated direct solar input in 
order to monitor potential changes in solar diffuser reflectivity; a spectroradiometric 
calibration assembly (SRCA) that provides radiometric, spectral, and spatial 
instrument calibration using internal calibration lamps and an internal infrared 
source; a calibrated blackbody source of infrared radiation; a direct view of cold space 
through a Space Viewport; and an occasional view of the Moon when it happens to 
be visible in the Space Viewport. An external view of the instrument is given in 
Figure C-2. The physical arrangement of the scanning mirror, the afocal telescope 
assembly (includes 

the fold mirror, the primary mirror, and other components not visible behind the 
back panel in the figure) and on-board calibration sources in the instrument scan 
cavity is shown in Figure C-3. The data collection and processing sequence for a 
half-rotation of the scan mirror is represented schematically in Figure C-4. The 
number of data frames collected during each portion of the scan is listed in Table 
C-3. 
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Figure C-2. Conceptual Representation of the MODIS Instrument 
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MODIS Specifications 


Mass 

<250 kg 

Volume 

1 x 1 x 1.6 m 

Average Power 

<225 W 

Peak Power 

<275 W 

Peak Data Rate 

<11 Mbps 


Radiative 

Cooler 


Figure C-2. External View of the MODIS Instrument 


Mainframe 



Figure C-3 Physical Arrangement of MODIS Components in the Scan Cavity 
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Figure C-4. Data Collection and Processing Sequence for One Scan 


Table C-3 

Frames of Transmitted MODIS Data Per Scan (as of August, 1993) 




ToW 


SD 

30/50 

50 

30 when SD open, 
50 for electronic 
cal. 

SRCA 

6 

10 

4 for tolerance 

BB 

30 

50 

20 for ghosting 
analysis 

SV 

16 

50 

30 for ghosting, 
4 tolerance 

Earth 

1354 



Engineering 

1 

1 



1 

1 
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As depicted in Figure C-l, the afocal telescope assembly transmits a beam to a series 
of dichroic beam splitters that split the beam into four separate beams, each in a 
distinct wavelength domain: visible (VIS), near infrared (NIR), short wave 
infrared/middle wave infrared (SWIR/MWIR), and long wave infrared (LWIR). 

The afocal telescope assembly uses only reflective components with optical 
properties that do not strongly depend on wavelength. The imaging process is 
completed using four separate refractive objectives with optical properties tailored 
to the individual wavelength domain. The images are focused onto four distinct 
focal plane assemblies (FPAs), each with detective elements tailored to the needed 
observations in the designated wavelength domain. The interference filters that 
provide the spectral bandpass characteristics for the observations are located just 
above the detector elements on the focal plane assemblies. The physical layout of the 
filters and the detector elements is shown in Figure C-5. To simplify the timing of 
detector readouts, detector elements are separated by a whole number of 1-km 
element spaces. A total of 490 detector elements is available; two sets of detectors are 
provided for bands 13 and 14. These dual detector elements are operated in time 
delay and integration (TDI) mode to enhance radiometric performance. Only 470 
detector readout data elements are transmitted to the ground. As shown in Figure C- 
1, the SWIR/MWIR and LWIR focal plane assemblies are cooled to at least 85 
degrees Kelvin using the radiative cooler assembly. 
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Figure C-5. MODIS Focal Plane Assemblies 
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To minimize detector lead lengths and maintain signal-to-noise ratio, detector 
outputs are amplified very close to the detector sites (long detector leads could pick 
up cross-talk or electromagnetic interference). Outputs from all the detectors are 
then multiplexed through a programmable analog amplifier that applies an 
adjustable gain and offset to each sample (operates at better than 12-bit accuracy). 
Detector output signals are then ready for analog-to-digital (A/D) conversion. 

Since 1/f noise in the photoconductive (PC) detectors can cause detector output to 
drift beyond the dynamic range of the preamplifiers, the dynamic range of the 
detectors is maintained using a DC -restore process that applies a voltage offset based 
on detector output while viewing the blackbody. DC-restore voltages are applied to 
all detectors in all bands and force the detector output to a specified or proper level 
while viewing the blackbody. As a consequence, all visible bands will give the same 
relatively low output while viewing the blackbody, and all thermal bands will give 
the same (or nearly the same) constant output level corresponding to the blackbody 
temperature (approximately 293 degrees Kelvin). Figure C-6(a) shows the apparent 
or corrected detector output for two different amplifier gains in the visible bands; 
note that these two curves intersect on the left at a value corresponding to the slight 
radiance of the blackbody in the visible region. Corresponding curves for thermal 
detectors are shown in Figure C-6(b). In this case, the curves are forced to agree at the 
nominal temperature of the blackbody and the curves for different amplifier gains 
intersect at the output corresponding to that nominal temperature. 




Figure C-6. System Response to Alternative Gains gl and g2 
in the Visible Bands (a) and in the Thermal Bands (b) 


Digital output from the A/D converters is buffered and prepared for transmission to 
Earth in CCSDS-formatted data packets. Because of the spatial offsets between the 
detectors for the various spectral bands on the focal plane assemblies, data for all the 
spectral bands corresponding to a given physical pixel on the Earth are not acquired 
sequentially. To facilitate ground-based processing and minimize the potential 
effects of lost data packets, data in a CCSDS packet will be arranged in band 
sequential order, and thus data rearrangement is required from the on-board data 
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system. The MODIS instrument is equipped with a small computer that performs 
this function. 

The on-board calibration sources shown on the left side of Figure C-l provide a set 
of known or calculable radiance sources that can be used to determine instrument 
responsivity. We shall discuss each of these on-board calibration sources in turn. 

The solar diffuser is a flat Spectralon plate that can be illuminated by the Sun to 
provide a calculable radiance source in the visible, near infrared, and shortwave 
infrared bands. To eliminate stray radiation from the Earth (Earthshine) on the solar 
diffuser during calibration periods, calibration using the solar diffuser is done only 
when the platform is near the solar terminator and the instrument itself is 
illuminated by the Sun but the Earth below the platform is dark. The solar diffuser 
will provide two calibration levels, a high level obtained using full solar 
illumination on the diffuser, and a low level, obtained using an 8.5 percent solar 
transmission screen over the solar entrance aperture. The solar diffuser entrance 
aperture is also equipped with an opaque door that eliminates all direct solar 
radiation on the diffuser plate during most of the orbit period. This door reduces the 
exposure of the solar diffuser to potentially degrading solar ultraviolet radiation. 

The MODIS instrument will be mounted at the forward edge of the EOS spacecraft to 
provide a good view of the sun during solar terminator crossings. 

The solar diffuser stability monitor (SDSM) provides information on potential 
changes in the solar diffuser reflectance by comparing the apparent radiance of the 
solar diffuser with that of an attenuated solar disk. The SDSM uses a rotatable 
mirror to alternately view the Sun (through a 2 percent transmission filter) or the 
solar diffuser. The beam from the mirror is directed into an integrating sphere that 
contains an array of twelve spectrally filtered detectors. Potential changes in solar 
diffuser reflectivity can be monitored in each of the twelve spectral regions 
corresponding to the twelve detectors. 

The spectroradiometric calibration assembly (SRCA) uses internal incandescent 
lamps and a built-in blackbody as radiation sources. Four operating modes are 
provided: 

(1) a radiometric mode that uses calibration lamps, and infrared source and 
collimating optics to provide a known radiance source in the visible and near 
infrared. 

(2) a spectral calibration mode that uses a grating monochromator (rotating spectral 
gratings and collimating optics) to provide a temporally varying monochromatic 
calibration source in the visible and near infrared. Instrument response to one new 
wavelength can be tested during each rotation of the scan mirror. 

(3) a spatial registration mode in which the combined output of a visible/near 
infrared source lamp and the internal blackbody is transmitted through a reticle 
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pattern positioned at the focus of the collimating optics to produce an image of the 
reticle on the MODIS focal plane assemblies. The reticle image provides a known 
spatial target from which the relative registration of MODIS pixels within a spectral 
band and between different spectral bands can be obtained. The spaded registration 
mode of the SRCA will monitor compliance with the 0.2 IFOV band-to-band 
registration requirement. 

(4) an SRCA self-calibration mode that uses a didymium filter, diffraction gratings, 
and a photodiode to measure the internal stability of the SRCA in the visible and 
near infrared bands. This is the SRCA self-test mode. 

Figure C-7 shows a schematic representation of SRCA calibration functions. The 
actual hardware implementation of these functions is depicted in Figure C-8. The 
SRCA provides only a partial aperture source for the MODIS instrument. 



Figure C-7. Schematic Representation of SRCA Calibration Functions 
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Figure C-8. MODIS Spectral Radiometric Calibration Assembly 


Since the solar diffuser can be used only once per orbit (at the terminator crossing), 
the internal calibration lamps in the SRCA provide an essential measurement of 
diurnal effects on radiometric stability. SRCA calibration functions can be activated 
at any point in the orbit. Also, since the absolute radiation output of the SRCA, 
measured in SI radiometric units, can be established directly in the laboratory before 
the instrument is launched, the SRCA provides an essential link to absolute or SI- 
referenced radiometric units during on-orbit operation. The MODIS instrument 
itself can serve as a transfer radiometer for the transfer of an Si-referenced 
measurement scale from the SRCA to the solar diffuser plate. Without this 
reference, solar diffuser radiance in the space environment would be known only 
relative to solar output. 

Experience with spectral filters developed for the Enhanced Thematic Mapper has 
shown dramatic and largely unexplained shifts in filter transmission when the 
filters are moved from normal ambient test conditions to the thermal vacuum 
environment. The spectral calibration mode of the SRCA will provide a means to 
monitor long-term spectral filter behavior in the space environment. 

The on-board blackbody calibrator provides full-aperture thermal calibration in the 
middle and longwave infrared bands. Two blackbody modes are provided: a normal 
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calibration mode in which the blackbody temperature floats to equilibrium in the 
instrument cavity (280-290K) and an elevated temperature mode (315K) in which 
blackbody temperature is maintained by a Kapton film heater bonded to the 
blackbody back surface. Volume and weight constraints for the instrument preclude 
the use of a traditional cavity-type blackbody. As a result, the calibration blackbody is 
an open, flat plate inscribed with horizontal v-grooves to improve the effective 
emissivity in the look direction of the MODIS scan mirror. The thermal bands 
(wavelength greater than 3 pm) must be calibrated to 1 percent absolute uncertainty 
or better (see Appendix C) and temperature monitoring and control to within 0.1 
degree is required to achieve the required accuracy. Twelve electronic temperature 
sensing devices, each monitoring a "zone" of the blackbody, are embedded beneath 
the blackbody surface. In the elevated temperature mode, an on/ off heater controller 
is used to maintain the desired temperature to within a 0.02 degrees. Blackbody 
calibration of the middle and longwave MODIS bands can be achieved once in each 
instrument scan period. As discussed above, detector output while viewing the 
blackbody source will be used as a DC -restore reference for all MODIS bands, 
including those in the visible region. 

MODIS calibration also includes a Space View through a port on the starboard side 
of the instrument. During most MODIS observation periods, the port will view cold 
space. Detector outputs for these views can be used to establish instrument response 
levels to unavoidable internal stray radiation when no significant external radiation 
is present. A measurement of the instrument response corresponding to no 
external input is essential for determining the slope and intercept of the radiometric 
response curve. Occasionally, the moon will be visible through this port, and 
observations obtained during these periods can be used to obtain a lunar calibration 
of the instrument as well. Space port views are available during each instrument 
scan period. 
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Appendix D 

MODIS Calibration Strategy 


D.l Overview of Calibration Strategy 

The major information sources available for MODIS characterization and 
calibration are shown in Figure D.l-1. All theses sources are ultimately applied to 
developing and implementing a calibration algorithm, which converts digital 
numbers from the instrument into geolocated radiances at the instrument aperture. 
The instrument calibration algorithm will be comprised of a set of mathematical 
equations and a set of parameters to be used in the equations. Changes in the basic 
mathematical structure of the equations will occur infrequently; changes in the 
specific parameter values to be used in the equations may occur with more 
regularity and will be checked for on each orbit. If orbital repetition patterns or 
other repeatable or predictable phenomena become apparent in required parameter 
adjustments, a mathematical extension of the model to include the observed 
phenomena may be possible. Initially, the model will likely include few such 
extensions; the instrument mathematical model may grow in complexity as 
experience with the instrument increases. 



Figure D.l-1. MODIS Characterization and Calibration Data Sources 
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The End-to-End Performance Model referred to in Figure D.l-1 will relate MODIS 
calibration accuracy to MODIS science product accuracy. Such a model will initially 
be helpful in establishing error bar limits for science products. It will also determine 
what products need to be re-processed if the calibration changes in retrospect. Once 
the relationship of science product errors to instrument calibration errors become 
clear, the model may also help to generate potential calibration anomaly alerts based 
on observed science product anomalies. 

The initial calibration baseline will be established using On-Board Calibrator (OBC) 
systems built into the instrument. A schematic diagram showing components of the 
OBC is given in Figure D.l-2. Calibration may be referenced to the Sun, using the 
Solar Diffuser, to the lamps in the Spectroradiometric Calibration Assembly (SRCA) 
that can operate in either a radiometric, spectral, or spatial calibration mode, to an 
on-board thermal blackbody and to a Space View that is normally directed at cold 
space and will occasionally include a view of the Moon. To monitor potential 
changes in Solar Diffuser characteristics, the on-board calibration systems include a 
Solar Diffuser Stability Monitor (SDSM) that is equipped with a rotating mirror and 
can alternately view the Solar Diffuser or the Sun (through an intensity-reducing 
screen). 
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Figure D.l-2 MODIS On-Board Calibration System Components 
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The Integration function shown at the bottom of Figure D.l-1 attempts to interpret 
and reconcile characterization and calibration data from disparate sources and, if 
needed, specify appropriate changes or adjustments in the Calibration Algorithm. 
The initial Calibration Algorithm will be supplied by the instrument manufacturer 
and will be based on mathematical models used to design the instrument and on 
laboratory measurements performed on the instrument during the pre-launch era. 
To serve as an interpretable reference after instrument launch, on-board calibration 
systems must also be carefully studied and characterized in the laboratory during the 
pre-launch era. 

The Calibration Algorithm and Instrument Model will serve as the instrument 
behavior baseline against which all subsequent calibration changes will be 
evaluated. In the initial on-orbit era, it will be assumed that the on-board 
calibration systems behave as characterized by the manufacturer, and any calibration 
adjustments or changes based on observed instrument output from on-board 
calibration systems will be implemented by the MCST. The statistical procedure 
known as the null hypothesis test will serve as the primary indicator that changes 
from the baseline calibration are necessary. During the Activation and Evaluation 
(A&E) period (the first 3-6 months on-orbit), observable instrument characteristics 
will be compared with pre-launch values and instrument stability in the space 
environment will be evaluated. 

During the A&E period the entire suite of calibration information sources shown in 
Figure D.l-1 become available to supplement pre-launch laboratory measurements 
and on-board calibration systems. Image-Derived Characterization and calibration 
methodologies determine instrument characteristics from intrinsic image properties 
and do not require specific Earth or celestial observation targets. Verification of these 
techniques can begin as soon as the instrument begins Earth observations. Image- 
derived techniques will be included in the automated Calibration Algorithm only 
after they have been shown to improve calibration accuracy. Outputs from image- 
derived techniques will include random, systematic, and coherent noise 
characteristics, improved images with predictable noise components removed, 
within-band and cross-band destriping, and simulated dead detector outputs (if any 
detector elements are inoperative). Table D.l-1 lists eight possible noise effects or 
exceptional conditions that can be characterized by image-based methods. Possible 
compensation approaches for these effects are listed. 

External-Target-Based Absolute Calibration does require instrument observations of 
specific targets with known radiances or known locations. Radiance properties of 
specific ocean sites will be known as a result of ocean field campaigns. Similarly, the 
reflectances or radiances of specific land sites will be known from a ground-based 
observation campaign, or radiances will be known from concurrent measurements 
done by aircraft or obtained from other satellite-based instruments. MODIS 
calibration plans also include the use of a large number of unsupervised calibration 
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Table D.l-1 

Potential Instrument-Related Corrections 


Potential 
Rectification Issue 

Problem Heritage 

Mitigation Approaches 

Stray Light 

Light entering sensor cavity from 
outside the scan beam can reflect 
from baffles supports, etc. and 
influence detectors on all focal 
planes. 

Provide pre-launch and on-orbit 
tests to allow potential scene 
dependent de convolution. 

Spectral Striping 
(Shifts in spectral 
sensitivity) 

Undocumented with heritage 
instruments such as MSS, TM, 
AVHRR, etc. because they 
lacked spectral calibrators. 

Provide SRCA on-board 
calibrator to measure spectral 
shifts by channel within a band 
with 1 nm resolution and 05 nm 
precision.. 

Memory Effect 

Observed in Landsat Thematic 
Mapper as scan direction 
dependent "banding" at edge of 
bright objects (clouds) with 
increasing severity for darker 
backgrounds. 

Presumably corrected 

electronically in the MODIS 
design Pre-launch tests will 
permit characterization for 
potential on-orbit reduction. 

Ghost Images 

Observed in SeaWiFS instrument 
due to reflection off focal plane 
at one location (channel) onto 
another channel when bright 
object is in a subset of the 
channels. 

Potentially reducible by design. 
Will require pre-launch 
knowledge of the effect if on- 
orbit processing is required. 

Within-Scan Striping 

Differences in channel response 
within a band cause striping even 
after absolute calibration. Seen 
in Thematic Mapper. 

Histogram equalization methods 
are applied and each detector 
channel is normalized to mean or 
"golden channel." 

Be tween -Sc an 
Striping 

Scan correlated shifts were 
observed in TM. Mean level of 
output different for different 
scans independent of scene. 

Continuously rotating scan 
mirrors in MODIS design 
presumably preclude this 
specific anomaly; however, 
there may be effects from 
differences in the two sides of 
the scan mirror. 

Dark Scene 
Correlation 
(Systematic and 
Coherent Noise) 

Many effects (jitter, power 
supply, thermal snap, scan 
effects) can cause noise patterns 
in imagery. 

Filtering methods (1-D, 2-D, 
linear, non-linear) designed for 
each effect partially remove the 
noise. 

MTF Blur 

(optical, detector and 
electronic 
spread functions) 

System MTF results in blurring of 
image (inherent in imaging 
systems). Radiometric error 
increases with scene spatial 
frequency and contrast. 

Deconvolution algorithms can 
reduce effect of MTF and 
partially restore image 
radiometry lost by the MTF, to 
extent permitted by pre-launch 
characterization of the system 
MTF and system design 
characteristics. 
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sites distributed along the ground track corresponding to the orbit. Radiance 
characteristics of these sites will not be independently determined using ground or 
airborne measurements but will be monitored using the MODIS instrument itself 
(and perhaps other satellite-borne instruments). The goal of this effort is to choose a 
number of sites with slowly varying and predictable radiometric characteristics that 
can be used statistically to determine relative long-term instrument responses and 
provide normalization references for all 6 MODIS instruments plus the other EOS 
instruments requiring cross-calibration. Perhaps 10-100 calibration sites will be 
chosen for each orbit. Potential calibration sites will be monitored and studied for 
several years after launch before such instrument characterization is applied. 

Lunar-based radiometric calibration depends on the successful development of a 
model of lunar reflectance characteristics as a function of lunar phase. Such a model 
is under development by Kieffer at USGS. Lunar radiances are being determined for 
many solar illumination and view geometries in an extensive ground-based 
measurement program and results are being incorporated into a lunar model with 
high resolution (equivalent to 15m MODIS instrument resolution at nadir or 4 arc 
seconds.). 

When this model is available, MODIS lunar calibration can be done in either of two 
modes. A Space View of the Moon can be obtained at those 2-6 times per year when, 
in the normal observation geometry, the Moon will traverse the space-look port. 

The moon will be in its waning gibbous phase when visible in this geometry and 
the statistical base of observations is not sufficiently large to permit direct 
verification of the lunar reflectance model. Periodically, platform attitude 
corrections normally required as the platform advances in its orbit will be 
suppressed to alter the normal observation geometry and provide a direct lunar 
view as shown in Figure D.l-3. This is known as the active Lunar view mode. The 
EOS platform would be placed on inertial hold (all three axes fixed with respect to an 
inertial reference frame) when the nadir view from the platform is toward the 
Moon. Platform attitude would be maintained while the platform advances and 
MODIS and other instruments view the Moon to obtain direct lunar calibration. 


As displayed in Figure D.l-3, when the EOS spacecraft reaches point I in its orbit, it 
will transition from its nominal nadir pointing mode to an inertial pointing one by 
ceasing to correct its pointing to track its rotation around the earth. The EOS 
spacecraft will then be pointing at a place on the celestial sphere which is close to the 
position of the moon. This procedure doesn't require additional fuel resources for 
spacecraft maneuvers. 

For the EOS AM series with a descending orbit, at point E, the moon will rise above 
the Earth's limb, and calibration will commence. It ends at moonset, indicated by 
point B. Additional pitch and yaw maneuvers to position the moon to various 
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[Note: not to scale] 


Figure D.l-3 Potential Direct Lunar View Geometry: 

Out of Nadir Pointing Maneuver for Scan Angle Calibration on the Lunar Disk 


points in the image plane of the MODIS and other EOS instruments may take place 
during this period. Note: Drawing is not to scale. 

Using observations of the moon in both active and passive viewing modes, the 
MODIS detectors can be characterized both radiometrically and spectrally. With 
suitably chosen geometries, information on the stray light and unintended internal 
reflection characteristics of the instrument may also be obtainable using the Earth's 
limb or Moon as the stray radiation source. Stray radiation will be readily observable 
against the dark background of cold space, and if image "ghosting" is a problem, 
information on ghosting effects may be obtainable using this method. Because of the 
starkly defined limb of the lunar disk, space port and direct lunar views of the lunar 
surface will also serve as a good Modulation Transfer Function (MTF) estimation 
source. 

In active mode, the roll angle of the EOS platform can be varied to allow the moon 
to be viewed at all angles of the scan mirror, thereby allowing the mirror to be 
characterized both radiometrically and spectrally as a function of its scan angle. This 
mode also allows other EOS instruments to use the moon for calibration, thereby 
allowing cross-calibration between the MODIS and other EOS AM and PM 
instruments. The benefits of direct lunar viewing are summarized in Table D.l-2 to 
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further emphasize the importance of including this mode in the EOS platform 
operations. 


Table D.l-2 

Benefits of Direct MODIS Lunar and Space View 


■Hi iHHHI 


Full Lunar Observations 

More samples spatially and 
temporally 

Full space look for all 
detectors 

More zero-level samples for 
all detectors at all mirror 
angles 

Full lunar edge viewed 

Good MTF (Modular Transfer 
Function) test source 

Full Lunar illumination of 
part of focal plane 

Ghosting effect data source 


D.2 Phasing of Calibration Scene Utilization 

Instrument characteristics, including characteristics of on-board calibration systems, 
may change significantly at launch when the instrument is introduced into the 
space environment. Vicarious calibration based on external targets may be 
especially valuable since it accounts for instrument changes occurring at launch and 
does not depend on the stability of on-board calibration systems. To quickly 
characterize instrument behavior in the space environment and establish the 
correspondence between pre-launch instrument characterization and vicarious 
characterization, target-based, vicarious calibration should be initiated as soon as 
possible after launch. Vicarious results obtained immediately after launch can serve 
as a baseline for characterization of further changes in instrument behavior that 
may occur as the instrument ages in the space environment. 

A given calibration procedure cannot provide information on instrument response 
variations that occur on a time scale shorter than the application interval for the 
procedure. For example, a calibration procedure that can only be applied once per 
orbit at a fixed location in the orbit cannot be used to determine any within-orbit 
variability in response. The expected approximate time validity domains for MODIS 
on-board and image-derived calibration procedures are shown in Figures D.2-1 and 
D.2-2 respectively. The validity domains of some procedures overlap, and if all 
calibration systems function as expected, some redundancy in calibration procedures 
will exist. Where it exists, such calibration redundancy can be exploited to improve 
calibration accuracy and confidence. Figure D.2-3 shows an example of how such 
redundant calibration checks might operate. In the Visible and NIR bands, the 
SRCA provides primary information on within-orbit instrument response 
variations. (For the MODIS AM series, solar calibration using the solar diffuser plate 
can only be done near the Northern terminator crossing.) However, within-band 
histogram equalization or normalization procedures can also be applied over 
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several segments of the orbit to obtain detector-to-detector response variations 
within the orbit. The detector-to-detector response variations obtained using 
histogram equalization can be compared with those obtained looking directly at the 
SRCA. 

The first step in achieving accurate absolute calibration is the characterization of the 
instability of the instrument being calibrated. With sufficient measurements, the 
stability can be characterized at about the level of the NEdL of the instrument. Such 
a characterization makes use of sources or scenes that have high stability over the 
measurement period but whose radiances may not be known with any absolute 
accuracy. The result then is a precise curve of relative calibration with respect to 
time. A value for the absolute calibration of the instrument at a given time can be 
found by exposing the entrance pupil to a source or scene of known radiance. This 
value can be used to anchor the relative calibration curve, thereby converting it to 
an absolute calibration curve as a function of time. A simple example of the 
procedure is described in section D.4. The remainder of this section discusses the 
need for redundancy in calibration. 

The factors related to the source that limit the accuracy of absolute calibration are: 

1. The accuracy of knowledge of the source's radiance. 

2. The suitability of its spectral distribution. 

3. Its aperture size with respect to the entrance pupil of the instrument. 

4. The radiance uniformity across its aperture. 

5. Polarization of its output radiance. 

Systematic errors are often related to one or more of these source characteristics, 
and/or the geometry of the calibration. Thus, precise (repeatable) and sensitive 
absolute calibration measurements can be made that include an unknown bias. The 
only way to identify, diagnose and then correct for such systematic error(s) is to 
compare the results from several independent calibration methods of high precision 
and apparent absolute accuracy. Only when the results from these calibrations can 
be made to agree to within their estimated uncertainties can the absolute calibration 
and its estimated uncertainty be believed. 

D.3 Calibration Algorithm Data Transformation Strategy 

The final calibrated radiances generated as a result of Level-1 processing are not 
expressed and stored in floating point format. Instead, for storage and processing 
efficiency, radiances are written in a 16-bit integer format that must be transformed 
to the proper physical expression required by the data end user. The 16-bit format 
assigns the integer zero to an Liower value corresponding to the expected minimum 
value of observed radiance in the spectral band in question, and it assigns the 
integer value 2*6 - \ to a maximum expected radiance L U pp e r based on the 
maximum radiance that the detectors for the spectral band in question were 
designed to observe and process. The values of Liower and L U pp e r are fixed for each 
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Figure D.2-1 Approximate validity domains (time) for MODIS On-Board Calibration (OBC) 
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Figure D.2-2 Approximate Validity Domains (time) for MODIS Image-Derived Calibration 
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Figure D.2-3 Example of redundant calibration techniques used to verify within-orbit radiometric 

behavior of instrument as measured by SRCA 


spectral band and do not depend on the characteristics of the individual detector that 
obtained the observation. Details will be provided below; first we shall consider pre- 
launch calibration measurements and the interpretation of calibration results after 
instrument launch. 

During instrument manufacturing and testing, the manufacturer will conduct 
measurements relating quantized digital output values of the detector channels (Q) 
to spectral radiance at the MODIS input aperture (Lx.) as supplied by a reference 
integrating sphere (IS). Although detector materials can exhibit nonlinear behavior 
under certain conditions, the manufacturer seeks to establish detector operating 
conditions that provide linear operation to within a negligible fraction of the 
radiometric specification. Thus, we shall assume a linear relationship between L 
and Q; the underlying algorithm structure will provide for higher order terms and a 
non-linear detector model that can be implemented should the need arise. A 
response curve for the Landsat MSS (Manual of Remote Sensing, 1985) is shown in 
Figure D.3-1. The detector was linear in this case. 

We shall initially assume a linear relationship between radiance input from the 
integrating sphere Lx., is and digital count output Q from the detector channel as 
depicted in Figure D.3-2. 

The offset in Q for zero radiance input is expected due to stray light and noise which 
will produce a finite count out of the channel for an apparent zero input at the 
MODIS aperture. There are 470 detector channels; therefore, there will be at least 
that number of curves defining pre-launch calibration. If there are variations in 
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High Gain 



Figure D.3-1 Example of linear detector response (Landsat MSS) 



Figure D.3-2 Pre-launch Relationship between Spectral Radiance and Count for Channel i of a band. 
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mirror Bidirectional Reflectance Distribution Function with mirror side and angle 
then there could be many more curves per detector channel. 

Pre-launch measurements will also establish the relationship between on-board 
calibration sources and the corresponding instrument digital response. This portion 
of the measurement program uses the instrument response curves obtained using 
the integrating sphere (as described above) along with the MODIS instrument itself 
to obtain effective radiance values for the available on-board calibration sources. In 
this case, the MODIS instrument itself serves as a transfer radiometer to transfer 
calibration information from the integrating sphere to the on-board sources. For the 
SRCA, there are eight possible lamp levels and each is observed through the sensor 
optics to produce a digital output for each channel. Transfer of calibration from the 
integrating sphere to the on-board sources involves the determination of radiances 
from instrument response; this is the inverse of the relationship depicted in Figure 
D.3-2. The inverse relationship is depicted graphically in Figure D.3-3. 



Figjure3. Coin t radiance relationship for an On-Board Calibrator 

Figure D.3-3. Count Radiance relationship for an On-Board Calibrator 


The SRCA serves as the standard for the transfers of calibration from pre-launch 
measurements to on-orbit operation. SRCA lamp radiances are assumed to be 
constant to within the MODIS specification so that if the Q values observed for the 
various lamp illumination states are significantly different after launch, an 
instrument calibration adjustment is made. The counts for the lamp states for the 
310 reflectance band channels are stored as part of the pre-launch dataset. 
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Pre-launch calibration measurements also serve to standardize the dynamic range 
for all detectors in each band. In operation, each of the up to 40 channels in a band 
can have a different calibration function (i.e., different functional form, or different 
parameters) and dynamic range. Although the channel gains and biases will be 
carefully adjusted by the manufacturer, once the instrument is delivered, no further 
changes are made and slight variations begin to occur. The approach that will be 
used is to define the standard digital range as zero to the maximum given by the 
number of bits in the output plus several bits of expansion overhead. For MODIS 
we will use 0 to 216-1. The radiance dynamic count range for each band is defined by 
blower and b U pp e r- blower will generally be negative; this is an artifice to allow 
zero count to be the minimum Q value. The maximum radiance, b U pp er will be 
the highest radiance which will not saturate a band, i.e., at least 1.2* b m ax in the 
MODIS Specification. Thus, the standard dynamic range for each band will be zero 
to 216-1 for count representing a radiance range of Llower to b U pp e r for each band. 
The MODIS A/D converters digitize to 12 bits, thus the data range is expanded from 
0 to 4095 to 0 to 65268. The standard relationship for each band is illustrated in 
Figure D.3-4. 



Figure D.3-4. Standard Relationship Between Spectral Radiance At Band Center and Calibrated 

Digital Values. 

Standardization of the response of each channel to the standard for that channel is 
accomplished by computing a set of Co and Ci coefficients which transform data 
from each channel to the standard case. 

The task for the calibration algorithm is to transform the data from each channel to 
the standard curve for each band. In the pre-launch phase, the calibration 
coefficients are obtained from the pre-launch test data as in Figure D.3-2. For each 
channel, the count is extended for b U pper and blower which in general are all 
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different than the standard for the channel. A linear transformation is computed 
for each channel to bring its range to the standard range of 0 to 216 - 1 . 

The steps for the inflight calibration coefficient calculations are: 

1 . The Qmaxj is computed for each channel: 

Qmaxj = Co, IS/ i + Ci,iS/i L U pper 

where the L u pper is the standard band value. No Lmin is given in the specification 
so the mean of Lmini for the set of channels in a band is used: 

1 ■V’ Co.ZS.i 

Lmu = T7 N=10, 20, or 40 

N >-• Cl.B.i 


2. The Qmini values for the standard minimum radiances are computed: 

Qmini = Co/iS/i + Ci,is,i * Llower/ i 

3. The coefficients from a linear transformation from the original Q range to the 
standard Q range are computed: 

Qcal = Co,CAL,i + Cl,CAL,i*Qi 
for a system of 2 equations in two unknowns: 


QCAL = Co,Cal/i + Ci,Cal,i * Qmini = 0 


QCALjnax — Co,Cal/i + Ci r cal/i * Qmaxj - 65268 


The solution is: 


Cl,Cal,i 


QcalMax QcalMm 

Q Maxi ” Q Mini 


Cl,CaI,i Q-CAIMw Cl.CAL.i * Q.Mini 


or: 


C\,Cal t i 


65268-0 


0-Maxi QMini 
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Co.Coi.i ® Cl,CAL,i * Qftfin, 

These coefficients are computed for each channel in each band and 470(or more) sets 
of curves are generated as illustrated in Figure D.3-5. 

In the post-launch phase, the counts for given radiances are obtained from the on- 
board calibration sources and the QCAL calibration coefficients are adjusted in a 
similar manner to maintain the standard range for each band. In the early on-orbit 
phase, the SRCA will be the primary source of reflective band calibration data. Pre- 
launch data provides the expected count values for the lamp states from the SRCA 
(radiometric mode). These lamp states will be observed by MODIS on-orbit and 
regression will be performed to obtain the calibration coefficients predicted by the 
SRCA. This relationship is represented by the plot in Figure D.3-5. 



OpSRj 


Pre-launch SRCA Counts for lamp states 

Figure D.3-5. Relationships between Pre-launch and Post-launch counts observed by MODIS for lamp 
states for channel i. 

One such regression curve will be obtained for each reflective band channel (total of 
310 for 20 bands) the Co,SR,i will be near zero and the C^sr, i will be nominally 1 
based on the null hypothesis of no change. Significant change in the channel 
characteristics would be indicated by a change in Co and Ci. The same general 
concept is applied to all other calibration sources in the MODIS suite. 

D.4 Integration of Multiple Calibration Source Data 

Including results from pre-launch, on-board and vicarious techniques, there will be 
about ten different calibration data sets available for MODIS. This highly redundant 
information, properly combined and coordinated, will provide a reliable and 
accurate set of calibration coefficients as a function of time. However, the issue of 
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determining the best strategy to combine multiple calibration data sets to achieve 
the most accurate final result must be addressed. The following procedure has been 
used successfully by Gellman, 1993, et al., for on-orbit SPOT calibrations. It is based 
on two considerations. First, that the on-board calibration provides precise relative 
calibration, at about the ±1% level at monthly intervals (However, for SPOT the 
uncertainty in the absolute calibration is unknown but estimated at about +15%). 
Second, that vicarious absolute calibrations with a +5% uncertainty are obtained 
about two or three times a year. By positioning the precise, relative calibration 
curve to best fit the more accurate absolute calibration points, knowledge of the 
absolute calibration at any particular time is improved. This occurs since the best-fit 
relative calibration curve provides a reliable smoothing of the variations in the 
infrequent absolute calibration results. 

The procedure for combining precise relative with less-precise absolute calibration 
data can be accomplished by an additive method, equivalent to an offset change, or 
by multiplicative method, equivalent to a gain change. In the SPOT case, the 
relative calibration data are provided by an on-board lamp and the absolute 
calibration data are provided by vicarious calibrations at White Sands, NM. In the 
additive procedure, the sequence of lamp measurements is normalized to the first 
on-orbit lamp measurement, L a . The curve is then scaled by multiplying by C 0 , the 
first calibration. Then the scaled lamp measurement L(tj)\ at a time tj in days since 
launch is given by 

L ( t i)'=(h L ( t i)’ < 5 ) 

where L(tj) is the unprocessed lamp datum. Next, the relative calibration is fitted to 

the absolute values by the addition of an offset a. Thus the estimated calibration 
coefficient E(tj) is given by 

E(tj) = a + L(tj)' (6) 

In the multiplicative procedure, equation (5) is unnecessary and equation (6) 
becomes: 


E(tj) = P L(tj), 


(7) 


where P is the multiplicative constant. Note that the multiplicative method does 
not involve prescaled lamp data. The error x 2 in E(tj), which is a measure of the 
suitability of the position of the line with respect to the points, is expressed as 



( 8 ) 
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where Vj is the result from the j** 1 of N vicarious calibrations and Oj is the 
uncertainty associated with it. Algorithms published by Press et, al., (Press, 1988) can 
be used to minimize for both weighted and unweighted least-squares fits. The 
latter will be discussed below. 

The results for 6.5 years of SPOT-1 calibrations are shown in Figure D.4-1 . They 
show the lamp curve, which comprises over 300 points with standard deviations of 
about 1%, as the solid line. This line has been positioned using both the additive 
and multiplicative procedures to provide a best fit to the vicarious results. The 
numbers next to the vicarious points represent estimates in the range one to ten of 
the quality of the calibration. Arbitrarily, uncertainties of between 3.5% and 13.5% 
were rated as weightings of between ten and one respectively. 



Figure D.4-1. Results of two methods for SPOT-1 HRV1 XS1. Vicarious calibration points are shown 

with error bars and quality indices. 


Two points are worth noting about these results. First, at the scale used for the 
graph in Figure D.4-1, the lines for the additive and multiplicative methods are 
barely distinguishable from each other. Second, the unweighted fits produced 
absolute calibration curves within 1.5% of the weighted fits. This shows that, in this 
case, the weighting had little influence on the fit. Nevertheless, when dealing with 
vicarious or other variable accuracy calibrations and particularly as they improve in 
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sensitivity and accuracy, it is useful to include weighting coefficients to account for 
variations in calibration conditions, due for example to the presence of clouds. 

Thus the calibration results for a high-visibility cloudless day would rate higher 
weighting than if there were cirrus clouds present. If relative calibrations were 
being fitted to absolute calibrations provided by a more precise procedure, e.g., 
perhaps solar-diffuser measurements, variable weightings would not be needed. 
Preliminary weighting categorizations are listed in Table D.4-1. 


Table D.4-1 

Fixed and Variable Weightings 


Fixed 

Variable 

Preflight (laboratory) 

Reflectance based 

Preflight (cross calibration) 

Radiance based (ER-2) 

SRCA 

Radiance based (Moon) 

SD/SDSM 

Ocean measurements 

Deep space 

Radiometric rectification 


On-orbit cross calibration 


The quantification of weighting factors and the detailed procedures for combining 
the results of the calibration methods listed in Table D.4-1 will depend largely on the 
reliability of the on-board calibration systems. This will be impossible to ascertain 
until on-orbit experience has been developed. Provided one of the fixed weighting 
methods yields a reliable, temporal, relative calibration, then the variable weighting 
methods can be used to determine the absolute calibration in the manner described 
here for SPOT. Of course, the anticipation is that at least one of the fixed weight 
methods will provide a reliable, accurate, temporal, absolute calibration. This will 
improve the confidence in, and probably the accuracy of, the overall calibration. 
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Document for the Vicarious, 
In-flight, Radiometric Calibration of 

MODIS 


Principal Investigator: Philip N. Slater 
Contract Number: NAS5-31717 

Report compiled by Kurtis J. Thome 
Contributions by Stuart F. Biggar 

Remote Sensing Group of the Optical Sciences Center 
University of Arizona 
Tucson, Arizona 85721 
August 2, 1993 

1.0 Introduction 

1.1 Algorithm Identification and Data Product 

The Algorithm Theoretical Basis Document (ATBD) describes the algorithm 
to be used for the in-flight, vicarious, radiometric calibration of the MODerate 
resolution Imaging Spectroradiometer (MODIS) which is part of the National 
Aeronautics and Space Administration's Earth Observing System (EOS). 

There is no standard data product produced by this algorithm. It is used to 
provide calibration coefficients used in converting raw digital number (DN) 
to radiance. These calibration coefficients are to be supplied to the MODIS 
Calibration Science Team (MCST) for use in determining the absolute 
radiometric calibration of MODIS. 

1.2 Algorithm Overview 

The vicarious calibration discussed has separate approaches for the different 
parts of the electromagnetic spectrum. One approach is applied to the solar- 
reflective portion of the spectrum which covers the visible and near infrared 
(VNIR) and the short-wave infrared (SWIR). The second approach is used 
for the thermal infrared (TIR). Both approaches are similar in philosophy but 
different in implementation. 
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The reflectance-based method, developed by the Remote Sensing Group 
(RSG) at the University of Arizona for use in the solar reflective portion of 
the spectrum, relies on ground-based measurements of the surface and 
atmosphere at a selected site to predict top-of-the-atmosphere radiances. 

(Slater et al., 1987). This technique has been modified for large footprint 
sensors for cases when it is not feasible to characterize the surface for several 
sensor pixels (Teillet et al., 1990, and Teillet et al. 1991). Measurements of the 
surface are performed for a number of pixels by transporting 
radiometers/ spectrometers across a selected test site and measuring upwelling 
radiance. Upwelling radiance is converted to reflectance by comparing it 
with measurements from a panel of known reflectance. Atmospheric 
characterization is performed using measurements from solar radiometers 
located at the test site. These measurements are converted to atmospheric 
transmittances (Gellman et al., 1991) and used to determine the aerosol 
properties and columnar absorber amounts over the site (Biggar et al., 1990, 
Thome et al., 1992). The results of these measurements are used as input to a 
Gauss-Seidel iteration radiative transfer code (RTC) to predict the top-of-the- 
atmosphere (TOA) radiance. The digital numbers reported by the sensor are 
compared to these predicted radiances to give a radiometric calibration. 

An improvement on the atmospheric characterization is made by using 
measurements of the diffuse skylight irradiance and comparing it to the total 
downwelling irradiance (Biggar et al., 1991). Further improvements in the 
atmospheric characterization are expected through the use of an aureole 
camera (Grotbeck et al., 1993). Better surface characterization is expected by 
using a recently developed SWIR spectroradiometer (Smith, 1992). 

If it is not feasible to measure the surface reflectance for several MODIS pixels, 
the above technique is used to calibrate a high-spatial-resolution (HSR) 
sensor. This calibration is then transferred to a low-spatial-resolution (LSR) 
sensor using radiances reported by the HSR sensor and comparing them to 
the DNs reported by the LSR sensor for the appropriate pixels. The difficulties 
of this technique are ensuring the two images are properly registered and 
accounting for spectral differences between the two sensors. Both the direct 
calibration and transfer calibration methods are being investigated for 
application to MODIS. If it is necessary to transfer the calibration from a HSR 
sensor, data from the Advanced Spaceborne Thermal Emission and 
Reflectance radiometer (ASTER) will be used. 

A variation of the reflectance-based method is the radiance-based method 
using airborne radiometer measurements (Slater et al. 1987). The instrument 
flown in the aircraft is a well-calibrated radiometer and the measured 
radiances are corrected for the intervening atmosphere between the aircraft 
and the satellite to predict the at-satellite radiance. This method is more 
accurate because the atmospheric correction is not as important. 
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The method for the vicarious calibration in the TIR is similar in philosophy 
but different in measurement and atmospheric correction. The differences 
are the surface measurements are of temperature and emissivity not 
reflectance, the atmospheric measurements are profiles of temperature and 
water vapor, and the RTC calculations are concerned with emission and 
absorption rather than scattering. The philosophy remains the same in that 
the surface and atmosphere are characterized and this characterization is used 
in a radiative transfer code to predict the radiance seen by the satellite. 

1.3 Document Scope 

This document addresses the algorithms used by the RSG as part of this 
project. The document limits itself to describing the algorithm used. The 
plan for implementing the algorithm is not discussed here. Instead, the 
ATBD gives background information about the algorithm. It is related to and 
part of a package of documents used to describe the conversion of the 
algorithm to production code. The purpose of this document is to allow the 
team leader to make informed decisions regarding the use and 
implementation of the algorithm and indicate areas which may be 
problematic in implementation. 

Other documents as part of this package include the Algorithm Development 
and Test Plan, Software and Data Management Plan, and the Science 
Computing Facilities document. The Algorithm Development and Test Plan 
discusses plans for implementing these algorithms. The Software and Data 
Management Plan describes how the code developed from the algorithms is 
to be maintained and integrated within the EOS project. The Software and 
Computing Facilities document describes the hardware and operating 
software needed for producing the code. 

1.4 Document Organization 

The ATBD first describes the overall algorithm in detail. Background 
information and overview are given first including the experimental 
objective of the algorithm, an historical perspective, and instrument 
characteristics of interest. 

The detailed algorithm description is from a theoretical standpoint with 
discussions of the physical basis of the problem, the mathematical solution, 
and an estimate of the variance or uncertainty. Also as part of the algorithm 
description is a discussion of practical considerations for implementation of 
the algorithm. The next section covers limitations, constraints, and 
assumptions. 

Appendixes are included in which component algorithms are discussed in 
detail. It should be noted that the component algorithms are not discussed in 
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great detail in the main portion of the document for clarity. Each section 
devoted to a component algorithm will follow the format described above. 


2.0 Overview and background information 

This section has three parts. The first gives the experimental objective. The 
second section gives an historical perspective of the algorithm. The last part 
describes the instrument characteristics important to this algorithm. 

2.1 Experimental Objective 

The purpose of vicarious calibration is to provide an absolute-radiometric 
calibration for the sensor of interest such that DNs reported by the sensor are 
converted to absolute units such as radiance. This opposed to a relative 
calibration typically produced by on-board systems where system degradation 
may be tracked but no conversion from measured DNs to a physical quantity 
may be made. The results from the vicarious calibration will be used by the 
MCST as part of a larger algorithm to determine the calibration for the sensor 
used to report satellite-measured radiances. 

2.2 Historical Perspective 

The reflectance-based method has a proven history of use since the mid-1980s. 
It has been used to radiometrically calibrate Systeme Probatoire d’Observation 
de la Terre (SPOT) -1 and -2 (Begni et al., 1986, Gellman et al. 1993) and 
Landsat-4 and -5 Thematic Mapper (TM) (Slater et al. 1987, and Thome et al. 
1993). The radiance-based method has also been used with great success and 
better accuracy (Biggar et al., 1991 and Slater et al. 1987). The method for 
transferring calibration from a high spatial resolution sensor to a low 
resolution sensor has been applied to the National Oceanic and Atmospheric 
Administration’s (NOAA) -9 and -11 Advanced Very High Resolution 
Radiometers (AVHRR) (Che et al., 1991, Teillet et al., 1990, and Teillet et al., 
1991). A similar method has also been proposed for the calibration of Sea 
viewing Wide Field-of-view Sensor (SeaWiFS). The method for vicariously 
calibrating bands in the thermal portion of the spectrum has only a recent 
history of use by the RSG (Palmer, 1993). 

2.3 Instrument Characteristics 

The intent of this process is to produce calibration coefficients for all bands of 
MODIS. The method relies on near-nadir views of the test sites and data will 
be coincident with that of ASTER. We require raw DNs, but geometrically 
corrected data are preferred. The data cannot be radiometrically corrected. 
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3.0 Algorithm Description 

This section has two parts. The first part is a theoretical discussion of the 
algorithm including a description of the physics of the problem, a 
mathematical discussion of the algorithm, and an error analysis. The second 
part of this section covers practical considerations of implementing the 
algorithm, including a discussion of validation plans. Also included in this 
part are planned methods of quality control, a discussion of data 
dependencies, and a description of the output product. 

3.1 Theoretical Description 

3.1.1 Physics of Problem: This section gives a description of the algorithm and 
how each of the data sets used is related. To emphasize the overall calibration 
process, detailed descriptions of the component algorithms used in the 
process are not given here. These algorithms are discussed in detail in the 
Appendix of this document. The component algorithms are denoted in this 
section by bold-faced type. 

The physical basis for the reflectance-based method is that TOA radiance may 
be predicted by adequately characterizing the atmosphere over the surface of a 
selected test site during the overpass of the sensor to be calibrated. The 
predicted radiance is from RTC results based on models of scattering, 
absorption, and emission of radiation in the earth-atmosphere system. The 
radiometric calibration for the sensor is found by comparing the predicted 
radiances to the DNs reported by the sensor. 

The process relies heavily on selecting the proper site. The desired 
characteristics of the surface are it should be flat, have high 
reflectance/emissivity, and be uniform /homogeneous. The atmosphere over 
the site should be clear with low aerosol loading and the climate should be 
dry to reduce the chances of cloudiness during satellite overpass. A dry 
climate also reduces the effects of surface moisture. All of these factors serve 
to reduce the uncertainties involved in characterizing the radiative transfer 
in the earth-atmosphere system. One last desirable characteristic is that the 
site should be readily accessible. The RSG currently uses two sites: White 
Sands Missile Range and Rogers Dry Lake for our calibration. We also have 
an alternative site at the Maricopa Agricultural Center that is used for 
verification studies. 

Atmospheric characterization is performed using data collected from solar 
radiometers, a line-of-sight radiometer, meteorological instrumentation, and 
a pyranometer. An improved atmospheric characterization can be made by 
measuring diffuse and global downwelling irradiances. Radiosonde data are 
collected to determine the height distribution of temperature and pressure. 
Surface characterization is performed using data collected by radiometers 
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attached to our reflectomobile. At times a well-calibrated radiometer is flown 
in an aircraft to measure the upwelling radiance. 

The solar radiometer data is used as input to the Langley method algorithm 
(Gellman et al., 1991) to determine the exo-atmospheric signals, or zero- 
airmass intercepts, for the solar radiometer. These intercepts are necessary for 
the computation of the atmospheric transmittance at the time of satellite 
overpass. The intercepts are typically computed prior to calibration 
campaigns and stored for use in the calibration. 

The exo-atmospheric intercepts for the solar radiometers are used to compute 
the total optical depths for all measurements and all channels for which there 
is no strong gaseous absorption. This is performed in the component optical 
depth algorithm (Biggar et al., 1990a). This algorithm also determines the 
columnar ozone amount and Junge aerosol size distribution. Once the 
aerosol size distribution and ozone are known, the component optical depths 
for the sensor wavelengths are computed by this algorithm as well. 

In wavelength regions of strong gaseous absorption, the Langley method 
algorithm is not valid. In these cases a modified-Langley algorithm (Thome et 
al., 1992) is used. This algorithm uses the results from the component optical 
depth algorithm to remove scattering effects in the solar radiometer bands 
where strong absorption occurs. This algorithm is currently only used for the 
0.94 pm water vapor band. The exo-atmospheric intercept computed from 
this method is used in the columnar water vapor algorithm (Thome et al., 
1992) to compute the columnar water vapor. 

To characterize the surface, the reflectomobile is used to transport 
radiometers/spectrometers across the site around satellite overpass time. 
These radiometers measure the upwelling surface radiance which is 
compared to the upwelling radiance from a panel of known reflectance to 
give the surface reflectance. The surface reflectance for several pixels is 
computed and averaged by the surface reflectance algorithm to give the 
average site reflectance. This algorithm also finds the surface reflectance for 
each band of the satellite sensor, based on the reflectance measured in the 
spectral bands of the ground-based instrument. A separate algorithm, the 
surface emission algorithm (Palmer, 1993), computes the average surface 
temperature and emissivity of the site. This algorithm also finds the surface 
emissivity for the spectral bands of the sensor to be calibrated using the 
emissivities determined for the bands of the ground-based instrument. 

An improvement on the atmospheric correction is made using the diffuse-to- 
global algorithm (Biggar, 1990). This method uses measurements of the 
downwelling diffuse irradiance and of the total downwelling irradiance. By 
comparing the two measurements, information regarding the aerosol content 
and their scattering properties is obtained. 
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At this point the atmosphere and surface have been characterized. The 
results for the VNIR and SWIR are used in the Gauss-Seidel radiative 
transfer algorithm (Herman et al v 1965) to predict TOA radiances over the 
site at the time of sensor overpass. In order to compute these radiances the 
radiative transfer algorithm requires the aerosol scattering phase function as 
found by the Mie phase function algorithm. The radiative transfer algorithm 
also requires a model atmosphere which is used to divide the atmosphere 
into plane-parallel layers. Ancillary data such as satellite view angle, solar 
zenith angle, ground elevation and slope are also required. In the TIR, the 
surface and atmospheric measurements are used in the TIR radiative transfer 
algorithm to compute the TOA radiances. The reason for separate radiative 
transfer algorithms is the TIR is dominated by emission while the VNIR and 
SWIR are dominated by scattering. Predicted at-satellite radiances from the 
radiative transfer algorithms are combined with the measured satellite digital 
counts in the gain and offset algorithm to compute the calibration coefficients 
for the sensor. 

As previously mentioned, a secondary approach is the radiance-based 
method, which is similar to the reflectance-based method except the 
reflectomobile data are replaced with radiances measured by a well-calibrated 
radiometer in an aircraft. The radiative transfer code need only correct these 
radiances for the atmosphere between the aircraft and the satellite. This 
reduces the uncertainties by lessening the effect of the atmospheric correction 
and errors in the measured surface reflectance. This method does not require 
any new algorithms to implement, but does require extensive work to 
characterize the radiometer used in the aircraft. 

All of the above algorithms are typically used to calibrate a HSR sensor such 
as ASTER. Because the reflectomobile now allows us to collect surface 
reflectance over a larger area and in less time than the previous method of 
walking, it may be possible to apply the above-described methods directly to 
MODIS. This will be done if a large enough area of the selected site can be 
measured for surface reflectance /emissivity, and this area can be located on 
the satellite image. If it is not feasible to use the reflectance- or radiance-based 
approaches directly on MODIS, a transfer of calibration from an HSR sensor 
(such as ASTER) to MODIS is performed using the HSR-LSR calibration 
transfer algorithm (Che et al., 1991). 

Past calibrations using this method have transferred calibration from SPOT to 
AVHRR. The difficulties with this approach are overpass times vary and the 
view and solar geometries change. These problems are avoided with an 
ASTER to MODIS calibration transfer since they are on the same platform and 
will view the site with the same geometry at the same time. The basic 
approach is to resample the HSR data to the resolution of the LSR sensor. 

The images are registered to one another and uniform 3x3 pixel areas are 
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located. The radiances for these areas are determined from the HSR sensor 
data and compared to the average digital counts for the same areas of the 
uncalibrated LSR sensor. By comparing the radiances and digital counts a 
calibration coefficient is determined for the LSR sensor. 

This algorithm will also account for the spectral differences between the HSR 
and LSR sensors. This will involve extensive field work to accurately 
characterize the spectral reflectance of the ground surfaces used in the 
calibration. In an ASTER-to-MODIS calibration transfer the differences in 
spectral bandpass will be one of the larger sources of uncertainty in the 
calibration. As such, the actual method for accounting for spectral differences 
is still under investigation to ensure that uncertainties are minimized as 
much as possible. 

3.1.2 Mathematical Description of Algorithm: The mathematics of the overall 
problem are contained within each of the component algorithms. The reader 
is directed to the discussion of each separate algorithm for a mathematical 
treatment of the problem. 

3.1.3 Variance/Uncertainty Estimates: Recall the scattering and absorption of 
light in the atmosphere is computed using radiative transfer models and 
codes. The RTC output is TOA radiance for a measured ground reflectance. 
This radiance is compared to the average digital count from the image, for the 
ground area measured, to give a calibration coefficient in units of counts per 
unit radiance. 

Table 1 lists the error sources we have identified for a wavelength region in 
the green portion of the visible spectrum corresponding to the second band of 
TM (_c = 0.58 pm) or the first spectral band of the HRV (XS1, _ c - 0.55 pm). 
This also relates to MODIS bands 4 and 12, and ASTER band 1. The error 
column is the percent error in the quantity listed in the source column. The 
total error column is the error in radiance in percent at the sensor caused by 
the item in the source column. The total is the root sum of squares of all the 
error sources. The choice of the root sum of squares is not necessarily valid as 
the sources are not known to be independent. 

These uncertainties will depend on the wavelength. For example, the 
uncertainty in the atmospheric correction increases with shorter wavelengths 
and the ozone correction is very small or insignificant at longer wavelengths. 
The results in the table are for a typical calibration day at White Sands: cloud 
free with good visibility of 100 km or more. The total error reported in Table 
1 (and subsequent tables) is representative of the reflective portion of the 
spectrum. 
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TABLE 1 

Reflectance-based method error sources, with reference to solar 
exoatmospheric irradiance. The values are quoted as one-sigma percentages. 


:'i:j i S<n*rce : : 

M Error ' 

Error 

Choice of aerosal 
complex index (1.44- 
0.005i) 


2.0 

Choice of aerosal size 
distribution 

Type (see text) 


3.0 

Size limits 



Junge parameter 


vH 

Optical depth 

measurement 

5.4 

KH 

Extinction optical 
depth 

5.0 


Partition into Mie 
and Rayleigh 

2.0 


Absorption 

computations 


1.3 

O 3 amount error 

20.0 


Vertical distribution 

1.0 

1.0 

Inherent code accuracy 

1.0 

1.0 

Non-polarized vs 

polarization code 

0.1 

0.1 

Non-lambertian ground 
characteristic 

1.2 

1.2 

Ground reflectance 
measurement 


2.1 

Reference panel 
calibration (BRF) 

2.0 


Diffuse field 

correction 

0.5 


Measurement 

0.5 


Uncertainity in the 
value of (is = cos(-s) 

0.2 

0.2 


Included in the total error for choice of aerosol size distribution 

Change in radiance with change in imaginary part of the index, real part = 
1.44 for 3 ground reflectance values. 
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As seen from the table, the largest sources of error are in the atmospheric 
characterization, specifically the choice of the complex index of refraction of 
the aerosols and the determination of the size distribution of the aerosol 
particles. In our modeling of the atmosphere at White Sands, we have 
chosen an index of refraction for the aerosols of 1.44-0.005i. This choice was 
based on recommendations by Herman (1989) and Santer (1987). RTC results, 
with the index varied as a parameter and other inputs appropriate for a 
typical White Sands day show differences in TOA radiance of +1.7% to -1.4% 
for a change in imaginary part of the index of -0.004 and +0.005 with a ground 
reflectance of 0.5. See Figure 1 for details and other reflectance values. The 
change in the radiance due to a change in the real part of the index is much 
smaller (Kastner, 1985). 

The choice of the aerosol particle size distribution entails a larger uncertainty. 
In most of our calibration work at White Sands, we use a Jungian distribution 
to describe the size distribution. We fit the aerosol extinction optical depth to 
a power law giving a Junge parameter (Biggar et al., 1990). The standard 
deviation of the Junge parameter from this fit is typically between 0.1 and 0.7. 
If the wrong Junge parameter is derived from the extinction data, a small 
error in the radiance occurs. In RTC simulations with nominal White Sands 
conditions, an error of +0.5 in the Junge parameter (3.0 instead of 2.5) gives an 
increase in TOA radiance of 0.45% at a solar zenith angle of 45 degrees. This 
error decreases at smaller zenith angles. The percentage change in radiance as 
a function of Junge parameter for three ground reflectances is presented in 
Figure 2. 

Percentage change in TOA radiance with Junge parameter, refractive index = 
1.44-0.005i for three ground reflectances. 

Two other parameters which affect the scattering when using a known Junge 
parameter are the small and large particle radius limits. With normal aerosol 
loading, the choice of the large radius limit causes negligible error in TOA 
radiance because there are so few very large particles. An error in the choice 
of the small radius limit can, however, lead to a change in the radiance. A 
change in the small radius limit from 0.1 pm to 0.01 pm gives less than a 
0.1% change in TOA radiance. A change from 0.1 to 0.2 pm gives a similar 
change in the radiance. Larger changes in the small radius limit give rise to 
larger changes in radiance although a choice of 0.1 pm is reasonable. 

A much larger possible error can be the assumption of a Junge size 
distribution on a day where this size distribution is not appropriate. King et 
al. (1978) and Hart (1990) investigated the inversion of spectral optical depths 
to obtain the aerosol size distribution. Hart finds as high as a 3.6% change in 
the calibration using an inverted size distribution rather than a Junge size 
distribution and as low as 0.2%. This shows we must carefully choose the 
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appropriate size distribution for our calibration efforts in order to minimize 
errors. 

The RTCs used in our calibrations require the optical depth components due 
to Rayleigh scattering and aerosol scattering and absorption. The starting 
point for determining these optical depths is the measured extinction optical 
depth. The accuracy of this measurement depends on the calibration of the 
solar radiometer and the stability of the atmospheric conditions during the 
period of measurements. If the radiometer is accurately calibrated, we can use 
"instantaneous" measurements of the optical depth. The error in the 
measurement then depends on the accuracy of the calibration of the zero- 
airmass intercept (Gellman et al., 1991). At the airmasses used during 
calibrations, the error in percent is nearly equal to the error in percent in the 
intercept. For a carefully calibrated instrument, this error should be no more 
than 5 percent. If the radiometer is not calibrated, we can use a Langley plot 
technique to determine the optical depth if the atmosphere is stable during 
the period of measurement. The uncertainty is then unknown as certain 
temporal variations in the optical depth can give a straight line Langley plot 
and an erroneous value for the optical depth, (Shaw, 1976). 

Once the extinction optical depth is measured, we determine the components 
of the optical depth. The contribution to the optical depth due to Rayleigh 
scattering is computed from the barometric pressure at the surface. This 
measurement has an uncertainty of 0.1% resulting in an optical depth 
component known to better than 2% when the atmospheric profiles are 
nominal. If the extinction optical depth is measured to within 4% and the 
size distribution is Jungian, we can determine the ozone contribution to the 
optical depth to within about 20%, (Biggar et al., 1990). If the radiometer 
wavelengths are chosen to be free from known absorption bands of other 
atmospheric constituents, the optical depth components are partitioned into 
the necessary components at about the 5% level. With these errors, RTC 
results show a 1% difference in TO A radiance. The 20% uncertainty in ozone 
amount translates to an error of only about 1.3% in TOA radiance as the 
ozone absorption is a small effect. This error is strongly wavelength 
dependent due to the spectral variation in the ozone absorption coefficient. 
The ozone absorption contribution is modeled with a custom version of the 
5S code, (Tanre et al., 1990). 

There are several other uncertainties related to the RTC. The code's authors 
claim an inherent code accuracy of no worse than 1%. Comparisons between 
independent codes making similar assumptions (Mie scattering by the 
aerosols, Junge size distributions, etc) but different numerical techniques, give 
results which compare at the 1% level. In our work, we use a scalar code that 
does not account for polarization of the scattered radiation. We also use a 
code which does include polarization but have found the TOA radiance 
changes by less than 0.1%. This is an insignificant error as long as the sensor 
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being calibrated is not sensitive to the polarization of the light incident at the 
sensor. If this is not the case, the polarization code must be used and the 
polarization characteristics of the sensor must be well understood to 
eliminate calibration errors. This effect is most prominent in clear 
atmospheres when the scattering is nearly Rayleigh and the view angle of the 
sensor is 90 degrees to the solar zenith angle. 

Another consideration is the accuracy of the measured surface nadir 
reflectance factor. The reflectance factor is measured by reference to a field 
reflectance standard, usually painted barium sulphate (BaSC> 4 ) or Spectralon 
(a diffuse panel material made by Labsphere). The directional reflectance of 
the standard is measured in the laboratory (Biggar et al., 1988) or field (Jackson 
et al., 1987) with respect to pressed polytetrafluoroethylene made according to 
a National Institute of Standards and Technology prescription. We estimate 
the directional reflectance error of the field standard is no more than 2% and 
the precision of the radiometer measurements of the sand and the standard 
are about 0.5% due to sampling errors and limitations of the instruments and 
data loggers. We correct the nadir reflectance factor for the component of 
diffuse light in the field which is not present during the laboratory calibration 
of the standards. This correction has an uncertainty of about 0.5%. 
Simulations with the code show an error in nadir reflectance factor gives the 
same error in TOA radiance for conditions similar to those normally found 
at White Sands. Simulation results are presented in Figure 3. Errors also 
exist in the leveling of equipment and measurement of time and position 
which translates to an error in our knowledge of the cosine of the solar zenith 
angle _ s . We estimate this error to be about 0.1 degree which gives a 0.2% 
error in the cos(_s) for _ s = 45°. 

Percentage change in radiance with ground reflectance, refractive index of 
1.44-0.005i, Junge parameter of 2.5. 

We must recognize that the total of these errors could add to much more 
than the root sum of squares. Also, these are in reference to the 
exoatmospheric solar irradiance. We have used the solar irradiance data 
from Neckel and Labs (1984) in which the authors claim an uncertainty of 
±1.0% or less in the region between 0.33 and 1.25 |im. 

We note that a sensor calibration made under a given set of conditions may 
not apply accurately under different conditions. Sensor-related errors, which 
may vary with the scene under observation can change the calibration by a 
few percent. Examples, whose magnitudes can vary substantially from sensor 
to sensor, are: stray light, non-linear response, spectral-bandpass changes and 
the memory effect, listed elsewhere for TM (Slater, 1988). Furthermore, all 
sensors exhibit a modulation transfer function that modifies the radiometry 
of the image depending on the spatial frequency content of the scene. 
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The improved reflectance-based method uses many of the measurements 
made for the basic reflectance-based method along with the measurement of 
the diffuse-to-global irradiance ratio at the ground (Biggar et al., 1990b). This 
measurement is made at the time of satellite sensor overpass and at the solar 
zenith angle corresponding to the sensor view zenith angle (_ v ). The errors 
and the estimated values are given in Table 2. The extinction optical depths 
and ground reflectance measurement entries are identical with those of the 
reflectance-based method. 


TABLE 2. 

Improved reflectance-based method error sources, with reference to solar 
exoatmospheric irradiance. The values are quoted as one-sigma percentages. 


liftlllll Source | ||f||i|f 


Total Error 

Extinction optical depth 

5.0 

1.0 

Ground reflectance 

2.1 

2.1 

measurement 



Spherical albedo and 


1.0 

atmospheric reflectance 
Atmospheric model error 
Diffuse-to-global ratio 

1.0 

2.3 

measurement 
Field measurement 

2.0 

0.5* 

Blocked diffuse 

2.0 

0.5* 

component 
Extrapolation to new 

1.0 

0.25* 

angles 

Panel BRF correction (-s~ 

2.2 

2.2* 

50°) 

Uncertainty in (i s and p v 

0.4 

0.1 

Total Error (root sum of 


3.5 

squares) 




* Included in the Total Error for Diffuse-to-global ratio measurement 


In the improved method, two quantities are calculated by the radiative 
transfer code that were not explicitly used in the previous method. The 
computation of the spherical albedo and the atmospheric reflectance depend 
on the atmospheric model chosen (Biggar, 1990). The choice of the wrong 
model for equivalent conditions at White Sands can give an error of up to 
1%. These two terms are normally of opposite sign however and an error in 
one is usually counterbalanced to a degree by an opposite error in the other. 
As the terms enter directly into the computation of the apparent reflectance 
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(which is directly proportional to the TOA radiance), the error in either term 
contributes to an error of the same sign and amount in the calibration. 

The largest error source in the improved method relates to the measurement 
of the ratio of diffuse to global (total) irradiance. Currently we measure the 
total irradiance using a 1-degree field-of-view radiometer viewing a 
reflectance panel at nadir. The panel is leveled on a stand about 0.5 to 0.75 m 
above the ground. The diffuse irradiance is measured by shadowing the 
panel with an aluminum panel on the end of a 3.5-m long pole. We make a 
correction for the part of the diffuse field that is blocked by the shadower. 
This correction depends on the optical depth and the aerosol size distribution. 

Simulations show the error in the computation of the blocked diffuse 
component can be as large as 2% but due to the way the ratio enters the 
computation, the error in the apparent reflectance will be about 0.5%. A 
similar error in the measurement of the ratio (due to the radiometer, data 
logger, and other equipment) is possible. If we extrapolate the ratio 
measurements to a view angle that is not measured, an error of about a 
percent in the ratio is the maximum expected. This gives rise to an error of 
about 0.25% in the final result. Finally, we correct for the non-lambertian 
reflectance of the panel. We computed a maximum error of 2.2% for a BaSC >4 
panel with a solar zenith angle of about 50 degrees. This is about worst case 
for calibrations at White Sands. We can reduce this error by accurately 
computing the distribution of diffuse light on the panel from the RTC and by 
using a more lambertian panel (such as Spectralon). The root sum of squares 
of these uncertainties is about 3.5%. 

The radiance-based method relies on a different realization of a radiometric 
scale than the reflectance-based methods. The scale of spectral irradiance is 
the base rather than diffuse spectral reflectance. In this method, we use a 
carefully calibrated portable radiometer to measure the radiance at some 
altitude above the site. The radiance is measured at the time of sensor 
overpass in a similar view geometry. The sources of uncertainty for this 
method are listed in Table 3. 

The largest error is the calibration of the radiometer. We normally use a 
calibrated FEL (ANSI designation) type quartz-halogen lamp to illuminate a 
reflectance panel. The lamp illuminates the panel with a given irradiance at 
a given distance when the lamp is aligned correctly with the optical axis of the 
calibration setup. The lamp calibration itself suffers from both scale and 
transfer uncertainty as given by the calibration laboratory. The lamp 
positioning causes an uncertainty as the lamp-to-panel distance may not be 
the exact distance specified and any deviation causes a change in irradiance 
proportional to l/r2. The lamp output depends in a complicated way on the 
lamp current. In most cases, the precision constant-current-power supplies 
maintain the lamp output to a precision of better than 0.5%. The lamp 
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current is set and monitored by measuring the voltage across a precision 
shunt. There is a small measurement error which is almost always less than 
0.5% (the worst case three-sigma limits for the precision voltmeter and shunt 
calibration). 

Currently we use a standard reflectance panel in our calibration of the 
radiometer. This panel directional reflectance is probably known to no worse 
than 2% as stated above. Penny (1991) has recently developed a detector- 
based absolute radiometer that should improve our uncertainty in 
determining the panel radiance as it provides a direct measure of the lamp 
irradiance or panel radiance. The three-sigma uncertainty in the irradiance 
measurement should be less than 0.6% and the radiance less than 1.0%. 

TABLE 3. 

Radiance-based method error sources. The values are quoted as one-sigma 

percentages. 


I- Source 

JiMi : : Erroir • 

Total Error 

Radiometer Calibration 


2.5 

Panel calibration 

2.0 


Lamp calibration 

1.3 


Scale uncertainty 

1.2 


Transfer uncertainty 

0.5 


Lamp positioning 

0.3 


Lamp current stability 

0.5 


Voltage measurement 

0.5 


error 



Measurement Accuracy 


1.3 

Data logger accuracy 

0.5 


Radiometer stability 

0.5 


Pointing angle errors 

1.1 


(± io°) 



Correction For Altitude 


< 0.1 

Difference 



Uncertainty in the 

5.0 


reflectance-based 



method 



Total Error (root sum of 


2.8 

squares) 




The calibrated radiometer is then carried to altitude in an aircraft or 
helicopter. Data from the scene are recorded by a data logger that digitizes the 
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radiometer output. The radiometer stability (temperature drifts, etc) and data 
logger errors are less than 0.5% each. A video camera is bore-sighted with the 
radiometer in order to locate measurements on the ground after data 
collection. In this way, we ensure that only radiances from the test site are 
used. A calibration uncertainty can be introduced by pointing errors as the 
helicopter may not maintain the same geometry as the sensor. Simulation 
with a radiative transfer code has shown that a pointing error of up to 10 
degrees can give a maximum error of 1.1% in radiance. 

The final source of uncertainty in the radiance-based method is the transfer of 
the measured radiance at some intermediate altitude in the atmosphere to 
the top of the atmosphere. The RTC is run with measured values of optical 
depths and ground reflectance to compute the normalized radiance at the 
aircraft or helicopter altitude and at the top of the atmosphere. The 
atmospheric correction is normally on the order of 2%. The error in the 
atmospheric correction is the same as that in the reflectance-based method 
and should be less than 5%. A 5% error in a 2% correction adds a negligible 
uncertainty compared to the radiometer calibration and measurement 
accuracy. If the radiometer is accurately calibrated and the data collection 
system is stable and accurate, the radiance-based method gives the lowest 
uncertainty. 

We intend to refine these three methods to apply them to the calibration of 
MODIS and ASTER. We plan to improve the accuracy of the BRF and 
reflectance measurements with new equipment. This includes measuring the 
solar aureole to allow us to improve the characterization of the aerosol 
scattering phase function which depends on refractive index and size 
distribution. We plan to design and build an instrument to measure the 
spectral diffuse-to-global ratio and a camera system to determine the surface 
bi-directional reflectance distribution function (BRDF). With these 
improvements, we anticipate the uncertainty in the three methods can be 
reduced to between 2 and 3% by the time Eos instruments are being calibrated 
in flight. 

These error budgets were presented for TM band 2 (or SPOT band XS1, MODIS 
bands 4 and 12, or ASTER band 1) but are representative of the range from 0.4 
to 1.1 pm. We have calibrated TM bands 1-5 and 7, however bands 5 and 7 
involve extrapolation of measured data and hence the uncertainty in the 
calibration is higher. We intend to extend the wavelength range over which 
measurements are made for the three methods using a spectrometer with a 
nominal 15-nm operating resolution covering the range from 1.1 to 2.4 pm 
(Smith, 1992). We plan to improve the automatic tracking solar radiometer 
we use to collect spectral extinction optical depths to extend the wavelength 
coverage from 0.37 to about 2.5 pm. The diffuse-to-global instrument will use 
a silicon-array-detector spectrometer covering the range 0.4 to 1.1 pm. We 
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also plan to use the SWIR spectrometer with this instrument to investigate 
the spectral variation of the irradiance ratios. 

If MODIS is calibrated by reference to another satellite sensor, most likely 
ASTER, then additional uncertainties will be induced. An error analysis has 
been previously performed with relation to the in-flight calibration of 
NOAA-11 AVHRR with reference to SPOT-2 HRV (Che et al., 1991). In that 
study it is noted that the uncertainty in gain introduced by inaccurate 
registration of the images is 2% in the worst case. Much of this error is due to 
the difference in scale between the two sensors. Selecting 3x3 areas 
minimizes this uncertainty but does not reduce it to zero. Grant (1989) 
showed that a 0.5 AVHRR pixel error in any direction gives rise, on average, 
to a change in gain of 1% for the gypsum areas and generally larger errors for 
darker areas. 

The error in the double application of the Herman-Browning code is 
estimated to be 1%. Although the code itself is more exact than this, its use in 
a single path calculation can typically give results with uncertainties as large 
as 4.4% due to errors in the inputs for optical depth, complex index of 
refraction of aerosols, etc (Biggar, 1990). However these errors are to a large 
extent self-compensating when the code is used in both the up and down 
directions as is the case here (Teillet et al., 1990). 

Non-coincidence and spectral reflectance uncertainties are estimated to be 2% 
for reflectance larger than 0.5 and 4% for lower reflectance. The non- 
coincident uncertainties relate to the time difference of about four hours 
between the HRV and AVHRR acquisitions of the same scene. The largest 
effect here is due to the change in the BRDF of the surface as observed from 
sensors in orbits of different inclination, the non-lambertian characteristics of 
flat areas, or surface relief variations. This is particularly noticeable for the 
lava bed area sometimes used in our work which is to the north of our White 
Sands site. These lava beds exhibit changes from 0.03 to 0.15 in BRF 
depending on illumination and viewing conditions. 

Many of these problems indicated above are less critical for the calibration of 
MODIS with reference to ASTER. Because both sensors are on the same 
platform and acquire the image under the same illumination and viewing 
conditions, the registration uncertainty is reduced and the BRDF problem is 
eliminated. There remains a spectral-band mismatch but a band-averaged 
value that includes two to four MODIS bands will still be of great value for 
MODIS calibration and cross-calibration purposes in general. We estimate the 
error due to the mis-registration between the images should be reduced to 
0.5%. Errors due to spectral band mismatch should decrease to 1.0%, and the 
errors in the atmospheric correction should be 0.5%. Assuming the case for 
which ASTER is radiometrically corrected to 2%, it should be possible to 
radiometrically calibrate MODIS to better than 3%. 
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The above discussion has focussed on the vicarious calibration in the VNIR, 
and SWIR. Because work for the thermal portion does not have as long a 
history of use by the RSG, we do not have a detailed error analysis at this 
time. However, results from a recent thermal calibration of Landsat-5 TM 
indicate the method is most sensitive to measurements of the surface 
temperature and emissivity and inclusion of atmospheric profiles. Secondary 
effects include more accurately assessing the upwelling and downwelling 
atmospheric radiances. 

3.2 Practical Considerations 

This section describes anticipated techniques for algorithm implementation. 
A detailed plan for implementation is not given here. This section focuses 
on the practical issues involved in algorithm implementation. This includes 
programming and procedural issues as well as validation, quality control, 
data dependencies, exception handling, and a detailed description of the 
output product. 

3.2.1 Implementation Plans: The software will be developed to allow for 
future upgrades. We do not anticipate major algorithmic changes in the final 
version since many of the algorithms have a long history of use. This, 
however, will not preclude improvements as knowledge of the problem 
becomes greater. To avoid problems caused by software upgrades, we will 
develop all software with backward compatibility. This will allow older data 
sets to be re-processed to determine the effect of any upgrades. This will also 
allow for traceability of the results. 

3.2.2 Programming/Procedural Considerations: The primary programming 
effort in this project focuses on the integration of the separate component 
algorithms into a coherent package. The software will also be designed so as 
to limit user intervention and increase user friendliness. To enhance user 
friendliness, the software will be based on an X-windows graphical user 
interface. The use of point and click techniques will be implemented for user- 
defined parameters in the calibration process. 

There are also several other programming and procedural considerations. 
Look-up tables could be used to store radiative transfer and phase function 
computations to greatly save computation time. This, however, will not be 
done since the loss of accuracy incurred is not worth the time savings. Since 
the software is not intended to run at the Distributed Active Archive Center 
(DAAC) for real-time processing, this should not be a problem. 

As mentioned, the software will be made as automated as possible to allow 
for repeatability of results and to speed processing. This will also allow the 
software to be used at alternate sites, yet achieve the same results. Currently, 
a great deal of subjectivity comes into play in the calibration. Much of this 
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subjectivity is from expert users adjusting the calibration technique to obtain 
optimal results. By implementing an expert system approach, this 
subjectivity will be avoided. This could, however, slightly increase the 
uncertainty of the results if the rules developed for the expert system are not 
stringent enough. On the otherhand, if the rules become too stringent we 
may inadvertently limit the use of marginal data sets which could still give 
adequate results. 

The only data required from outside of the RSG are the image and associated 
ancillary data from ASTER and MODIS. The satellite data should be in raw 
form, with no radiometric correction. Preferably it should be geometrically 
corrected. It is also desirable that the data from the two sensors be registered 
to one another. 

Since this algorithm will not be implemented at the DAAC, the size of the 
package and processing time are not critical. The output will be calibration 
coefficients and will be stored to disk. All ground-based input data will be 
archived to allow reprocessing if necessary. 

3.2.3 Calibration and Validation: Validation of this algorithm is difficult 
because of the lack of knowledge of the true calibration state of the sensor. 
We will perform validation studies of the reflectance-based and improved 
reflectance-based methods using the measurements from the well-calibrated 
radiometer flown in an aircraft for the radiance-based method. Validation 
will be obtained by comparing the predicted radiances at the aircraft altitude to 
the measured radiances by the radiometer. We currently, have no planned 
method for validation of the radiance-based method. 

3.2.4 Quality Control and Diagnostics: Quality control will be performed on 
all of the ground-based collected data. This will be built into the expert system 
algorithms. These assessments will be used to indicate the reliability of the 
calibration coefficients. Quality assessment of the satellite data will not be 
performed by the RSG. We will rely on cloud-screening algorithms 
developed by ASTER and MODIS Science Teams to assess the quality of the 
scene. We will also rely on software resident at the DAAC for quality 
assessment of the image data. 

3.2.5 Exception Handling: Exception handling will be treated in a similar 
manner as quality assessment. We will examine all data collected by our 
group for problems. We will rely on those algorithms developed by the 
science team for exception handling of the image data. We will attempt to 
anticipate all problems which could affect the results. These problems 
include detecting and correcting for equipment failure. Lack of a certain type 
of data will be handled and their effect on the final output product assessed 
and reported. 
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3.2.6 Data Dependencies: Data dependencies are minimal. We require MODIS 
raw DNs. We require ASTER raw DNs. All other data will be collected by the 
RSG. We will handle all problematic data dependencies other than the image 
data. 

3.2.7 Output Product: The output product of this algorithm is the calibration 
coefficient for the sensor. This will be reported for all MODIS bands. All 
intermediate results of the algorithm will be available on request. This 
includes atmospheric optical depths, columnar ozone and water vapor, 
surface reflectance measurements, and predicted-top-of-the-atmosphere 
radiances. In addition, all ancillary data such as meteorological information 
will be available. An estimate of accuracy of each parameter and a breakdown 
of each component's contribution to the overall error will be included. These 
data may be useful to other investigators for validation studies. The 
measured optical depths, and retrieved aerosol parameters may especially be 
of interest to the MODIS Science Team, as well as to the Multi-angle Imaging 
SpectroRadiometer (MISR) Science Team. 

4.0 Constraints, Limitations, and Assumptions 

The assumptions made are given in greater detail for each of the component 
algorithms. Constraints are primarily the ability to characterize the 
atmosphere and the surface. Limitations are determined by examining the 
assumptions. As more of the assumptions break down, the algorithm 
becomes less valid. Eventually, the results become invalid. 

The constraints to the method can be ascertained from the previous section. 
These include using appropriate test sites of uniform high reflectance located 
in regions of low aerosol loading. The method is limited to days when the 
satellite can observe the test site, and preferably to days when no clouds are 
present. If no atmospheric transmittance data are collected, the results of the 
method are greatly compromised. If no ground-based reflectance data or 
aircraft-based radiance data are available, the method cannot be used. 


5.0 Component Algorithm Descriptions 

As described earlier, the vicarious calibration algorithm is actually several 
independent algorithms. Since detailed descriptions of these algorithms 
would make the ATBD prohibitively long, descriptions of each component 
algorithm are contained in the appendix of this document. The descriptions 
are given in the same form as used above for the overall method. The first 
part in each appendix contains the objective of the algorithm, an overview of 
the algorithm, and an historical perspective. The second part describes the 
algorithm in a mathematical and physical basis. This section also discusses 
errors and uncertainties in the algorithm. The last two sections describe 
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computational considerations and constraints and limitations on the 
algorithm. It should be noted that many of these algorithms have a long 
history, and as such we will not give lengthy mathematical derivations for 
several of the algorithms. In these cases a brief description of the algorithms 
history will suffice and references for derivations will be given. 

Overall there are 12 algorithms which are described. These are as follows: 

A. Langley method 

B. Modified-Langley method 

C. Component optical depth 

D. Columnar water vapor 

E. Diffuse-to-global 

F. Surface reflectance 

G. Surface emissivity 

H. Mie phase function retrieval 

I. Gauss-Seidel radiative transfer 

J. TIR radiative transfer 

K. Gain and offset 

L. HSR-to-LSR calibration transfer 

Each of these algorithms has been previously implemented in some fashion 
by the RSG. The difficulty of the current project is to implement these 
diverse algorithms as part of a larger more efficient package. Because of this 
diversity, it is important that the history, derivation, and limitations of each 
algorithm be known so their effects on the overall calibration process is 
understood. It is for this reason that each algorithm is discussed in detail in 
the appendix. 
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Acronyms for Appendix E 


ASTER 

ATBD 

AVHRR 

BRDF 

BRF 

DAAC 

DN 

EOS 

HRV 

HSR 

LSR 

MOST 

MISR 

MODIS 

NOAA 

RTC 

RSG 


SeaWiFS 

SPOT 

SWIR 

TOA 

TIR 


Advanced Spaceborne Thermal Emission and 

Reflectance radiometer 

Algorithm Theoretical Basis Document 

Advanced Very High Resolution Radiometer 

Bi-directional Reflectance Distribution Function 

Bi-directional Reflectance Factor 

Distributive Active Archive Center 

Digital Number 

Earth Observing System 

Haute Resolution Visible 

High Spatial Resolution 

Low Spatial Resolution 

MODIS Characterization Support Team 

Multi-angle Imaging SpectroRadiometer 

MODerate resolution Imaging Spectroradiometer 

National Oceanic and Atmospheric Administration 

Radiative Transfer Code 

Remote Sensing Group 

(of the Optical Sciences Center at the University of 
Arizona) 

Sea-viewing Wide Field-of-view Sensor 
Systeme Probatoire d'Observation de la Terre 
Short-Wave Infrared 
Top-Of- Atmosphere 
Thermal Infra-Red 
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Absolute Calibration. The determination of calibration factors by comparison with a 
standard with output known in SI units. 

Accuracy Precision. Accuracy is an estimate characterizing the closeness of a 
measurement to the true measurand. It can given as one minus the absolute value 
of relative uncertainty (negative values are set to 0), or as a percentage after 
multiplication by 100. Note that while accuracy assumes reference to a standard or 
knowledge or error sources. Precision is a relative measure of the agreement 
amongst a set of measurements. Also, with accuracy higher numbers are better, and 
with uncertainty lower numbers are better. 

Ancillary Data. Data other than instrument data required to perform an 
instrument's data processing. They include orbit data, attitude data, time 
information, spacecraft or platform engineering data, calibration data, data quality 
information, and data from other instruments. 

Attitude Data. Data that represent spacecraft orientation and onboard pointing 
information. Attitude data includes: 

•Attitude sensor data used to determine the pointing of the spacecraft axes, 
calibration and alignment data, Euler angles or quaternions, rates and biases, 
and associated parameters. 

•Attitude generated on-board in quaternion or Euler angle form. 

•Refined and routine production data related to the accuracy or knowledge of 
the attitude. 

Browse Data Product. Subsets of a larger data set, other than the directory and guide, 
generated for the purpose of allowing rapid interrogation (i.e., browse) of the larger 
data set by a potential user. For example, the browse product for an image data set 
with multiple spectral bands and moderate spatial resolution might be an image in 
two spectral channels, at a degraded spatial resolution. The form of browse data is 
generally unique for each type of data set and depends on the nature of the data and 
the criteria used for data selection within the relevant scientific disciplines. 

Calibration. The set of operations which establish, under specified conditions, the 
relationship between values indicated by a measuring instrument and the 
corresponding known values of a standard. 
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Calibration Data. The collection of data required to perform calibration of the 
instrument science data, instrument engineering data, and the spacecraft or 
platform engineering data. It includes pre-flight calibration measurements, in-flight 
calibrator measurements, calibration equation coefficients derived from calibration 
software routines, and ground truth data that are to be used in the data calibration 
processing routine. 

Channel. (See Detector Channel). 

Characterization. The measurement of the typical behavior of instrument 
properties which may affect the accuracy or quality of its response or derived data 
products. The results of a characterization may or may not be directly used in the 
calibration of the instrument response, but may be used to determine its 
performance. 

Correlative Data. Scientific data from other sources used in the interpretation or 
validation of instrument data products, e.g., ground truth data and/ or data products 
of other instruments. These data are not utilized for processing instrument data. 

Correlative Measurements. Spatially and temporally coincident measurement of 
the parameters deduced from a given sensor, made with independent surface, 
aircraft, or separate in-orbit instrumentation. These activities require coordination 
with other ground stations, EOS validation teams, concurrent intensive field 
campaigns, or long-term monitoring stations. 

Data Product. The final processed data sets associated with the various measured 
and derived geophysical parameters. 

Data Product Levels. Data levels 1 through 4 as defined in the EOS Data Processing 
Levels (table F.l). 

Data Product Validation. The process of assessing, by independent means, the 
uncertainty of observable or geophysical parameters derived from sensor output. 
Accurate calibration, data transmission, and processing algorithms are prerequisite 
to data validation. Data product validation can further be divided into correlative 
measurements or data product verifications. 

Data Product Verification. Perform product validation analyses by simulation, 
checks with physical bounds, or self-consistency analyses. Comparisons with 
routine data products from other in-orbit sensors, or utilization of existing databases 
for trend analyses are included. 

Detector Channel. A detector and all of its associated optics and electronics. 

EDOS Production Data Sets. Data sets generated by EDOS using raw instrument or 
spacecraft packets with space-to-ground transmission artifacts removed, in time 
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order, with duplicate data removed, and with quality/accounting (Q/A) metadata 
appended. Time span, number of packets, or number of orbits encompassed in a 
single data set are specified by the recipient of the data. These data sets are 
equivalent to level zero data formatted with Q/ A metadata. For EOS, the data sets 
are composed of: 

•instrument science packets, 

•instrument engineering packets, 

•observatory housekeeping packets, or 
•onboard ancillary packets 

with quality and accounting information from each individual packet and the data 
set itself and with essential formatting information for unambiguous identification 
and subsequent processing. 

EDOS Quick Look Production Data Sets. Data sets generated by EDOS using raw 
instrument or spacecraft packets from a single TDRSS acquisition session and 
delivered to a user within minutes of receipt of the last packet in the session. 
Transmission artifacts are removed, but time ordering and duplicate packet removal 
is limited to packets received during the TDRSS contact period. 

Emissive Bands. MODIS bands 20-25 and 27-36. 

Engineering Data. All data available on-board about health, safety, environment, or 
status of the platform and instruments. 

•Platform Engineering Data - The subset of engineering data from platform sensor 
measurements and on-board computations. 

•Instrument Engineering Data - All non-science data provided by the instrument. 

•Housekeeping Data - The subset of engineering data required for mission and 
science operations. These include health and safety, ephemeris, and other required 
environmental parameters. 

Ephemeris Data. (See Orbit Data) 

Ground Calibration. See Vicarious Calibration. 

In-Flight Calibration. See On-Orbit Calibration. 

Ground Truth. Geophysical parameter data, measured or collected by other means 
than by the instrument itself, used as correlative or calibration data for that 
instrument data. It includes data taken on the ground or in the atmosphere. 

Ground truth data are another measurement of the phenomenon of interest; they 
are not necessarily more "true" or more accurate than the instrument data. 

Housekeeping Data. (See Engineering Data) 
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In Situ Data. (See Ground Truth) 

Instrument Data. Data specifically associated with the instrument, either because 
they were generated by the instrument or included in data packets identified with 
that instrument. These data consist of instrument science and engineering data, and 
possible ancillary data. 

Instrument Engineering Data. (See Engineering Data) 

Instrument Housekeeping Data. (See Engineering Data) 

Instrument Science Data. Data produced by the science sensor(s) of an instrument, 
usually constituting the mission of that instrument. 

Metadata. Information about data sets which is provided to the ECS by the data 
supplier or the generating algorithm and which provides a description of the 
content, format, and utility of the data set. Metadata may be used to select data for a 
particular scientific investigation. 

On-Orbit Calibration. The calibration of an aircraft or satellite based sensor while in 
flight. This may be through ground calibration exercises, or through use of an on 
board calibration system. 

Operational Data. Data created by an operational instrument (i.e., NOAA). 

Orbit Data. Data that represent spacecraft locations. Orbit (or ephemeris) data 
include: Geodetic latitude, longitude and height above an adopted reference 
ellipsoid (or distance from the center of mass of the Earth); a corresponding 
statement about the accuracy of the position and the corresponding time of the 
position (including the time system); some accuracy requirements may be hundreds 
of meters while other may be a few meters. 

Playback Data. Data that have been stored on-board the spacecraft for delayed 
transmission to the ground. 

Pre-Flight Calibration. See Pre-Launch Calibration. 

Pre-Launch Calibration. The calibration of a sensor prior to launch. 

Prototype Product. Data product generated as part of a research investigation, of 
wide research utility, requiring too much data or computer power for generation at 
the investigator SCF, and accepted as a candidate Standard Product by the IWG. 
Prototype Products will be generated at DAACs, but their routine generation is not 
guaranteed and will not interfere with other Standard Product generation. 
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Quick-Look Data. Data received during one TDRSS contact period which have been 
processed to Level 0 (to the extent possible for data from a single contact). These are 
data that have been identified to EDOS as requiring priority processing. 

Quick-Look Product. Product produced at a PGS by applying science algorithms to 
Quick-Look Data. 

Real-Time Data. Data that are acquired and transmitted immediately to the ground 
(as opposed to playback data). Delay is limited to the actual time required to 
transmit the data. 

Reflective Bands. MODIS bands 1-19, and 26. 

Relative Calibration. The determination of the correction by comparison with a 
standard with output not necessarily known in physical units, but which is 
established in ratio or as a fraction of the value of the standard. 

Science Computing Facilities (SCFs). Project-funded facilities at instrument team 
member locations used to develop and test algorithms and assess data quality. 


Special Data Products. Data products which are considered part of a research 
investigation and are produced for a limited region or time period, or data products 
which are not accepted as standard products. 


Spectral Regions. 
VIS 
NIR 
SWIR 
MWIR 
LWIR 


400-700nm 

700-1060nm 

1060-3000nm 

3000-6000nm 

6000-14400nm 


Standard Products. (l)Data products generated as part of a research investigation, of 
wide research utility, accepted by the IWG and the EOS Program Office, routinely 
produced, and in general spatially and/ or temporally extensive. Standard Level 1 
products will be generated for all EOS instruments; standard Level 2 products will be 
generated for most EOS instruments. (2)A11 data products which have been accepted 
for production at a PGS, including (1) above as well as prototype products. 

Vicarious Calibration. The radiometric calibration of an in-orbit sensor through an 
intensive field-campaign. This calibration is established via a 

•1. reflectance-based ground calibration in which atmospheric and surface 
reflectance characteristics are measured and used to compute exo-atmospheric 
radiances, or 

•2. radiance-based ground calibration in which helicopter or aircraft sensors 
are used to map radiances and extrapolate to the required exo-atmospheric 
radiances. 
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Table F.l 

EOS Data Processing Levels 


—I 

Data in their original packets, as 
received from the observatory, 
unprocessed by EDOS. 

Level-0 

Raw instrument data at original 
resolution, time ordered, with duplicate 
packets removed. 

Level-IA §gf 

Level 0 data, which may have been 
reformatted or transformed reversibly, 
located to a coordinate system, and 
packaged with needed ancillary and 
engineering data. 

mm 

Radiometrically corrected and calibrated 
data in physical units at full instrument 
resolution as acquired. 

iev«^| : i|fl||f| 

Retrieved environmental variables (e.g., 
ocean wave height, soil moisture, ice 
concentration) at the same location and 
similar resolution as the Level 1 source 
data. 

Level-3 

Data or retrieved environmental 
variables that have been spatially and/ 
or temporally resampling may include 
averaging and compositing. 

Lev^M 

Model output and/or variables derived 
from lower level data which are not 
directly measured by the instruments. 
For example, new variables based upon 
a time series of Level 2 or Level 3 data. 
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A/D 

A&E 

AEM 

AIRS 

AMI 

AM2 

AM3 

ASTER 

ATBD 

AVHRR 

AVIRIS 

BBR 

BRDF 

BW 

BWT 

Cal ATBD 

CCSDS 

CDR 

CERES 

COB 

COLOR 

CTIA 

CW 

CWT 

CZCS 

DAAC 

DADS 


Appendix G 

Acronyms & Symbols 


Analog to Digital Converter 
Activation and Evaluation 
Analog Electronics Module 
Atmospheric Infrared Sounder 
First EOS AM platform to be launched 
Second EOS AM platform to be launched 
Third EOS AM platform to be launched 

Advanced Spaceborne Thermal Emission and Reflection Radiometer 

Algorithm Theoretical Basis Document 

Advanced Very High-Resolution Radiometer 

Airborne Visible Infrared Imaging Spectrometer 

Band-to-Band Registration 

Bidirectional Reflectance Distribution Function 

Bandwidth 

Bandwidth Tolerance 

Calibration Algorithm Theoretical Basis Document 

Critical Design Review 

Clouds and Earth's Radiant Energy System 

Close of Business 

Follow-on to SeaWiFS satellite 

Capacitance transimpedance Amplifier 

Center Wavelength 

Center Wavelength Tolerance 

Coastal Zone Color Scanner 

Distributed Active Archive Center 

Data Archive and Distribution System 
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DC 

DN 

DR 

EDOS 

EM 

EOC/ICC 

EOS 

EOS AM 
EOS PM 
ER-2 
ESDIS 

eft 

FOV 

FPA 

FS 

GFOV 

GIFOV 

GOES 

GSFC 

GSD 

GSE 

HIRIS 

HIRS 

HR VI 

HS 

IFOV 

IMC 

IR 

Landsat 

LWIR 

MCST 

MeV 

MISR 

MODIS 

MSS 

MTF 


Direct Current 
Digital Number 
Data Rates 

EOS Data and Operations System 

Engineering Model of MODIS 

EOS Operation Center / Instrument Control Center 

Earth Observing System 

Descending sun-synchronous satellite with a 10:30 AM equatorial crossing 

Ascending sun-synchronous satellite with a 1:30 PM equatorial crossing 

Second Earth Resources U-2 Aircraft 

Earth Science Data and Information System 

Fast Fourier Transform 

Field-of-View 

Focal Plane Assemblies 

Full Scale 

Ground Field-of-View 

Ground Instantaneous Field-of-View 

Geostationary Operational Environmental Satellite 

Goddard Space Flight Center 

Ground Sample Distance 

Ground support Equipment 

High-Resolution Imaging Spectrometer 

High-Resolution Infrared Sounder 

First High-Resolution Visible scanner on SPOT 

Half Scale 

Instantaneous Field of View 
Information Management Center 
Infrared 

Land Remote-Sensing Satellite, formerly ERTS 

Long Wavelength Infrared 

MODIS Characterization Support Team 

Million Electron Volts 

Multi-Angle Imaging Spectroradiometer 

Moderate-Resolution Imaging Spectroradiometer 

Multispectral Scanner 

Modulation Transfer Function 
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NASA 

National Aeronautics and Space Administration 

MWIR 

Medium Wavelength Infrared 

NDVI 

Normalized Difference Vegetative Index 

Nimbus-7 

Satellite 

NIR 

Near-infrared bands 

NIST 

National Institute of Standards and Technology 

OBC 

On-Board Calibrators 

OC 

Operating/ Duty Cycle 

PA 

Pointability Angle of Optical Axis 

PC 

Photo conductive 

PF 

Polarization Factor 

PI 

Principal Investigator 

PV 

Photo Voltaic 

PM1 

First EOS PM platform to be launched 

PM2 

Second EOS PM platform to be launched 

PM3 

Third EOS PM platform to be launched 

PRF 

Point Response Function 

PSF 

Point Spread Function 

RDC 

Research and Data Systems Corporation 

RMM 

Radiometric Math Model 

S3RC 

Santa Barbara Research Center, a subsidiary of Hughes 

S/MWIR 

Short and Medium Wavelength Infrared 

SD 

Solar Diffuser 

SDSM 

Solar Diffuser Stability Monitor 

SDST 

Science Data Support Team 

SeaWiFS 

Sea-Viewing Wide Field Sensor 

SI 

Systeme Internationale 

SIS(IOO) 

Spherical Integrating Source 

SNR 

Signal-to-Noise Ratio 

SPOT 

Systeme pour l’Obsservation de la Terre 

SPOT-1 

First SPOT instrument 

SRC A 

Spectroradiometric Calibration Assembly 

STE 

System Test Equipment 

SV 

Space Viewpoint 

SWIR 

Short Wavelength Infrared 

TBD 

To be determined 
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TBW 

TCW 

TDI 

TIR 

TM 

TOY 

USGS 

VIS 

VQW 

G2 Symbols 

LX 

L 

Q 

f 

a 

P 

T 

Ln 
Qcal 
Co, c l,... 

M,N 

W 

MeV 

NEAL 

sr 

(i m 
NEAT 

P 

R 

Ltyp 

Lmax 

JC 


Band Width Tolerance 
Center Wavelength Tolerance 
Time Delay and Integration 
Thermal Infrared bands 
Thematic Mapper 
Time of Year 

United States Geological Survey 
Visible bands 

Vector Quantization using n-by-n texture window 


Spectral radiance - w / m 2 -sr-um 
Radiance - w / m2 -sr 
Quantized data value - Integer 
General symbol for a function 

Standard deviation (unit say the variable derived from) 
Reflectance (unitless) 

Temperature (K, KeLvin) 

Natural logorithm 

Calibrated quantized data (integer) 

Calibration coefficients 

General symbol for the mean (unit of the variable derived from) 
Number of samples processed by the expression 
Watts (unit of power) 

Million electron volts (unit of electrical potential) 

Noise equivalent spectral radiance 
Sterradian (solid angle of 1 radian) 

Micrometer (10-6 meter) 

Noise equivalent temperature 

General symbol for reflectance (sometimes used for correlation 
coefficient) 

Also used for reflectance 
Typical spectral radiance- w /m2-sr-pm 
Maximum spectral radiance 
Constant 3.14159... 
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Esun,X 


0 ,* 

Pl2 

e 

i/j/h. 

Hi 

R 

ci 

s(K) 

x 

C 

L(X) 

E(X) 

Ti(Xi) 


S 2 

Imax,min 

^cloud 

AX 

X 

^upper,lower 

Qmax,min 

Qsr 

Qpsr 

Lo 

L(tj) 


General distance symbol 

W 

Mean solar exoatmospheric spectral radiance — 5 

m -sr-pm 

General angle symbol 
Covariance between two variables 
Base of natural logarithms 
General variable indices 
Histogram count for bin i 


General symbol for convolution product 
General calibration coefficients 

Solar spectral radiance- w /m 2 'sr-pm 
General time variable 
Degradation ratio 
Spectral radiance as a function of X 
Emissivity as a function of X 

General linear transformation symbol used in radiometric rectification 
illustration (general slope parameter mi and offset 6i unique ti 

this section- not general terms) 

Variance- units of the variable squared 

a/ 

Statistical F test parameter for confidence level /2 


Statistical x test parameter for confidence level 



Radiance maximum or minimum used in polarization calculation 
Typical radiance from cloud surface 
Bandwidth (nanometers) 

Wavelength (nanometers) 

Upper and lower spectral radiance used in calibration transformations 
Maximum and minimum Q values used in calibration equations 
Observed post-launch count from SRCA 
Pre-launch count from SRCA 


Initial lamp measurement used in calibration source integration 
discussion 

Lamp measurement at time tj: 
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